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Abstract 
Non-invasively characterizing the polarization properties of tissues has potential for 
in vivo clinical applications such as monitoring the healing state of wounds andburns. 
Conventional methods, which measure the polarization difference of a tissue and usu- 
ally involve a co-polarized detection, are either restricted by a sample's surface reflec- 
tions or can only be performed in off-axial systems with the use of matching fluid and 
a glass plate applied to the sample's surface. In this thesis a new technique called ro- 
tating orthogonal polarization imaging (ROPI) is presented. 
The technique involves illumination in a single polarization state and detection in the 
orthogonal polarization state in a coaxial system. Synchronously rotating both the il- 
lumination and orthogonal detection states can provide a polarization difference im- 
age that is free from surface reflections and sensitive to the polarization property of a 
target embedded within a scattering medium. 
The basic theoretical principle of the technique is demonstrated using Mueller calcu- 
lus. Monte Carlo (MC) simulations are used to simulate the ideal performance when 
detecting a polarizing target embedded in a scattering medium at different depths. 
Tissue phantom experiments also investigate the imaging of a polarizing target em- 
bedded within a scattering medium at different depths using manual rotation of polar- 
isers and liquid crystal tunable filters. 
ROPI is far more effective than conventional polarization difference imaging due to 
the significant reduction in surface reflections. The technique is sensitive to polarizing 
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targets embedded at depths of up to 17 mean free paths within the medium. Accurate 
quantification of dichroism is difficult due to scattering that occurs between the target 
and the exit surface of the medium. 
In addition, preliminary measurements of the linear dichroism of different real tissues 
(bovine tendon, lamb tendon, chicken breast and human skin) and a tissue engineered 
tendon orientated at two orthogonal directions are demonstrated. 
It should be noted that the majority of simulation and tissue phantom results that are 
presented in this thesis are for performing ROPI for polarizing targets embedded in a 
scattering solution. Much further work is required before the technique can be taken 
into clinical practice. Issues such as image alignment and the inversion of the data to 
produce clinically useful images still need to be addressed. 
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Chapter 1 
Introduction and Review 
1.1 Motivation and Background 
Polarized light has many applications in biomedical optics. It has been demonstrated 
to be capable of providing coarse optical sectioning which can be useful in character- 
izing superficial tissue (1' 2; 3° 4; 5) In addition, many tissue types are known to have po- 
larization properties that affect the polarization state of light, such as linear dichroism 
in sickled red blood cells (6), linear birefringence in collagen (7), muscle fibres and ret- 
ina (8) and chiral rotation (i. e. circular birefringence or optical activity) in glucose 
(9) (8) 
molecules and amino acids 
. 
Non-invasively characterizing the polarization properties of tissues has potential for 
in vivo clinical applications such as monitoring the healing state of wounds and bums. 
In arthroscopic surgery the alignment of collagen within tendons and ligaments can be 
measured through its polarization properties (birefringence and dichroism). In sickle 
cell anaemia, red blood cells polymerize and become linearly dichroic when they are 
deoxygenated (6). Other potential applications include skin cancer diagnosis, plastic 
surgery, connective tissue disorders, endoscopy and monitoring of tissue engineered 
structures in bioreactors. 
Characterizing the polarization properties of tissues usually involves polarization dif- 
ference imaging of the tissues (i. e. polarized light illumination and subtraction of the 
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co- and cross- polarized detections). For clinical convenience, imaging in the back- 
scattered direction (i. e. reflection mode) is usually performed. However, in this case, 
the co-image is often dominated by surface reflections at the air-tissue interface which 
obscures the polarization information from deeper tissue (1 5° 10). Therefore, accurate 
quantitative measurements of polarization difference signals are severely hampered 
by surface reflections. 
It is well known that illuminating with linearly polarized light and detecting in the 
orthogonal (cross) polarization state can be used to reduce the effect of surface reflec- 
tions and improve image quality in tissue imaging" 12''3). This has been applied fre- 
quently in dermatoscopy (13) and in capillaroscopy (11) (imaging the micro-vasculature) 
and is often used in machine vision (14) and photography ('2). When imaging the micro- 
vasculature this technique is known as orthogonal polarization spectral (OPS) imag- 
ing ("). However, this does not permit quantification of the polarization properties of 
the underlying tissue as effective measurements can only be performed in the or- 
thogonal polarization channel. Two alternative methods of reducing the effect of sur- 
face reflections are side-stream dark field (SSDF) illumination (15) and dark field epi- 
illumination (DFEJ) (16) where source and detection are spatially and angularly dis- 
placed to remove the effects of surface reflections. The main limitation of these meth- 
ods is the low light levels seen in the images, which results in the tissues requiring 
very strong illumination and thereby potentially damaging the tissues. SSDF is also 
usually performed in close proximity to the sample. 
In addition, Jacques et al (') proposed the application of matching fluid and a glass 
plate to the tissue surface, combined with off-axis detection, to overcome the surface 
reflection problem. In this case the surface reflected light is specularly reflected away 
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from the detector by the glass plate. However, in many applications (e. g. endoscopy 
and assessment of wound healing), the use of matching fluid and a glass plate is not 
appropriate and more importantly compression of the tissue can alter its optical and 
physical properties. Morgan and Stockford (5) proposed a subtraction of circular and 
linear polarization states in which the reversal of the helicity of surface reflected cir- 
cularly polarized light allows it to be differentiated from polarization maintaining 
light that enters the tissue. Boulbry et al (10) have suggested an ellipsometric approach 
to measure polarization difference signals. This involves an out-of-plane illumination 
technique, which is similar to DFEI, to minimise the effect of surface reflections; 
however, it also involves comparatively sophisticated instrumentation. More details 
about the methods discussed above to overcome the effect of surface reflections will 
be given in subsection 1.4.2. 
In this thesis, a new technique which is capable of providing quantitative measure- 
ments of the polarization properties of scattering media such as tissue and is free from 
surface reflections is presented. Our group has termed the technique rotating orthogo- 
nal polarization imaging (ROPI). The technique involves illumination in a single po- 
larization state and detection in the orthogonal polarization state. Synchronously rotat- 
ing both the illumination and orthogonal detection states provides an image free from 
surface reflections that is sensitive to the polarization properties of the underlying 
scattering medium. There may be some parallel commercial work into this technique 
being undertaken (17), but the results presented here provide the first, to the best of our 
knowledge, successful demonstration of the technique. 
In this chapter, a general introduction of the technique illustrating the basic principles 
of applying ROPI is provided in section 1.2. This is followed by a review of previous 
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work that is relevant to this study. It includes modelling light propagation in scatter- 
ing media in section 1.3 and polarization analysis of scattering media in section 1.4. 
Finally, a thesis overview is given. 
1.2 ROM Introduction 
ROPI is a novel technique to quantitatively measure the polarization properties of 
scattering media free from the effects of surface reflections. In this section, the basic 
principles of applying ROPI are described and illustrated by examples. 
The technique involves illumination in a single polarization state and detection in the 
orthogonal polarization state. Synchronously rotating both the illumination and or- 
thogonal detection states can provide a polarization difference image that is free from 
surface reflections and sensitive to the polarization property of a target embedded 
within a scattering medium. Depending on whether the polarization property and ori- 
entation of the target are known, the number of illumination and detection cases and 
the synchronously rotating angle for each case will be different. 
For the known cases, there is only one rotation required, and for instance, for measur- 
ing linear dichroism and linear birefringence, which have been studied in this work, 
the synchronously rotating angle will be 90° and 45° respectively (note that the illu- 
mination and detection are maintained linearly polarized at 90°, they are rotated to- 
gether). The basic principle of applying ROPI for measuring linear dichroism within a 
scattering medium is illustrated in figures 1.1 and 1.2. 
Figure 1.1 demonstrates the principle of ROPI while figure 1.2 provides the typical 
photon trajectories generated from applying ROPI within a scattering medium for a 
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single randomly polarized illumination, where the variations of the colours indicate 
the modification of the polarization state of the trajectories. As figure 1.1 shows, the 
first image is obtained when light illuminates the scattering medium in a linear polari- 
zation state and detection is performed in the orthogonal state. By synchronously ro- 
tating both the illumination and orthogonal detection by 90°, another image is ob- 
tained. As figure 1.2 shows, for each imaging case, light that is reflected by the sur- 
face or is weakly scattered within the superficial scattering medium, maintains its 
original polarization state and is rejected by the cross-polarized detection (paths P, 
and P2). Light that has been multiply scattered within the medium becomes randomly 
polarized and back-illuminates the target (path P3). Similar to OPS systems (' 1 ), this 
provides an image free from surface reflections. If the target possesses linear dichro- 
ism then the randomly polarized field which back-illuminates the target has polariza- 
tion information superimposed upon it. 
Illumination 
Image I 
Detection 
(Imi 
- 
Im, ) jImae2 
(ºmi + Im, ) 
Figure 1.1: The basic principle of applying ROPI fir firming images. 
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Illumination Detection 
Linear Crossed-Polarized Ir 
I 
Polarizer Linear Analyzer 
P 1I 
4 
P; 
" 
Depth 
" Polarizing Target ", 
Figure 1.2: Typical photon trajectories in ROPH. for a randomly polarized illumina- 
tion. PI and P2 are respectively a surface reflection and a weakly scattered component 
which are rejected as they maintain the original polarization state. P3 is a path that 
has its polarization state modified by the target. Variations of the colours suggest 
modifications of polarization states of the trajectories. 
As discussed, the conventional way to analyze this polarization information superim- 
posed by the target would be to perform co- and cross- polarised detections but the 
co-polar channel is dominated by surface reflections. This means that it is not possible 
to quantitatively extract the polarization information superimposed by the target. For 
ROPI, as figure 1. l shows, as both the images are obtained with orthogonal detection, 
a normalised polarization difference image of these two cases can provide a polariza- 
tion sensitive image of the medium that is free from surface reflections. 
Similarly, for measuring linear birefringence, the principle is the same as that illus- 
trated above except for synchronously rotating the orthogonal illumination and detec- 
tion by 45° rather than 90° to obtain the second image. In addition, if it is assumed 
that the light that back-illuminates the target is randomly polarized then it should also 
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be noted that the technique is only sensitive to linear dichroism and not birefringence. 
This is because a purely birefringent medium introduces a phase change into a ran- 
domly polarized field which produces another randomly polarized field with no addi- 
tional information. A Mueller matrix explanation of this effect and a mathematical 
evaluation of the principles of those ROPI measurements through Mueller calculus 
will be provided in detail in chapter 2. 
The case of performing ROPI measurements without knowing the polarization prop- 
erties and orientation of the target embedded within a scattering medium has not been 
fully investigated within this thesis. However, in order to perform the measurements, 
at least three orthogonal polarization detections over the range of [0°, 90°] are neces- 
sary. 
1.3 Modelling of Light Propagation in 
Scattering Media 
Modelling the behaviour of light propagation through a scattering medium is useful in 
developing optical techniques for biomedical applications. This enables ideal evalua- 
tions of both the performance of a technique and may be useful for inversion. There 
are various modelling approaches which have been developed and in this section, 
three generally used computational models of light migration in scattering media are 
reviewed. As a review of modelling techniques has been provided extensively else- 
where (IS; 19; 20; 21-, 22) ; only a brief review of the basic theory is presented. However, as 
a modified Monte Carlo (MC) model is extensively applied in this study, more detail 
about the basic MC model will be provided. 
Applied Optics 
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1.3.1 Radiative Transport Theory 
In general, as a complete electromagnetic defined wave, the interaction of light with 
scattering media can be either analytically represented by Maxwell's equation or 
modelled by using geometric optics ('8' 23). However, due to the many inhomogeneities 
that can occur in a scattering medium such as atmospheric phenomena (e. g. cloud, fog) 
and biological tissue, the number of distinct interactions is very large and light propa- 
gation through the medium tends to be easier to model as a forward migration via a 
series of scattering events rather than a wave or ray propagation. Therefore, it is de- 
sirable and would be more practical to consider the interactions based on transport 
theory (23; 24; 25) which interprets light as a particle rather than an electromagnetic dis- 
turbance. The radiative transport equation (RTE) or Boltzmann equation (25) which is 
given as equation 1.1 provides a representation of such behaviour. 
C"Wt- (1.1) 
ý J1 I(r, s, t)p(s, s"')dorß + e(r, s, t) 
The equation describes propagation of a continuous wave (CW) within a medium in 
terms of radiative flux density I (r, s, t) which is defined as the energy at a point r 
along the direction of a unit vectors 
, 
per unit time, per unit solid angle, per unit area 
perpendicular to the s vector in Wm"2sr '. As it is given, the left hand side of the 
equation represents the diffuse intensity as a function of time at a point r in space in 
the direction of i, where cn is the light speed in the medium. The first term on the 
right hand side represents the decrease of incident light intensity due to the absorption 
and scattering, where A, is the extinction coefficient and A=p, +A, in which re- 
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spectively ps and pa are scattering and absorption coefficients. The second term 
represents the contributions from other directions due to diffuse scattering, where w 
is the solid angle and p(9,9') is the phase function, which provides the probability of 
a photon scattering from direction s tos and satisfies the normalisation condition as 
given in equation 1.2 (23). p (s, s) =1 represents isotropic scattering. 
- 
p(s, s) dw =1 (1.2) 41 z 
The last term e(r, s, t) is the source function which defines the characteristics of the 
source in terms of its temporal and spatial emittance at the point r at time t for pho- 
tons travelling in the direction, S. 
The RTE is an approximation to Maxwell's equations, which provides a strict mathe- 
matical description of the light propagation within a scattering medium and has been 
successfully applied in biological tissues (18) under the condition of elastic scattering. 
This approach implies the assumption that the distance between scatterers is much 
larger than the incident light wavelength. In addition, it also has been successfully ap- 
plied for modelling light transport in diffuse media, turbulence in the earth's atmos- 
phere and neutron transport (26). However, the RTE does not take into account elec- 
tromagnetic wave properties such as polarization and particle properties such as ine- 
lastic collisions. Moreover, it is apparent hat the complexity of the RTE expression 
requires a full definition of the interactions of light with heterogeneous media provid- 
ing a non-trivial solution for even simple scattering sample geometries. Therefore, in 
order to be able to extend its applications and simplify the solution of RTE, various 
analytical and numerical approximations have been proposed. 
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The most widely used methods are the diffusion approximation (analytical) and the 
MC modelling (numerical). Those two methods, especially the MC modelling which 
is modified to be applied in this study, will be discussed in the next two subsections 
respectively. 
1.3.2 Diffusion Approximation 
For highly scattering media where the reduced scattering coefficient, U, ', is much 
greater than the absorption coefficient, #,,, i. e. psi » p0 
,a widely applied approxi- 
mation to the radiative transport theory is the assumption that the scattering of the 
light propagation is diffuse (27). By further assuming that the radiance is weakly ani- 
sotropic, the scattering is isotropic and the source is an isotropic point emitter, the ap- 
proximation to the radiance I can be obtained by the simple summation of the photon 
density, O(r, t), and the photon flux, J(r, t), (28) which are respectively quoted in 
equations 1.3 and 1.4. Therefore, the RTE provided in equation 1.1 can be simplified 
as a diffusion approximation equation quoted as in equation 1.5, which is a more 
manageable expression and can be solved either iteratively or analytically (25; 27; 28; 29) 
The mathematical consequences of these assumptions and a more detailed derivation 
of the diffusion equation obtained from the deterministic RTE can be found in (25; 27; 28) 
O(r, t) = IAr I(r, t, s) d2. (1.3) 
J(r, t) = I" sI(r, t, s) d2. (1.4) 
I Do(r, t) 
+ DV2«(r, t) = 
-/lao(r, t) + S(r, t) (1.5) Cn at 
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Here S(r, t) is the modified source term and the diffusion coefficient, D, which indi- 
cates the spatial rate of diffusion, is defined as: 
D=1 (1.6) 
3(ii + 
, 
c[S ) 
The diffusion equation has been widely applied for modelling light propagation in 
tissues (18)" However, it cannot be used to express the light transport within a medium 
near to the source, near to the surface, near to the boundary and in anisotropic tissues 
(29). In such circumstances, higher order approximations of the RTE and the boundary 
conditions (30) may be required. Moreover, as is discussed, the diffusion approxima- 
tion is only valid in highly scattering media when scattering dominates absorption, 
which is appropriate for non-pigmented skin according to (31). Finally, the diffusion 
equation is not able to model polarization and hence it cannot be applied for model- 
ling the ROPI technique in this study. 
1.3.3 Monte Carlo Modelling 
As has been discussed above, although a widely used analytical solution to the RTE 
for modelling light propagation in scattering media, the diffusion approximation equa- 
tion may only be applied to specific geometries (29). Thereby, a more flexible model- 
ling solution is desired for solving forward and inverse radiation transfer problems (24) 
for more complex geometries which are more appropriate to practical cases with arbi- 
trary configurations and boundary conditions. The standard Monte Carlo (MC) model- 
ling method, which is based on a technique proposed initially by Metropolis and 
Ulam (32), provides a numerical solution (33,34) to the RTE. The main idea is the use of 
a stochastic approach to model multivariate physical phenomena. The method simu- 
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lates photon transport in scattering media by recording histories of random migrations 
of individual photons that are influenced by both scattering and absorption interac- 
tions from their input into the modelled media until their absorption or output. 
Standard Monte Carlo 
In the biomedical field, the standard MC model was first introduced into the area of 
laser-tissue interactions by Wilson and Adam (35) in 1983 and further developed by 
Forester and Godfrey (36) for modelling the physical process of light propagation in 
turbid media. However, the model was infrequently used as it took neither the fact 
that light could be internally reflected off a boundary nor the anisotropy of the tissue 
into account. A MC model that included the provision of anisotropy and internal re- 
flection was developed by Prahl (37) in 1988, and has since gone through several im- 
provements and been widely used to simulate light transport in tissues for various ap- 
plications (z'; 22; 38; 39; 40; 41; 42; 43; aa; as) The model was released into the public domain 
in 1992 by Wang et al (46) 
A detailed description of the standard MC model for simulating light propagation 
within a scattering medium has been provided elsewhere (38; 46° 47); therefore, only a 
brief description of how the model works and steps considered vital will be empha- 
sized here. 
As the flow chart shown elsewhere (38) described, the light transport is performed sto- 
chastically on a photon-by-photon basis. Once a photon is launched with an initial 
direction and location, it is moved a distance, As, to where a photon-particle interac- 
tion (it may be scattered, absorbed, internally reflected or transmitted out of the me- 
dium) occurs and its direction is changed according to the Henyey-Greenstein phase 
function (48) after the interaction has happened. The photon is repeatedly moved until 
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it either escapes from or is absorbed by the medium. At each interaction, the position 
of the photon (in Cartesian coordinates) and its intensity is recorded. This process is 
repeated until the desired number of photons have been propagated. The recorded re- 
flection, transmission, and absorption profiles will approach true values (for a me- 
dium with the specified optical properties) as the number of photons propagated ap- 
proaches infinity. 
The vital steps of the modelling are emphasized as follows. Details of other steps such 
as moving the photon, internal reflection, photon absorption and layer transitions can 
be found elsewhere (38; 46; 47) 
¢ Photon Initialization 
Photons are launched into a scattering medium one by one with initial directions and 
locations depending on the application. Normally, a large number of photons are re- 
quired to produce meaningful results. In order to reduce the number of photons neces- 
sary to achieve the desired accuracy for MC calculation, a simple variance reduction 
technique named `implicit photon capture' which was firstly implemented by Kahn (49) 
is used to improve the efficiency. This technique allows one to equivalently propagate 
many photons as a packet along a particular pathway simultaneously. Generally at 
each interaction, only one photon follows each pathway and the photon may be either 
absorbed or scattered. If a photon packet followed each pathway then some portion of 
the packet would be absorbed. The size of each photon packet is called the weight (w) 
and initially it is set to unity. 
¢ Propagation Distance 
The distance that a photon will travel at each photon-particle interaction is repre- 
sented by the step size, As, which is a randomly generated number and calculated as: 
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AS = 
-1n . mfp (1.7) 
where ý is a uniformly distributed random variable with the interval of [0,1] obtained 
each time it is evaluated from the Mersenne Twister random generator (50). mfp is the 
mean free path which is the mean distance between interactions and calculated as: 
mfp= 
1 
'I3 
¢ Photon Direction 
(1.8) 
The longitudinal angle, 9, and the azimuthal angle, 0, are applied as direction pa- 
rameters for determining the direction of the photon at each movement. The longitu- 
dinal angle, B, which is distributed between 0 and n is drawn from the Henyey- 
Greenstein phase function (48) and it is calculated as: 
Z g2 
z 
cosO . 2g 
1+g- 
(__1 
1g+ 2gß 
for g0 (1.9) [2_1 
forg=0 
Obviously, the longitudinal angle, 9, is distributed depending on g as well, which is 
the anisotropy of the medium and g= (cos9) (i. e. the average of the cosine of the 
longitudinal angle, 9) which varies from 
-I to 1. If g =1, this indicates the scattering 
is directly forward and if g=0, it indicates the scattering is isotropic. 
The azimuthal angle, 0, which is independent of the phase function and uniformly 
distributed between 0 and 21t is determined by: 
0 =24 (1.10) 
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¢ Photon Termination 
As the variance reduction technique, implicit photon capture, is applied for the model, 
a photon packet will be never be completely absorbed and hence will be propagated 
continuously even with very little weight until it escapes the medium. As propagating 
a photon packet with a minuscule weight yields only little information, it is more effi- 
cient to terminate photons whose weight falls below a threshold, w, 
, 
while the energy 
in the system is conserved. A technique known as roulette (51; 52) is specifically de- 
signed for such a circumstance, which allows photons to be terminated in an unbiased 
manner and mathematically is represented as: 
0 if ý> 1/m (when w< w1) (1.11) 
mw if ýS 1/m 
where 1/m is the chance that the photon will survive the roulette. 
MC modelling is arguably the most widely used method of modelling light propaga- 
tion in scattering media, because of its main advantage in that the modelled geometry 
can be easily modified to satisfy complex configurations appropriate to practical cases. 
However, as a stochastic process, the main drawback of applying the MC model is 
that a large number of photons are required to be modelled to form a physical repre- 
sentation that is statistically significant and hence, a large amount of running time and 
storage memory on the computing system will be consumed. Thereby, several meth- 
ods which are known as variance reduction techniques have been developed to accel- 
erate the calculations (52; 53; say The most popular one which has also been applied for 
(53ý this study is to operate the MC calculations in parallel on a computer network 
The basic idea is to break the whole model into many sub-simulations as each photon 
packet run is independent. Therefore, the large number of photons required to be run 
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can be grouped as many sub-groups and run on different computers in parallel rather 
than just running on a single computer in series. Obviously, the more computers are 
used the faster the run and the storage needed is also distributed. More information 
about this parallel processing can be found elsewhere (55,56), where the processing has 
been described in detail. 
Polarized Light Monte Carlo 
As has been discussed, as radiative transport theory treats photons as particles rather 
than an electromagnetic wave; the standard MC model records only the histories of a 
simulated photon's positions and optical contrast. It is only able to provide the distri- 
butions (temporal, spatial and angular) of the absorbed, transmitted or reflected pho- 
tons but not the assessment of wave properties such as polarization states of the pho- 
tons. As polarized light has great potential applications in the biomedical field, which 
will be reviewed in next section, it is useful to simulate polarized light propagation in 
scattering media. Thereby, polarized light Monte Carlo (PMC) models which incorpo- 
rate and are able to track information concerning the polarization states of propagat- 
ing light have been developed based on the standard MC model and are widely ap- 
plied in the biomedical field including this work. 
The basic idea of the PMC technique is to simulate the propagation of polarized light 
in scattering media and be able to track the polarization properties of each photon 
packet which has been affected by the characteristic of the media. Mathematically, 
this is achieved by incorporating the Stokes vector and the Mueller matrix, which 
provides a complete description of the polarization properties of the light (photons) 
and the media (57) respectively, into the standard MC model. This is based on Mie the- 
or, (58; 59) which is applied to model the single scattering events (i. e. the photon- 
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particle interactions in the medium). More details about how to develop a PMC model 
from the standard MC model and how the polarization state is adjusted in the Mie 
scattering regime at each photon-collision have been fully provided elsewhere (60; 61; 62) 
and thus will not be given here. However, development and applications of PMC 
models are briefly reviewed as follows. 
Light polarization states after multiple scattering were first calculated using a MC 
method by Kattawar and Plass in 1967 (63) for the studies of haze and clouds. Since 
then, many studies have been carried out on PMC models and their applications. 
Bruscaglioni et al (64) applied a PMC model to analyze changes in polarization of light 
pulses transmitted through turbid media. Ambirajan and Look (65) developed a back- 
ward PMC model for slab geometry with circularly polarized light where they studied 
the degree of polarization of the diffuse light. Hie/scher et al (66) were the first to de- 
velop a PMC based method to determine 16 elements of the diffuse backscattering 
Mueller matrix (57) through 49 measurements by varying polarization states of the in- 
cident beam and the analyser of the diffusely backscattered light. Afterwards, the ma- 
trix was successively re-calculated by Kattawar et al (67), Rakovic et al (60) and Bartel 
and Hielsher (61) based on efficiency improved PMC models and further compared 
with experimental results obtained from a suspension of polystyrene spheres. 
Furthermore, Cote and Vilkin (68) developed a three dimensional PMC model to study 
optically active molecules in turbid media. Wang and Wang (69) used a PMC model to 
simulate light propagation in birefringent media. Yao (70) developed a PMC technique 
to study subsurface polarization imaging of scattering media with absorption, scatter- 
ing and reflective objects embedded within using both linearly and circularly polar- 
ized incident light. 
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Within our group, since the basic PMC model initially was developed by Chang et al 
(71) for single layer backscattering imaging studies, it has been further developed for 
different biomedical studies. It has been applied by Stockford et al for the study of 
characterising layered scattering media using polarized light (72,73) and by Lu et al for 
simulating propagation of polarized and un-polarized light through an infinite slab, 
spectroscopy cuvette and a multilayered medium (74° 75). In addition, the model has 
also been modified for application in this study (76; "). Since the basic PMC model has 
been presented in detail (71), a brief description of the model will be given in chapter 3, 
focusing mainly on the modifications made specifically for this work. 
1.4 Polarization Analysis of Scattering 
Media 
Related to ROPI, a brief review of eliminating surface reflections has been provided 
in section 1.1. In this section, a further review of relevant work is provided. Different 
categories of light obtained through different polarized detections from a scattering 
medium in reflection mode with different polarized illuminations are presented in 
subsection 1.4.1. Various polarization techniques that have been applied to examine 
scattering media, including the elimination of surface reflections are reviewed in sub- 
section 1.4.2. 
1.4.1 Light Categories of Polarization Detection 
According to previous studies (5.73; 79; 79; 80) through assessment of the degree of po- 
larization (DOP) of the emerging light, it is found that the polarization state of illumi- 
nating light will be gradually randomized by a scattering medium. Un-scattered or 
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weakly scattered light maintains its original polarization state whereas multiple scat- 
tered light is randomly polarized and contributes equally to both co-polarization and 
cross-polarization states. The polarization states of reflected and backscattered light 
from a scattering medium with illuminations of linearly and circularly polarized light 
are graphically showed in figure 1.3 (5). The categories of those light detected by using 
co- and cross-polarization states are summarized in table 1.1 (5). 
Linearly 
_i Illumination 
(a) 
Circularly 
Illumination 
(b) 
Polarization Maintaining 
-* 
Surface Reflection 
-* 
Multiple Scattered 
2 
Polarization Maintaining 
5 
Surface Reflection 
Single scattered 
Multiple Scattered 
C 
Figure 1.3: Illustration of different light obtained from a scattering medium in reflec- 
tion mode with (a) linearly and (b) circularly polarized illumination. Polarization 
maintaining light is localized in regions I and 4 while multiple scattered light in re- 
gions 2 and S. Single scattered circular light is localized in region 3. (5) 
In the case of linearly polarized illumination (figure 1.3a), both the surface reflection 
and the light that only undergoes relatively few scattering events (i. e. propagates in 
region I which is close to the surface of the medium) maintain the original polariza- 
tion state. Therefore, those two light categories can only contribute to the co-polarized 
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detection (channel 1). Light that travels a greater distance (region 2) will be randomly 
polarized and thus contributes equally to both the co-and cross-polarized detections 
(channels 1 and 2). 
In the case of circularly polarized illumination (figure 1.3b), the surface reflection and 
the light that is almost immediately backscattered (i. e. single scattered or mirror re- 
flection) upon entering the scattering medium (region 3) have the helicity of the in- 
coming circular polarization reversed. Thereby, these two components can only be 
detected by the orthogonal circularly polarized channel 4. The light that undergoes a 
series of forward scattering events (region 4) maintains its initial polarization state 
and will be detected only by the co-circularly polarized channel 3. Finally, the light 
that experiences multiple scattering in the scattering medium (region 5) will be ran- 
domly polarized and contribute equally to both channels 3 and 4. 
Channel Illumination Detection Category of Light 
Surface Reflection 
1 Linear Co Linear Linear Polarization Maintaining 
& 
Multiple Scattering 
2 Linear Cross Linear Multiple Scattering 
Circular Polarization Maintaining 
3 Circular Co Circular & 
Multiple Scattering 
Surface Reflection 
4 Circular Cross Circular Single Scattering (Flipped Helicity) 
Multiple Scattering 
Table 1.1: Categories of light obtained from the four different polarization channels 
from a scattering medium in reflection mode. 
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Similarly, the different categories of light obtained in transmission mode with linearly 
and circularly polarized illuminations have also been studied (62,74) 
. 
However, this is 
not reviewed here as this study only concentrates on the reflection mode. 
1.4.2 Polarization Techniques 
Polarized light has many applications in biomedical optics. As shown above, by ap- 
plying linearly polarized illumination, along with being capable of removing surface 
reflections (which has been briefly reviewed in section 1.1), simple subtraction of co- 
and cross-polarized detections (channel 1-channel2) removes the multiple scattered 
background and enables the weakly scattered component o be extracted. Polarization 
gating has been demonstrated as a simple and effective method of improving image 
resolution and extracting light that has propagated only within superficial tissue (1° 2; 3; 
4). This is useful in characterizing superficial tissue and can potentially be used to di- 
agnose skin lesions such as burns, wounds and even skin cancer. 
For instance, this was demonstrated by Demos and Alfano (2) using linearly polarized 
light. Images in the polarization states co- and cross-polarized to the illumination 
were recorded from the back of a human hand using off-axis detection in order to re- 
duce surface reflections. The polarization maintaining light, which only went through 
the shallow tissue, was extracted by performing a simple subtraction of the co-polar 
and cross-polar channels. Furthermore, Jacques et al (1) tried to remove both the mul- 
tiply scattered light and the tissue surface reflections. This was to provide sensitivity 
to near subsurface regions. The extraction of polarization maintaining components 
was performed via a subtraction of the co- and cross-polar images as in (2). The effect 
of surface reflections was overcome by the use of a flat glass plate and matching fluid 
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to the tissue surface (which ensure a flat surface) and combined with off-axis detec- 
tion to avoid the specularly reflected light. However, as discussed in section 1.1, this 
method has a drawback of possibly altering the tissue's optical and physical proper- 
ties as the tissue is compressed by the use of a glass plate and matching fluid. The 
study also attempted to remove the effect of non-uniform illumination by normalising 
the extracted polarization maintaining light by the total randomly polarized intensity 
on a pixel-by-pixel basis. Although this provided a representation of the variation of 
scattering, the effect due to pigmentation would be removed as well. As pigmentation 
plays an important role in lesion diagnosis (81), it is debatable whether the application 
of this processing is appropriate in the diagnosis of pigmented lesions. 
As demonstrated, both of the above techniques (1,2) were capable of removing the 
multiple scattered components and extracting only the weakly scattered light from 
superficial tissue by using linearly polarized light. However, such techniques could 
only perform with off-axis detections in order to avoid contributions from the samples' 
surface reflections. Morgan and Stockford (5) described a method of extracting light 
that had propagated only within superficial tissue while removing surface reflections 
by use of only polarized light subtraction with coaxial detection. This often simplifies 
systems; for example, in endoscopy, illumination and detection can use the same fiber 
bundle. As the table 1.1 shows, this method involved using both linearly and circu- 
larly polarized light and was achieved by performing the subtraction of channels 2 
and 3 rather than purely using linearly polarized light (channels 1 and 2). The key to 
the successful removal of both surface reflections and multiply scattered components 
is to note that the use of circularly polarized light discriminates between weakly scat- 
tered light (channel 3) and surface reflections (channel 4). The linearly polarized case 
does not make this discrimination and both components would be backscattered into 
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the linear co-polar channel. Therefore, the extraction of circular polarization main- 
taining components through the subtraction of channels 2 and 3 should result in an 
image localised in depth and containing no surface reflection components as both the 
channels contain no surface reflections. 
In addition, Ramella-Roman et al (82) demonstrated a polarized imaging method, 
which is based on out-of-plane polarized illumination with polarization-sensitive de- 
tection, to extract subsurface features with elimination of both surface reflections and 
multiply scattered components. This involves two measurements using the out-of- 
plane polarized setup where the source and detection are spatially displaced at an in- 
clination angle, 0=45', with respect to the normal direction of the sample surface, 
and the azimuthal angle of illumination, 0, is movable. With the illumination orien- 
tated at the same polarization state, one measurement, which is similar to channel 2 
shown in table 1.1, is taken with 0 =0° (i. e. azimuthal direction is aligned with the 
detection) and the detection in cross-polarized in order to remove surface reflections. 
The other measurement is taken with 0 >50°, which was found to best minimise sur- 
face reflections in co-polarized detection. A simple subtraction of these measurements 
was shown to be capable of providing subsurface features free from both surface re- 
flections and multiply scattered light. However, as discussed, this method involves 
illumination of a sample in different positions for the same assessment. Hence, the 
detected signals might be from different sources and so the subsurface features ob- 
tained might be unreliable. 
Boulbry et a1 (10) further presented an ellipsometric approach which is based on hemi- 
spherical backscattering for the assessment of superficial skin lesions. This involves 
comparatively sophisticated instrumentation and the use of out-of-plane illumination 
as in (82) to minimise the effect of skin's surface reflections. The instrumentation in- 
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cludes two systems. The polarized light sources which are distributed on a hemi- 
spherical shell can provide illumination in and out of plane at three different wave- 
lengths and sixteen different directions. The Stokes vector imaging system is com- 
posed of two liquid crystal variable retarders, a fixed polarizer and a CCD camera. 
This is used to obtain Stokes vector images where each image is obtained by using 
seven different retardance combinations. The polarized components (in the superficial 
tissue) can then be separated from the un-polarized components (from deep in the tis- 
sue) via performing a decomposition of the Stokes vector generated from a multipli- 
cation of a matrix (4x7) with a Stokes vector image (7-element). Depending on the 
applications, different behaviours can be observed by using different combinations of 
the illumination directions and wavelengths. 
As mentioned in section 1.1, the technique of OPS imaging(' 1) can be used to reduce 
the effect of surface reflections and improve image quality in tissue imaging. This in- 
volves illuminating with linearly polarized light and detecting in the orthogonal (cross) 
polarization state. The technique has been shown to be capable of imaging the mi- 
crovasculature from human sublingual sites in great detail in terms of contrast and 
sharpness under clinical conditions. This results in the capability to measure the ves- 
sels' diameters and blood flow velocities and thus provides diagnostic assessment for 
human microvascular pathologies. However, due to movements of the OPS device, 
the tissue and flowing red blood cells, which introduce image blurring, images cannot 
always be obtained optimally. Also because of image blurring, it is difficult to ob- 
serve the granular nature of flowing blood cells in larger vessels, especially during 
continuous flow, which results in difficulties in measuring the blood flow velocities. 
Moreover, as has been discussed in section 1.1, this technique is not able to provide 
quantification of the polarization properties of the underlying tissue. 
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In addition, also as introduced in section 1.1, the technique of SSDF imaging (15), 
which is a stroboscopic LED ring-based imaging modality, is an alternative method of 
reducing the effect of surface reflections via applying illumination from the sides of 
detection. Compared to the OPS technique, a magnifying (5 or 1Ox) lens system 
which projects the image onto a video camera is introduced into SSDF. It is an im- 
proved method of observing the human microcirculation, which allows the observa- 
tions in even greater detail in terms of contrast and sharpness, at the bedside. Also, the 
light sources provides pulsed illumination in synchrony with the CCD frame rate in 
order to improve the imaging of moving components such as flowing red blood cells. 
As has been discussed in section 1.1, the drawback of this technique is that relatively 
strong illumination to the tissues is required, which can cause damage to the tissues. 
Another limitation of SSDF is that the probe needs to be close to the tissue surface to 
ensure appropriate spatial filtering. Furthermore, this technique is also not able to 
provide quantification of the polarization properties of the underlying tissue as polari- 
zation is not involved. 
Studies by Morgan and Ridgway (79) and MacKintosh et al (80) presented a `polariza- 
tion memory' discussion of different polarization states. This effect described how an 
initial polarization state is maintained over varying numbers of scattering events de- 
pendent on the illumination polarization state and the scatterer size. It was found that 
when the scatterer diameter, d, is greater than the incident wavelength, (d»2. ), then 
circular polarization is maintained for more scattering events than with linear polari- 
zation. The opposite was found for the small particles (d«, )) This is due to the in- 
crease of backward scattering which results in many circularly polarized photons ex- 
periencing a flip in helicity and thus depolarising from the initial state. 
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Recently, a study by Gomes et al (83) tried to measure changes of mucosal (i. e. super- 
ficial) blood supply in vivo using linear polarization gating (i. e. subtraction of chan- 
nels 1 and 2 in table 1.1) spectroscopy to detect colonic neoplasia. It was found that 
there was increased blood supply spatially around precancerous adenomatous lesions. 
This is known as the field effect and suggested that measurements could be taken 
anywhere in the colon to detect cancer, not just the cancerous site itself. 
For culturing tissues, as proper cell alignment leads to optimum tissue strength, suc- 
cessful development of cultured tissues is heavily influenced by cell alignment within 
the tissue scaffold. Therefore, Gladish and Duncan (84), has developed a spectral po- 
larimetry system to extract spectral polarization properties of light that had been scat- 
tered by the cultured tissues to provide feedback for proper cell alignment. 
In addition, Wood et al (85) demonstrated the first in vivo use of a Mueller matrix de- 
composition method for polarization based characterization of tissue. Mueller matri- 
ces for polarized light transmitted through the collagenase-treated tissue were meas- 
ured. The individual constituent polarization properties of the tissue were then ex- 
tracted through polar matrix decomposition. Large decreases in birefringence and de- 
polarization were seen in the collagenase-treated region due to the destruction of col- 
lagen. This indicated the potential of the method to monitor the organization and 
structural anisotropy of tissue. 
1.5 Thesis Overview 
As has been discussed, non-invasively characterizing the polarization properties of 
tissues has potential for in vivo clinical applications such as monitoring the healing 
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state of wounds and burns. This thesis aims to present a new polarization imaging 
technique, ROPI, which is capable of providing quantitative measurements of the po- 
larization properties of scattering media such as tissue with free surface reflections. 
In comparison with conventional polarization difference measurements, which nor- 
mally involve co-polarized detections and thus are restricted by surface reflection; 
ROPI has the advantages of performing quantitative measurements not only free from 
surface reflections but also in coaxial detection, which often simplifies systems. For 
instance, in endoscopy, illumination and detection can use the same fiber bundle. 
Throughout the entire thesis, the ROPI technique will be fully evaluated through 
quantitatively measuring linear dichroism and linear birefringence of a target underly- 
ing scattering media using theoretical calculus, MC simulations and various experi- 
ments. 
In chapter 2, the principles of applying ROPI for quantitatively measuring linear di- 
chroism and linear birefringence of a target underlying a scattering medium will be 
developed mathematically based on Mueller calculus in chapter 2. These first provide 
an ideal prediction of the responses and second show the factors that affect the meas- 
urements. In addition, this provides a set of criteria to judge the simulation and ex- 
perimental results. 
In chapter 3, the MC simulations of applying the technique for performing the meas- 
urements validated in chapter 2 with different ideal conditions will be presented. The 
model, which is modified based on a general PMC model to simulate ROPI, will also 
be introduced. These will provide the ideal results of the measurements which will be 
compared with and hence used to assess the experimental results. 
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For practical evaluations, the ROPI measurements will be demonstrated via phantom 
experiments. These will be further performed in two different systems. One is the 
standard system which is based on Glan-Thompson (GT) polarisers while the other 
one is based on liquid crystal variable retarders (LCVR). The main difference between 
the systems is that the polarization states of illuminations and detections are con- 
trolled manually in the standard system and electrically in the LCVR one. 
The standard system is simple and stable. Therefore, the experimental investigations 
of the ROPI technique will be mainly demonstrated using this system. The experi- 
ments will be performed in both reflection and transmission modes. However, as 
ROPI applications are preferred in reflection mode, only those experiments that can- 
not be performed in reflection will be performed in transmission for further evaluation. 
In addition, preliminary ROPI measurements of different real and engineered tissues 
are demonstrated as well. Chapter 4 will concentrate on presenting the system design 
and calibrations, and chapter 5 will provide all the experimental measurements. 
The LCVR system is more convenient and faster; however, it is also less stable and 
more complicated. As the system is controlled automatically, the ROPI measurements 
performed in this system will mainly demonstrate an essentially forward step towards 
realisation of the technique for clinical applications. Both the system design and 
measurements will be provided in chapter 6. 
Chapter 7 compares the same measurements obtained from ideal simulations and 
phantom experiments in the two different systems. Finally, a summary of the study 
along with suggestions for future work and final conclusions are presented in chapter 
8. 
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Theoretical Principles of Applying 
ROPI 
2.1 Introduction 
In order to evaluate the ROPI technique, it is useful to demonstrate the theoretical ba- 
sis of the technique prior to performing Monte Carlo (MC) simulations and phantom 
experiments. In this chapter the theory, which is based on Mueller calculus, is intro- 
duced. 
Stokes vectors and Mueller matrices can be used to mathematically represent polar- 
ized light and optical components respectively (57). By performing Mueller calculus 
(multiplication of Stokes vectors and Mueller matrices), the new polarization state of 
light, which has been affected by passing through optical components, can be mathe- 
matically represented. Therefore, by applying this approach to analyse ROPI, it al- 
lows one to demonstrate the measurement process and also to identify the factors that 
affect the results. In addition, it is also useful as it provides a set of criteria to judge 
the simulation and experimental results. 
This chapter aims to mathematically demonstrate the theoretical principles of apply- 
ing ROPI for measuring linear dichroism and linear birefringence. Stokes vectors, 
Mueller matrices and Mueller calculus will be firstly introduced in section 2.2. This is 
followed by the mathematical foundations for ideally performing ROPI measurements 
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to detect linear dichroism and linear birefringence in sections 2.3 and 2.4 respectively. 
Finally, a summary is given in section 2.5. 
2.2 Stokes Vectors, Mueller Matrices and 
Mueller Calculus 
Generally, any polarization phenomenon can be mathematically described by either a 
single interaction or a series of interactions of light's polarization state with either a 
single optical component or a set of optical components. The polarization state of 
light can be represented by either Stokes vectors or Jones vectors and optical compo- 
nents can be represented by either Mueller matrices or Jones matrices. In this study, 
only Stokes vectors and Mueller matrices are used as they allow consideration of light 
which is not fully polarized. More details about Jones vectors and matrices can be 
found elsewhere (86; 87). In this section, Stokes vectors, Mueller matrices and Mueller 
calculus which mathematically represent polarization interactions are briefly intro- 
duced. 
Stokes Vectors 
Stokes vectors are used to mathematically represent he polarization state of light. The 
definition of a general Stokes vector is presented in equation 2.1(57). Where E and 
El are the electric field components parallel and perpendicular to the plane of refer- 
ence respectively. * denotes the complex conjugate, and () denotes the time average 
of the contained variable. 
The first Stokes parameter, I, represents the intensity of light, Q expresses the ten- 
dency to be horizontally polarized, U indicates the tendency of light to be linearly po- 
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larized at 45°, and V provides the tendency to have right handed circular polarization. 
After normalization to the intensity, I, then Q, U and V all vary from 
-1 to 1. This 
means that Q varies from vertically polarized (i. e. 
-1) to horizontally polarized (i. e. 1); 
U varies from 
-45° polarized to 45° polarized and V varies from left handed circu- 
larly polarized through different degrees of elliptical polarization from left handed to 
right handed until totally right handed circularly polarized. 
1501 j 
(EIEI, + EJ EE) 
S1 
_Q 
(EIIEII 
- 
E1E ) 
(2.1) 
[S2] U (EIEI + E,, E ) 
S3 V 
\i(E"El - ElIE. L)l 
For completely polarized light, the Stokes parameters satisfy equation 2.2 and for par- 
tially polarized light, the Stokes parameters satisfy equation 2.3. In addition, the de- 
gree of polarization of light (0<_ P: 5 1) is defined by equation 2.4. This parameter can 
be used to indicate the following states (88): 
  
If P=0, the light is randomly polarized; 
" If P =1, the light is completely polarized; 
" If 0<P <I, the light is partially polarized and the larger the P, the greater the 
degree of polarization. 
I2 = Q2 + U2 + V2 (2.2) 
I2 >(Q2+U2 +V2)>0 (2.3) 
i 
- 
(Q2 + U2 + v2 )_ (2.4) 
I 
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The Stokes vector for the general form of linearly polarized light is given in equation 
2.5. Some commonly used Stokes vectors for polarized light in different states are 
listed in table 2.1. 
I1 
Q_ cos2ý (2.5) 
U sin2c 
Lvi 0 
where is the azimuthal orientation of linearly polarized light, which determines the 
linear polarization state of the light and varies from 0 to n. 
rizontal linearly polarized; [i] Ho 0 
1 
0 
1 
45° linearly polarized; 
0 
0 
Vertical linearly polarized; 
0 
0 
-45° linearly polarized; 
-1 
0 
I- 1 
00 
0 
Right-hand circularly polarized; O 
Left-hand circularly polarized; 
1 
-1 
0 
0 
Randomly polarized or natural light. 
0 
Table 2.1: Commonly found Stokes vectors of polarized light in different states. 
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Mueller Matrices 
The Mueller matrix is a4x4 matrix, which can mathematically represent the effect 
of an optical component or medium on the polarization state of incident light (57). 
Therefore, any optical component or media could be represented by an exclusive 
Mueller matrix. For example, the general form of the Mueller matrices for diattenu- 
ators (MD) and retarders (MR) are given in equations 2.6 (89) and 2.7 (90) respectively. 
M 
-T, 
+T2x 
D2 
1 K, cos (29) 
K, cos (247) K2 + (1- K2) COS2 (21p) 
K, sin(2cp) (1-K2)cos(24p)sin(2q) 
00 
(K, 
_ 
(T, 
- 
T2) / (T, + T2 )
K, sin (2, p) 0 
(1-K2)cos(2q')sin(2g') 0 
K2 +(1-K2 )sin2 (2ýp) 0 
(2.6) 
0 KZ 
& K2 =2T, TZ /(T, +TZ)) 
where T, and TZ are the transmittances of the diattenuator along the major and minor 
axes respectively and 9 is the azimuthal orientation of the diattenuator and varies 
from 0 to n. 
MR 
1000 
0 cos2(29)+sin2(26)cos8 (1-cosö)sin(26)cos(29) 
-sin(29)sinö (2.7) 
0 (1-cosö)sin(20)cos(26) sin2(28)+cos2(29)cosö cos(20)sinö 
0 sin(20)sinö 
-cos(29)sinö cosö 
where 8 is the azimuthal orientation of the fast axis of the retarder, which determines 
the polarization state of the retarder and varies from 0 to n. S is the retardance (i. e. 
phase delay in wavelengths). 
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11001 
-1 00 
11100 LP orientated at 0°; -1 
100 
LP orientated at 90°; 2000020000 
00000000 
101010 
-1 0 
10000 LP orientated at 45°; 
10000 
LP orientated at 
-45°; 210102 
-1 010 
00000000 
10001000 
0100 
QWP orientated at 0°; 
0100 
QWP orientated at 90°; 0001000 
-1 
00 
-1 00010 
10001000 
000 
-1 QWP orientated at 450; 
0001 
QWP orientated at 
-45°; 001p; 0010 Lo 1000 
-1 00 
1000 
0100 
000 H'P orientated at 0° / 90°; 
000 
-1 
1000 
0 
-1 00 HWP orientated at 450 / 
-45°. 0010 
000 
-1 
Table 2.2: Commonly found Mueller matrices for LP, QWP and HWP. 
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From these general cases, the Mueller matrix for a linear polariser (LP) (diattenuator 
with T, =I and TZ = 0), a quarter-wave plate (QWP) (retarder with 8 ='r/2) and a 
half-wave plate (HWP) (retarder with 8=9) at an arbitrary azimuthal orientation can 
be derived as LP (R, ), QWP (M0wP) and HWP (MywP ), which are given in equa- 
tions 2.8,2.9 and 2.10 respectively (57). More specific commonly found Mueller ma- 
trices for LP, QWP and HWP are given in table 2.2. 
I cos 2So sin 2, p 0 
1 cos 24p cos2 2rp sin 2opcos 2op 0 M`P 
_2 
sin 2qß sin 2Vcos 2q, sin' 2qß 0 
0000 
10 
_0 
cos' 29 MQWP 
0 sin 29cos 28 Lo sin 29 
00 
sin26cos2B 
-sin26 
sine 20 cos20 
-cos20 0 
1 0 0 0 
0 cos 49 sin 40 0 
_ 
M"WP 
0 sin 49 
-cos 49 0 
0 0 0 
-1 
(2.8) 
(2.9) 
(2.10) 
Additional Mueller matrices of relevance to this work are the mirror and rotation 
Mueller matrices. These are applied as part of the polarized MC model. The mirror 
Mueller matrix (Mmirror) subject to the condition of normal incidence is given in 
equation 2.11. The rotation Mueller matrix (ks) which rotates either any Stokes vec- 
tors or any other Mueller matrices for a certain azimuthal angle (0) in the range of 
[-n/2, n/2] is given in equation 2.12. The formulas for rotating a Stokes vector 
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(90) and a Mueller matrix (R. ) for a rotation angle t are given in equations 2.13 
and 2.14 respectively (note the minus sign of 0 is used). 
1000 
0100 
00 
-1 0 
(2.11) 
000 
-1- 
1000 
=0 
cos2O sin2t9 0 Re 
0 
-singt cos2z9 0 
(2.12) 
0001 
(2.13) go 
= 
A- A 
Me 
= R_, pMoRe (2.14) 
Mueller Calculus 
Mueller calculus is a matrix method for manipulating Stokes vectors and Mueller ma- 
trices, i. e. it mathematically describes how the polarization state of light is affected by 
optical components or media that light illuminates. Light which is randomly polarized 
or partially polarized must be treated using Mueller calculus while fully polarized 
light can be treated with either Mueller calculus or the simpler Jones calculus. Fur- 
thermore, incoherent light normally must be treated with Mueller calculus while co- 
herent light generally must be treated with Jones calculus as the latter works with am- 
plitude rather than intensity of light. Most work in this area applies Mueller calculus 
(74; 90; 91) and this is the approach followed here. 
To determine the polarization influence of such an optical component or medium on 
the incident illumination, the Stokes vector of the illumination is multiplied by the 
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appropriate Mueller matrix (57). If a beam of light is initially in the state, S,, and then 
passes through an optical component, R, and emerging in a state, 9,, then it is writ- 
ten as (86): 
So = MS; (2.15) 
If a beam of light sequentially passes through optical components, ft, followed by 
M2 then M3 
, 
So is written as: 
So = MAM, S; (2.16) 
In addition, because matrix multiplication is not commutative, it is important to stress 
that in general: 
MAM, S, * M, MZM3S; (2.17) 
An example of Mueller calculus to show the influence of a 45° polarized LP on the 
horizontal linearly polarized incident light is expressed as: 
110101 
1000001 (2.18) 21210100 [oJ 00000 
This means that the influence of a 45° polarized LP on the horizontal linearly polar- 
ized incident light is to change the polarization state of the incident light from hori- 
zontal to +45° linearly polarized as represented as a Stokes vector on the left hand 
side of equation 2.18. 
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2.3 Mathematical Foundation for Measur- 
ing Linear Dichroism 
In this section, Mueller calculus is used to demonstrate the principle of ROPI measur- 
ing the linear dichroism (or strictly speaking at a single wavelength, linear diattenua- 
tion) of an object within a scattering medium. This provides guidelines for performing 
the ROPI MC simulations and phantom experiments presented in the next four chap- 
ters. 
The linear dichroism (linear diattenuation), D, 
, 
is defined by equation 2.19 (relative 
to a reference orientation). This means the linear dichroism is the intensity difference 
signal between two orthogonal linear polarization detections, normalised by the sum 
(86) of those two intensities. ý is the orientation of the analyser 
. 
D=J(; t) - (2.19) L 1( )+ I(+ir/2) 
The appropriate Mueller calculus is now presented using this definition and the de- 
scription of ROP1 given in chapter 1. For demonstration of the technique, consider the 
block diagram for a proposed imaging arm of the ROPI phantom experimental setup 
shown in figure 2.1 (the complete setup will be provided in figure 4.1, chapter 4): 
Detection 
Figure 2.1: Imaging arm of the ROPI phantom experimental setup. 
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where 2) is a positive achromatic lens; 3) is a Glan-Thompson linear polariser which 
is always set cross polarized to the illumination; 4) is an infinite conjugate objective 
which has magnification of x4 and NA=0.1; 5) is a cube beam splitter orientated at 
45°; CCD is a detector camera and 8) is the sample which is a scattering medium with 
a dichroic component embedded within it. 
The following initial assumptions are made to demonstrate the main principles of us- 
ing the technique to measure linear dichroism; 
1). Surface reflections are completely eliminated as the detection is orthogonal to the 
illumination. 
2). The majority of light undergoes many scattering events before being backscat- 
tered and therefore becomes completely depolarized hence the initial state can be 
ignored. 
3). When this randomly polarized component back-illuminates the sub-surface di- 
chroic component, the tendency to a linear polarization state imposed depends on 
the properties of that component. 
4). The dichroic component is assumed to be close to the surface of the sample; 
therefore this imposed information is retained in the backscatter from the medium. 
To extract the information regarding the presence of linear dichroism using ROPI, 
measurements are taken in two orthogonal detection polarization states for use in 
equation 2.19. It should be noted that these assumptions (also made in capillaroscopy 
(11) greatly simplify the derivation. There is clearly a conflict of sorts between as- 
sumptions 2) and 4). However, deviations from these initial assumptions are thor- 
oughly discussed later. 
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From figure 2.1, the randomly polarized light which is assumed to back-illuminate the 
target is represented by the Stokes vector, 9,: 
1 
S, 
=0 (2.20) 
Loj 
Since the Mueller matrix of a general diattenuator, Mo 
, 
is as defined in equation 2.6, 
the Stokes vector representing light emerging from the sample, S, 
, 
is given as: 
T, +TZ 
2 
2T2 cos(29) (2.21) 
I T, -TZsin(2c) 2 
0 
where again, T, and TZ are the transmittances of the diattenuator along the major and 
minor axes respectively and 47 is the azimuthal angle of the diattenuator. This state is 
assumed to be maintained until emergence at the sample's surface. 
From the partial ROPI phantom experimental setup shown in figure 2.1, assuming the 
optical components of the objective, beam splitter, positive achromatic lens and CCD 
camera are ideal, the only optical component that affects the polarization state of 
emerging light from the sample is the Glan-Thompson linear polariser. The Mueller 
matrix of an arbitrarily orientated linear polariser, MLp 
, 
is defined in equation 2.8; 
therefore, with an orientation angle, tp, 
, 
the detection light, Sd 
, 
after the Glan- 
Thompson polarizer (i. e. analyser) is performed as: 
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Set 
= MLPSs = 
K3 +K4 cos(2(pl)cos(297)+ K4 sin (297, ) sin (2(p) 
K3 cos(2q) + K4 cos'(2q)cos(2ip) + K4 sin (2q)cos(2q) sin (1p) 
K3sin(2(A)+K4sin(2A)cos(2A)cos(247)+K, sin2(2A)sin(2rp) 
X2.22) 
0 
(K3 
= 
(T, +TZ)/4 & K4 = (T, -T2)/4) 
As a result, the intensities detected in orthogonal linear polarization states (i. e. ana- 
lyzers at gyp, and f) +n/2) are given by equations 2.23 and 2.24 respectively: 
I(A) 
= 
K3 + K4cos(2yq)cos(2, p) + K4sin(2So, )sin(2rp) (2.23) 
I(oA +ir/2) 
= K3 + K4cos(2rp, +n)cos(247) + K4sin(291+n)sin(2, p) (2.24) 
= K3 
- 
K4cos(2cc)cos(2co) 
- 
K4sin(2q)sin(2ip) 
According to equation 2.19, the determined value of linear dichroism, DL, relative to 
the angle, Vp 
, 
is therefore given by: 
_I 
(9ý 
- 
J(fP +z/2) DL 
I(ýViý + (A+ 9/2) 
T 
1- T' 
+T lcos(24j)cos(2op)+sin(2ýp, 
)sin(21p)l 
z 
(2.25) 
-TZ cos{2(on-q7)} T, + Tz 
=TT -T 
+T2 
cos(Ay) where Ay = 2(q 
-q7) T2 
From equation 2.25, it can be seen that the linear dichroism, DL 
, 
varies cosinusoidally 
from a minimum of 0 when A7=90* to a maximum of (T, 
-TZ)/(T, +T) when 
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Dy=0°, which means the linear dichroism depends on the difference between azi- 
muthal angles of the diattenuator and analyzing polariser and the transmittances of the 
diattenuator along the major and minor axes. Therefore, for the most commonly con- 
sidered case (in this research) when the target is orientated horizontally (rp = 0°) and 
(01 = 00, the linear dichroism, DL 9 is: 
DL = 
T, 
- 
T2 (2.26) 
T, +TZ 
This means to measure the linear dichroism of a diattenuator embedded within a scat- 
tering medium by applying ROPI, with an ideal analyser and alignment to the fast 
axes of the diattenuator for one of the detection channels, the linear dichroism, DL , 
only depends on the transmittances of the diattenuator along the major and minor axes. 
If a diattenuator with properties, T, =1 and TZ =0 (i. e. a linear polariser), is chosen, 
DL will be detected as a maximum which is 1; otherwise, it varies from a minimum, 
which is 0, to I depending on the values of T, and TZ 
. 
It should be noted that this 
ideal case is considered in this study for characterization purposes. However, in prac- 
tice, the orientation of the polarizing component will be unknown and therefore equa- 
tion 2.25 should be used. For the characterization described later, a piece of sheet po- 
lariser with a good extinction ratio (TZ/T, =10-4) is chosen. 
2.4 Mathematical Foundation for Measur- 
ing Linear Birefringence 
Linear birefringence is a property relating to the introduction of a phase difference 
between two orthogonal electric fields (E,, and EL) of polarized light due to axes 
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with different refractive indices. In this section, the Mueller calculus representation 
demonstrating the application of ROPI for measuring linear birefringence in a scatter- 
ing medium is mathematically described. 
In the previous section which determined the linear dichroism of a sample, the signal 
was provided by the difference in transmission along the major and minor axes of the 
component as shown in equation 2.25. For a linear birefringent sample, the parameter 
providing the polarization signal is the retardance, S. If the same assumptions are 
applied as were introduced in the previous section, ROPI measurement of linear bire- 
fringence within scattering media is not possible. This is shown in the following 
analysis. 
For the sample shown in figure 2.1 for a linear birefringence measurement, consider 
the Mueller matrix for the most general birefringent component (MR) as in equation 
2.7. Back-illumination of this component with randomly polarized light (S; ) shown 
in equation 2.20, results in the following Stokes vector representing light emerging 
from the sample (9, ) : 
11 
Sf = M, ýS, = (2.27) MR 00 Lo] 0 
This clearly also represents randomly polarized light. Therefore, it is clear that this 
randomly polarized back-illumination component cannot be used to extract informa- 
tion regarding the sample's linear birefringence. 
Applied Optics 
Department of Electrical and Electronic Engineering 
f. 
Chapter 2: Theoretical Principles of Applying ROPI 44 
However, assumption 2) in the previous section states that all light is depolarized be- 
fore interaction with the sample. Practically, this is not always the case (especially for 
superficial targets) and some of the initial polarization information will be retained. 
For the purposes of this analysis, fully linearly polarized light is used. The general 
Mueller matrix of linearly polarized illumination (S, ) with an arbitrary azimuthal 
orientation angle, l, ', 
, 
is shown as: 
1 1cos(2);, 
S; 
= 
(2.28) 
sin (2;, 
0 
If such a polarization (s, ) back-illuminates a birefringent component (1lIR) 
, 
the fol- 
lowing polarization state emerges from the sample resulting in (SS) : 
Ss 
= 
MRSi 
I 
cos(2ý, )[cos2(29)+sin'(29)cosö]+sin(2ý, )[(i-cos 5) sin(2B)cos(28)] (2.29) 
cos ( 21, "1) [(1- cos ö) sin (20) cos (2O)] + sin (21, ", )[sin2 (28) + cost (29)cos ö] 
cos(2ý, )sin (29)sin 8-sin (2ýjcos(20)sin S 
Detection of this light emerging from the sample (Ss) through a linear polarizer (i. e. 
analyser) (A 
,, 
shown in equation 2.8) whose polarization state, (4", +x/2), is or- 
thogonal to the illumination state, (a, ), can be represented by the Mueller calculus 
shown in equation 2.30. The intensity, J(ý, +x/2), of the detected light, (sd), 
thereby can be obtained as given in equation 2.31. 
So = MLPS, (2.30) 
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1 
1(; ''+nl2) 1 -Cos 
t(2;, )[cos'(29)+sin2(29)cosS] 
(2.31) 
2 
-sin e(2;, )[sin2(29)+cos2(20)cos8] 
72 1, ", s in (21, ", ) (1- cos 5) sin (28) cos (29)] 
For the second ROPI channel with illumination (ý2) in a plane orthogonal to ;, 
where ý2 = ý, +z/2, and detecting orthogonal to the illumination, the second channel 
intensity, 1(C2+it/2), is obtained as: 
I (C2+/r12) 
1 
I -cost (2ý2 )[cos2 (20 +n)+sin2 (26+n)cos S] 
2 
-sine (2C2 )[sin2 (29+x)+cos2 (20+it)cos5] 
-2cos(2CZ)sin(2C2)[(1-cosS)sin(20+n)cos(29+, r)] 
1 -cost (2ý1 +n)[cos2 (26)+sin2 (28) cos 8] 
2 
-sin 2 (2ý, +'r)[sin 2 (20)+cos2 (29)cos8] 
-2cos(2;, +'r)sin(2C, + r)[(1-cosc)sin(29)cos(20)] 
1 -cost 
(2; 
1 
)[cos2 (20)+sin2 (20)cosö] 
2- sine (2;, ) [sin2 (29) + cost (29) cos S] 
-2 cos (2C, ) sin (2ý, ) [(1- cos S) sin (29) cos (20)] (2.32) 
It can be clearly shown from equations 2.31 and 2.32 that using these two orthogonal 
illumination states (ý, and C2 = ý, + x/2) and detecting the cross-polar channels does 
not provide any information concerning the linear birefringence. This is due to the 
difference of these two intensities, which is used to represent the linear birefringence, 
being 0 as: 
+r/2) =I (ý2 +n'/2) (2.33) 
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To examine the sensitivity to birefringence, further consider two arbitrarily selected 
azimuthal orientations (; v, and w2) of illuminating polarization (S; in equation 2.5). 
Following the same Mueller calculus applied above (equations 2.29 and 2.30) with 
detection provided orthogonal to each of these illumination states (i. e. RLp shown in 
equation 2.8 at yi, + n/2 and v2 + n/2 ), the intensity difference between the detec- 
tions, Isg (jv1-ºVZ) 
, 
can be obtained as: 
Isrg`V/1-YF2) 
I(yrº+/T/2) 
- 
I(yf2+x/2) (2.34) 
I (cost(2B)-sin2(2B))(cos2(2ry2)-cost(2yfl)) 
=2 (1-cosy) 
+2sin(29)cos(2B)(sin (2WZ)cos(2yi2)-sin (2yi, )cos(2yr, )) 
As equation 2.34 shows, clearly the value of I.,, (u 
- 
yw2) depends on the retardance 
(5), and the azimuthal orientation (9) of the birefringent component and the azi- 
muthal orientation of the two illuminating polarization states (Vi, and w2 ). This dem- 
onstrates that some sensitivity to birefringence is available. In order to show how the 
variation is dependent on those parameters (8,9, v, and v2) 
,a 
further investigation 
of equation 2.34 was performed. However, the investigation will be provided in ap- 
pendix A in detail. Only the conclusion of the investigation is presented here. 
It is found that the absolute intensity difference, Its g 
(v1- yr2 )I 
, 
varies sinusoidally 
from a minimum of 0 to a maximum of 1 depending on the values of 8, a and AV 
. 
Where (a = Vr, 
- 
8) and (' yi = yf2 
- 
yi, ) are the azimuthal orientation differences 
between the first illumination and the birefringent component and between the two 
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illuminations respectively. The maximum values are obtained when S= nn (n=1,3,5, 
7"), a=nn/4 (n=0,1 
, 
2,3 
""") and i ip=nir/4 (n=1,3,5,7 ""). 
This firstly indicates that linear birefringence measurements with ROPI are possible 
(equation 2.34). This is due to the intensity difference resultant from passing through 
a birefringent component. Secondly, in order to measure the maximum linear bire- 
fringence: (i) two linearly polarized illumination channels are required and the differ- 
ence in azimuthal orientation between the illuminations must be 45°±n90° (n=0,1,2, 
3"" 
"); (ii) the difference in azimuthal orientation between the first illumination and the 
birefringent component must be 0°±n45° (n=0,1,2,3 ... ); (iii) the retardance of the 
birefringent component must be 180° which is a HWP in practice. In any other cases, 
linear birefringence would vary between 0 and 1. 
Finally, to accommodate the difference in illumination intensities between measure- 
ments, it is necessary to normalise the subtraction (equation 2.34). Therefore, the re- 
sultant difference signal is divided by the sum of the two channels. This is the final 
definition of linear birefringence (BL) applied in this study for ROPI measurements, 
which is given as: 
BL 
= 
Is'g (Vi1 Wz ) 
Isýg(ýi+r, ) 
1(ywi+n/2) 
- 
I(l'2+ir/2) 
I (VI +9/2) +I (V f2 +r/2) 
(2.35) 
where yr, and v2 are the azimuthal orientations of two illuminations applied (i. e. S, 
in equation 2.5 at yr, and yr2 ). yr, + x/2 and yrz + x/2 which are orthogonal to the 
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illuminations represent the two azimuthal orientations applied for the analyser (i. e. 
M, shown in equation 2.8 at yt, +; r/2 and yi2 +, T/2). 
2.5 Summary 
This section mainly focuses on the theoretical foundations of ROPI towards meas- 
urement of linear dichroism and linear birefringence within a scattering medium. The 
principles developed in this section are important as it not only demonstrates the 
ROPI technique but also will provide a valuable evaluation tool in later parts of this 
study. In addition, it also provides a set of ideal criteria against which to judge the 
simulation and experimental results. 
Firstly, Stokes vectors, Mueller matrices and Mueller calculus were briefly introduced 
and commonly used Stokes vectors and Mueller matrices were presented. This was 
followed by demonstrating the mathematical foundations of ROPI measurement of 
linear dichroism and linear birefringence within a scattering medium. 
In conclusion, when applying ROPI to measure linear dichroism and linear birefrin- 
gence within a scattering medium, the following principles need to be applied: 
For measuring the maximum linear dichroism: 
> Two illumination polarization states must be orthogonal to each other; 
¢ The polarization state of the component embedded within the medium must be 
aligned to one of the illumination polarization states; 
¢ Follow the calculations given in equation 2.19. 
Applied Optics 
Department of Electrical and Electronic Engineering 
Chapter 2: Theoretical Principles of Applying ROPI 49 
For measuring the maximum linear birefringence: 
> The polarization states of illumination before back-illuminating the component 
embedded within the medium must be maintained; 
> The two illumination polarization states must be 45°±n90° (n=0,1,2,3 ... ) to 
each other; 
¢ The retardance of the birefringent component embedded within the medium must 
be 180°; 
> The azimuthal orientation of the birefringent component must be 0°±n45° (n=0,1, 
2,3 
"" ") to one of the illuminations azimuthal orientation; 
¢ Follow the calculations given in equation 2.35. 
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ROPI Monte Carlo Simulations 
3.1 Introduction 
In chapter 2, the theoretical principles of applying the ROPI technique for measuring 
linear dichroism and linear birefringence within scattering media were demonstrated 
using Mueller calculus. For the purpose of evaluating the ROPI technique under ideal 
conditions, a Monte Carlo (MC) model has been developed to simulate different quan- 
titative measurements within a scattering medium using ROPI. This model is intro- 
duced and described in detail in this chapter. The presented simulations include ex- 
amination of different polarizing targets (dichroic and birefringent) embedded within 
the scattering medium in different orientations and at different depths. Different pairs 
of orthogonally polarized illumination and detection states are applied. In addition to 
its use for an ideal evaluation of the technique, the model is also used to investigate 
non-ideal situations such as the evaluation of imperfect targets. These simulation re- 
sults provide useful comparisons to the results generated from the phantom experi- 
ments which will be described in chapters 5 and 6. 
As reviewed in chapter 1, a basic MC model based on Mie scattering theory (58; 59) can 
be used to simulate polarized light propagating from a point source through a scatter- 
ing medium. This has been widely applied for investigating the optical properties of 
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scattering media in biomedical optics research (65; 69) Within our group, a fully polar- 
ized MC model has been developed and described in detail by Chang et al (71) and 
then further evaluated and presented by Stockford et al (72; 73) and Lu (74). Therefore 
only a brief description of the model will be provided here. 
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Figure 3.1: Illustration of a basic Monte Carlo simulation of a polarized photon trav- 
elling within a scattering medium. 
As shown in figure 3.1 in reflection mode, the basic model simulates the propagation 
of individual polarized photons through a scattering medium and tracks changes in- 
cluding polarization state, position, travelling direction and distance at each scattering 
event. Photons trajectories are terminated either when they exceed a predefined dis- 
tance within the medium or when they emerge from the medium. From the records of 
many photon trajectories, one can build up the spatial, temporal, and angular distribu- 
tions of light emerging in different polarization states from a scattering medium. Ab- 
sorption can be added post-simulation through application of the microscopic Beer- 
Lambert law (8). The mismatch in refractive index at the boundary of medium-air in- 
terface is taken into account by either reflecting all those photons greater than or 
equal to the critical angle back into the medium or otherwise allowing them to leave 
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the medium with transmitted angles following Snell's law (86). This is used for the 
purpose of simplifying and speeding up the simulations; since it is only an approxima- 
tion to Fresnel's law (86) which is an ideal and accurate way but too complicated to be 
fully applied to model the mismatch boundary condition (92). An alternative approxi- 
mation to Fresnel's law, which involves a probabilistic approach to decide if the pho- 
tons are to be transmitted or reflected, is introduced by Prahl et al (38) and more de- 
tails about the comparison between applying those approximations and Fresnel's law 
can be found elsewhere (37). 
As figure 3.1 shows, the basic MC model implements illumination with a pencil beam 
at a single point without any objects embedded within the scattering medium and it 
only detects spatially or temporally resolved intensity. It is not able to form images. In 
order to simulate the ROPI system, an imaging model with full field illumination and 
a polarizing target embedded within a scattering medium is necessary. Based on the 
existing MC model, three modifications are needed to enable the model to simulate 
the ROPI technique. The first modification is to allow full field illumination to be re- 
alised. The second allows the insertion of a polarizing target into the scattering me- 
dium and the third allows representation of the appropriate imaging system. 
This chapter will concentrate on these three modifications of the model and the pres- 
entation and analysis of the results obtained. Firstly, in section 3.2, the modified MC 
model in reflection mode applied in this study is described and discussed. Section 3.3 
presents the ROPI MC simulations of quantitatively measuring linear dichroism of a 
polarizing target embedded within a scattering medium at different depths. Section 
3.4 demonstrates similar analysis for a birefringent target. Finally, a summary and 
discussion of the chapter is given in section 3.5. 
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3.2 Description of the Monte Carlo Model 
In this section, the modified MC model developed in this study to simulate different 
ROPI quantitative measurements within a scattering medium is introduced and de- 
scribed in detail. The description will concentrate on the three modifications that en- 
able the model to simulate the ROPI technique. The limitations and verifications of 
the model are also discussed. 
3.2.1 Modifications and Simulation Algorithm 
Modification 1: Full Field Illumination 
In order to simulate ROPI, conversion of the existing single point illumination MC 
model to achieve full field illumination is required. One option would be to simply 
run many different simulations scanning the single point illumination within the illu- 
mination area point-by-point. However, in practice with typically one million photons 
per illumination point, this would take approximately 1.6 hours per point. For a small 
area such as 100points x 100points, this would take more than 660 days to simulate 
an object embedded at only one depth and polarization state; hence it is clearly not 
practical to implement this approach. An alternative approach, as applied here, is to 
implement the existing single point illumination scheme but to extend it to realise full 
field illumination by indexing the photon path laterally to all illumination positions 
within the incident area. This allows representation of full field illumination using a 
single 
-1.6 hour simulation. 
As shown in figure 3.2, the model requires a polarizing target to be embedded within 
the scattering medium at a depth of D. (Presentation of this modification is performed 
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in the next part. ) Trajectory A (solid red line) is a typical scattering photon path within 
a scattering medium obtained from running the basic MC simulation with a single 
photon illumination at the central position (x=0, y=0, z=O) of the illumination area. 
Assuming the rest of the point simulations run within the illumination area have the 
same trajectories (A_ to A,,, dashed blue lines) as A, the full field illumination can be 
achieved post-simulation by laterally indexing the trajectory A around the illumina- 
tion area with a step size, s, until all the illumination points are covered. This indexing 
process means that full field illumination can be represented by running a single simu- 
lation rather than running multiple simulations at all the points within the illumination 
area, significantly reducing the simulation time. 
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Figure 3.2: Index process for modification of the basic MC model from single point 
illumination to full field illumination. 
In order to efficiently simulate the full field illumination, it is found that setting s= 
mfp/1 provides sufficient sampling at the illumination plane. This is to match the ge- 
ometry of the detection array as will be discussed in subsection 3.2.3. The assumption 
that the trajectories A_,, to A,, at different illumination points have the same photon 
path is clearly an approximation. As the simulations are dependent on the analysis of 
millions of photons; the cumulative effect is of interest rather than individual photon 
paths. If the assumption can be made that a single simulation is statistically stable 
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then this is a reasonable assumption when extended to all points within the illumina- 
tion area. 
Modification 2: Inserting a Polarizing Target within a Scattering Medium 
For the case of simulating an absorbing object embedded within a scattering medium 
with a MC model, monitoring the effect of indexing the illumination position is sim- 
plified from the polarizing case required here. This case as applied in (5° 72) is consid- 
ered initially as it is instructive for development of the polarizing target model. 
To monitor the interaction of a photon with a (particular) absorbing target, an array of 
counters is required with each element representing a point within the illumination 
field. For every event during the propagation of a photon which results in transit 
through the specified depth of the target, the indexed lateral location of the photon is 
determined for each element in the counter array. If this indexed position would result 
in a target interaction, the appropriate counter is increased and propagation continued. 
However for the case of a polarizing target embedded, as the polarization state of a 
photon changes when it passes through the polarizing target, it is not sufficient to 
simply record a target interaction as in the previous case (for an absorbing target for 
example). A modification of the photon's parameters is also required, which would 
impact on the polarization properties at subsequent target interactions. Thereby, this 
provides a problem when using the indexing method for achieving full field illumina- 
tion as, depending on the width of the target and the relative position of the illumina- 
tion and the target, some photons will have interacted with the target and some will 
not. This results in different trajectories being obtained for different illumination 
points and hence, the assumption made that all indexing illumination points have the 
same photon trajectory is unreasonable. 
Applied Optics 
Department of Electrical and Electronic Engineering 
f 
Chapter 3: ROPI Monte Carlo Simulations 56 
A method developed to overcome this problem is illustrated in figure 3.3, which re- 
peatedly applies a splitting process for the trajectory of a photon each time it passes 
through the target plane. Each time a photon crosses the target plane, the photon tra- 
jectory is split into two paths; the first is for the case that the target is present (upon 
which the target Mueller matrix is applied) and the second is for the case that the tar- 
get is absent. When the photon emerges from the medium, rather than as normally 
recording one trajectory for the photon, this provides multiple trajectories depending 
on the number of interactions of the photon with the target plane are recorded. Each 
trajectory contains different combined effects of polarization states modified by the 
target. 
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Figure 3.3. Illustration of the splitting process applied for modifying the MC model to 
allow the insertion of a polarizing target within a scattering medium. 
Figure 3.3 illustrates the generation of multiple trajectories from a single photon 
simulation through applying the splitting process. As it is shown, each photon illumi- 
nates the medium at point (0,0,0), and when the photon initially passes through the 
depth D where the target is located, the first position at the crossing point `I' in the x 
direction is recorded. The photon is then split into the two trajectories labelled as 'a' 
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meaning affected by the target and `u' meaning unaffected by the target. The interac- 
tion of the photon with the polarizing target modifies the polarization state of the pho- 
ton through the Mueller calculus described in chapter 2. This process will be repeated 
for multiple crossings of the target plane until all the splitting trajectories either 
emerge from the medium or travel too far to be cut off. As the photon is attenuated 
through interaction with the target, it was also found that 20 crossings allowed con- 
vergence of the results, which will be discussed more in section 3.2.3. In addition, the 
label '1,2,3...... ' indicates the crossing points at the target depth in sequence; `A, B, 
C...... ' labels the trajectories generated for the photon simulated in sequence and the 
combinations of `a' and `u' represents combination of the effects of the polarization 
states being modified by the target for each trajectory from all the crossings in se- 
quence. 
For each point in the illumination, only the photon trajectory with the appropriate 
combination of target interactions is selected from those multiple trajectories depend- 
ing on the relative location and geometry of the target. This approach leads to a com- 
putationally efficient MC simulation with full field illumination and a polarizing tar- 
get embedded within the scattering medium. 
Modification 3: Imagine System Representation 
The basic MC model detects the positions of emergence of backscattered photons and 
their propagation directions. In order to simulate the ROPI system, it is therefore nec- 
essary to modify the model to image a target within a scattering medium located at 
different depths and distribute the detected backscattered photons into different pixels 
in a 2-D detector. This model must also account for the numerical aperture (NA) of 
the objective lens which determines the range of photon angles that can be collected. 
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Figure 3.4: Illustration of the imaging. formation applied. for modifying the MC model 
to he able to. form images within a scattering medium. 
The modelled imaging system is presented in figure 3.4. This is represented here in 
only the x and 
-z 
dimensions for illustrative purposes. However, implementation 
clearly includes consideration of both x and y lateral dimensions. The focal plane of 
the imaging system corresponds to the depth of the target located within a scattering 
medium, which can be varied as the target depth is changed. The imaging is per- 
formed by a lens such that an image of the focal plane is obtained at the detector. An 
image is formed by firstly recording the angle of emergence of each photon at the 
medium surface then back-propagating the emerging photon along the emerging angle 
to the focal plane of the imaging optics. The intensity of the photon is then stored in 
the identified position in the detection array as illustrated. 
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Combining the three modifications detailed here allows full field imaging of polariz- 
ing targets in scattering media and therefore realistic simulation of the ROPI system. 
The whole simulation algorithm with flow charts is provided in appendix B. 
3.2.2 Scattering Medium and Targets 
In this subsection, the scattering medium's properties and the targets used in this 
study for the ROPI MC simulations are presented. 
In order to be able to compare the MC simulation results with the experimental phan- 
tom results (which will be performed in chapters 5 and 6), the scattering medium 
matches that used in the experiments. The optical and physical properties of the scat- 
tering medium used for the simulations are shown in table 3.1. 
Parameters Values 
g= <cos(9)> 0.938 
MJ = Na, = NQ, A 20 mm"' 
Qs 3.373 
Ma 3. O x 10-4 mm"' 
mfp=1/p, 0.05 mm 
n, 
 
1.332 
np 1.572 
d 1.4 pm 
2 632.8 nm 
Table 3.1: Optical and physical properties of the scattering medium applied for ROPI 
MC simulations in reflection mode. 
p, is the scattering coefficient of the scattering medium at a wavelength of 632.8nm. It 
is defined as the probability of photon scattering in a medium per unit path length (8) 
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and is the factor that expresses the attenuation caused by scattering. For a single scat- 
terer, the scattering cross section, os, which indicates the scattering capability, is re- 
lated to its geometric cross-sectional area, A=ir(d12)2, through the dimensionless scat- 
tering efficiency Q, q: os=QsA, where d is the particle diameter. For a medium contain- 
ing many scatterers with number density (the number of particles per unit volume), N, 
the scattering coefficient can be calculated as the total cross-sectional area for scatter- 
ing per unit volume: 
/s = NUJ (3.1) 
For the Mie scattering case, where the light wavelength is similar or smaller to the 
particle diameter, light interacts with a particle over the scattering cross-sectional area 
that is larger than the geometric cross-sectional area. 
g is the scattering anisotropy factor which is defined as the mean scattering angle 
(<cos(0)>) and represents the direction followed by a photon after a scattering event; 
0 is the scattering angle. 
pQ is the absorption coefficient of pure water (93) at 632.8nm in this study. Similar to p 
this is defined as the probability of photon absorption in a medium per unit path 
length (8) and is used to calculate the attenuation due to water followed by the Beer- 
Lambert law (8)" The microspheres used in this study are non-absorbing and, therefore, 
as the absorption coefficient of the pure water is small, there is almost no absorption 
of photons in the medium. 
mfp stands for Mean Free Path which is the reciprocal of the scattering coefficient (p, ) 
and represents the mean distance over which light will propagate before being scat- 
tered (94). In addition, this is used as the distance unit in the model. Therefore, for 
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simulating different types of media, a scaling factor to the mbs can be applied. Fi- 
nally, n, 
 
is the refractive index of the surrounding medium (i. e. water in this study), 
np is the refractive index of the particles or scatterers and 
. 
is the wavelength of light. 
In this study, the modified MC model is applied to investigate the ROPI technique by 
quantitatively measuring the polarization properties of both linearly dichroic and bire- 
fringent targets embedded within a scattering medium. Two different polarizing tar- 
gets are required, which represent linear dichroism and linear birefringence. By using 
the Mueller calculus described in chapter 2, for the linear dichroism measurements, an 
ideal linear polarizer (LP) with T1=1, T2=0, gives the maximum linear dichroism sig- 
nal and is therefore chosen as the target. The Mueller matrix of a LP in its general 
form is shown in equation 2.6 and a LP in the ideal case (maximum linear dichroism) 
is represented in equation 2.8. T1 and T2 are the transmittances of the LP along the 
major and minor axes respectively. For the linear birefringence measurements, a half 
wave plate (HWP) is selected as the target for the simulation as this provides the 
strongest signal. The Mueller matrix of a retarder in its general form is shown in 
equation 2.7 and that of a HWP is shown in equation 2.10. 
In accordance with the targets used in the phantom experiments in reflection mode, 
which will be considered in chapter 4, both simulated targets are set to a width of 
14mfp (in practice, 0.7mm wide). Also, the targets are infinitely thin and infinitely 
long in the y direction. The scattering medium applied is set to semi-infinite in the z 
direction and infinitely wide and long in x and y directions. In order to fully investi- 
gate the sensitivity of the ROPI technique, the effects of varying the target's sub- 
merged depth and orientation are evaluated. More details about the exact setting of 
the targets will be given when the appropriate simulations are demonstrated in the 
next two sections. 
Applied Optics 
Department of Electrical and Electronic Engineering 
Y- 
Chapter 3: ROPI Monte Carlo Simulations 62 
3.2.3 Limitation and Verification of the Modified 
Simulation Model 
In this subsection, firstly, a necessary approximation applied to the model is intro- 
duced and validated via simulation. Secondly, verification of the modified model is 
demonstrated. 
As discussed in section 3.2.1, each time a photon crosses the target plane, a pair of 
new photon paths are generated. It is computationally inefficient (in terms of simula- 
tion time and storage) to allow this to continue indefinitely as among millions of pho- 
tons, there is a highly probability for a single photon to cross the target plane a large 
number of times. This results in a large amount of data that may contribute little to the 
output due to attenuation on interaction with the target. Statistically speaking, the 
mean attenuation applied by interaction of a photon with a submerged polariser is 0.5. 
Therefore, n interactions will result in a reduction in intensity of a photon by a factor 
of 0.5". In order to efficiently implement the model, a limitation applied to restrict the 
total interactions (n) of a photon with the target plane is necessary. 
Based on the computing power available and simulation time consumed, n is conser- 
vatively set at 20 for the simulations in this study. In order to investigate if n=20 is 
reasonable, simulations with n=2,4,6""""""18,19 and 20 were implemented. The re- 
sults represented as error vs. n are shown in figure 3.5, where the error for each value 
of n is calculated as a normalised intensity difference between In and ho, i. e. er- 
ror=(I2o 1)/I2o. As the figure shows, the error significantly reduces as n increases 
when n<_8 and tends to be fairly constant after that. This clearly indicates the simula- 
tion results are not significantly changed when n>_8. Thereby, the setting of n=20 is 
considered reasonable. This will be further improved when the absorption in the me- 
dium is high as the contribution from longer pathlength photons will be reduced. 
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Figure 3.5: Errors of limiting different n in the model by comparing to n=20. n is the 
total number of interactions of a photon with the target plane. Error is defined as 
('20 1n)/Iz0. 
Results verifying that the modified MC model can adequately simulate the ROPI 
technique are shown in figure 3.6. The simulations are implemented with full field 
illumination with 10242 illumination points and a separation distance of mfp/4 be- 
tween each point. 5 million photons illuminate each point and photons are polarized 
in the horizontal direction. A linear polarizer, 50mfps wide, is located within a scatter- 
ing medium at a depth of 1.5m 
. 
fps and orientated at 00. The properties of the scattering 
medium are as presented in table 3.1. The backscattered photons are detected in four 
different channels with polarization states 00,900,45° and 
-45° respectively and the 
detection area is specified to be 1282 bins with each bin 1 mfp2. 
Figures 3.6a-d show the images recorded in the four different channels. It is clearly 
shown that the linear polarizer is imaged within the scattering medium. In the differ- 
ent detection channels, the contrast of the images varies depending on the polarization 
states of the detectors and the target. The contrast in image a) is poor as the detection 
and the target are co-polarized while the contrast in b) is high as they are cross- 
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polarized. The contrast in c) and d) is the same and between that in a) and b) due to a 
±45° detection scheme. 
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Figure 3.6: Verification of the modified MC model. a) polarizing detection at 0°; b) 
90°; c) 45° and d) 
-45°. e) are the line scans from the images of a), b), c) and d). The 
target is located at a depth of 1.5mfp and orientated at 0°. 
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Figure 3.6e illustrates the single line scans from the images, which quantitatively con- 
firm the images contrast. The co- and cross-polarized quantitative detections are not 
respectively the same as the background and 0 due to scattering that occurs between 
the target and medium surface as the target is located at the depth of 1.5mfp. The ±450 
detections are quantitatively the same as expected. Therefore, this demonstrates that 
according to the theoretical evaluations shown in chapter 2, the modified MC model 
can be used to simulate the ROPI technique. It should be noted that co- and cross- in 
this case (and in the majority of cases in the following chapters) refers to the align- 
ment of the detection and target. Illumination and detection are always orthogonal. 
3.3 Monte Carlo Simulations of ROPI 
Dichroism Measurements 
This section evaluates the ROPI technique using the modified MC model as outlined 
in the previous sections. Quantitative measurements are shown of the polarization 
properties of a linearly dichroic target (linear polarizer) embedded within a scattering 
medium at different depths and at different orientations. The illumination / detection 
pairs which are aligned orthogonally at different polarization states are applied. 
3.3.1 Overview of the MC Simulations and ROPI 
Dichroism Measurements 
As described in chapter 1 and equation 2.19 in chapter 2, only two orthogonally polar- 
ized illumination / detection pairs are required for measuring linear dichroism when 
the polarization state of the target is known. In practice, however at least three pairs of 
illumination / detection are needed when the target orientation is unknown. Therefore, 
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two ROPI channels are used here; illumination at 0° with detection at 90° and illumi- 
nation orientated at 90° with detection at 0°. The polarizer is located within a scatter- 
ing medium at the depths of 0,2,5,10,12,15 and 17mfps with the polarization axis 
of the target aligned at 0°, 90°, 45° and 
-45°. In order to further evaluate the ROPI 
technique, illumination / detection polarized at 45° / 
-45° and -45° / 45° is used to per- 
form the same measurements. To allow comparison of the MC simulation and phan- 
tom experimental results, which will be given in chapter 7, the design of simulation 
performed here matches those performed experimentally on the tissue phantoms, 
which will be given in chapters 5 and 6. 
The scattering medium and the polarizing target applied for the simulations are as de- 
scribed previously in subsection 3.2.2. These are consistent with those applied for the 
same measurements from the phantom experiments described in chapters 5 and 6. The 
full field illumination area applied for the simulations is 512 x 512 points in the x and 
y directions representing an area of 128mfps x 128m 
. 
fps. Each point is illuminated 
with 5 million photons and has a distance of mfp/4 to the next point. The detection is 
performed over an area of 200mfps x 200mfps using an NA of 0.1. In order to in- 
crease time efficiency, the simulations are implemented on High Performance Com- 
puters (HPC) within the University of Nottingham, which allow the running of sepa- 
rate simulations in parallel using up to 100 computers at the same time. 
According to the Mueller calculus described in chapter 2, linear dichroism is calcu- 
lated from equation 2.25 using images generated from the pairs of illumination / de- 
tection. Depending on the polarization states applied for the pairs of illumination / 
detection and the target, the maximum dichroism will be measured when the polariza- 
tion state of the target differs by either 00 or 90° from that of the illumination or detec- 
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tion. The minimum case (i. e. no dichroism measured) will be obtained with the differ- 
ence is either 45° or 
-45°. Therefore, for the two specific sets of illumination / detec- 
tion pairs and the four specific target states used here, linear dichroism measured at 
every depth is always at a maximum for one set (illumination / detection pairs) case 
whilst it is the minimum for the other depending on the target state used. 
To avoid showing many similar results, the recorded images and line scans shown in 
this chapter represent only one of the maximum cases at different depths. The images 
and line scans in the minimum cases are not shown as there is no dichroism measured. 
However, two graphs quantitatively showing dichroism obtained at different target 
states over a range of depths under applying different sets of illumination / detection 
pairs are respectively shown at the end of the section. These graphs include all the 
maximum and minimum measurements implemented. Furthermore, in order to find 
out the depths over which linear dichroism within the scattering medium could be 
measured by applying the RON technique, the extended measurement results are pre- 
sented as well. 
3.3.2 Simulation Results 
Figures 3.7 to 3.10 show the maximum linear dichroism measurements of a linear po- 
larizer located within a scattering medium orientated at 00 at depths of 0,2,5,10,12, 
15 and 17mfps. The illumination / detection pairs linearly polarized at 00/ 90° and 90° 
/ 0° were used. 
Figure 3.7 shows images with the illumination / detection linearly polarized at 90° / 0° 
for different target depths. In this case the target (0) is cross aligned to the illumina- 
tion (90). Consider initially a depth of Omfp (figure 3.7a). For light that illuminates 
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the medium directly over the target, this will be completely blocked by the target and 
will not be able to pass further into the medium. This is the cause of the contrast in the 
images shown in figure 3.7. As the target moves deeper into the medium (figures 
3.7b-g), there is sufficient scattering in the region between the target and the input 
surface to cause a reduction in contrast. 
Figure 3.8 shows images with the illumination / detection orientated at 0° / 90° for the 
same depths as in figure 3.7. In this case the polarization axes of the target and the 
detection are cross aligned and there is a different contrast mechanism to that de- 
scribed for figure 3.7. In this case the target (0) and the detection (90°) are cross 
aligned. Again, consider a target located at Omfp (figure 3.8a). Unlike figure 3.7, illu- 
minating photons can easily pass through the target (as their orientations are aligned) 
and contribute to back-illumination of the target. The photons that back-illuminate the 
target are polarized by the target (0°) in a plane that is orthogonal to the detection (90°) 
and are not detected. This results in a high contrast image. As with figure 3.7, contrast 
decreases with increasing target depth due to increased scattering. 
Figure 3.9, which is generated by combining the images from figures 3.7 and 3.8 fol- 
lowing equation 2.25, shows the maximum linear dichroism images. The contrast in 
the images reveals linear dichroism measured from the target is different from the 
background, which is expected. In addition, the measured linear dichroism values re- 
duce as target depth increases. As described, this is due to the effects of scattering be- 
tween the target and the exit surface of the medium. 
Figure 3.10 shows the line scans along they axis of the dichroism images shown in 
figure 3.9. These are obtained by averaging in they direction over rows 10 to 190 in 
the images and provide quantification of the observed dichroism. It can clearly be 
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Figure 3.7. Monte Carlo simulations of 
ROPI images of a linear polarizer lo- 
cated at depths of (a) 0, (h) 2, (c) 5, (d) 
10, (e) 12, (f) 15 and (g) 17mfps within 
a scattering medium polarized at 00. 
The illumination / detection are linearly 
polarized at 900 / 0°. Each image is 
'00mfps x 200mfps. 
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Figure 3.8: Monte Carlo simulations of 
ROPI images q1' a linear polarizer lo- 
cated at depths of (a) 0, (h) 2, (c) 5, (d) 
10, (e) 12, (f) 15 and (g) 17mf )s within 
a scattering medium polarized at 00. 
The illumination / detection are linearly 
polarized at 00 / 900. Each image is 
200mfps x200mfps. 
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Figure 3.9. Monte C arlu simulations of 
ROPI images of the linear dichroism of 
a linear polarizer located at depths of 
(a) 0, (b) 2, (c) 5, (d) 10, (e) 12, (f) 15 
and (g) I7mfps within a scattering me- 
dium. The images are obtained by com- 
bining>figures 3.7 and 3.8. Each image 
is 200mjps x 200m1j, )s. 
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Figure 3.10: Average line scans on y axis of the images in figure 3.9 that quantita- 
tively show the Monte Carlo simulations of the ROPI linear dichroism measurements 
at different target depths within a scattering medium. 
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Figure 3.11: Monte Carlo simulations of quantitative ROPI linear dichroism meas- 
urements of a linear polarizer located within a scattering medium varying with depths 
at different polarization states with applying illumination / detection linearly polar- 
ized at 0° / 90° and 90° / 0°. 
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Figure 3.12: Monte Carlo simulations of quantitative ROPI linear dichroism meas- 
urements of a linear polarizer located within a scattering medium varying with depths 
at different polarization status with applying illumination / detection linearly polar- 
ized at 45° / 
-45° and -45° / 45°. 
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Figure 3.13: Illustration of the sensitivity limit of applying the ROPI technique for 
ideal measuring linear dichroism of a polarizing target within a scattering medium. 
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seen that the linear dichroism measurement at the depth of Omfp is 1, which is to be 
expected from the Mueller calculus shown in chapter 2. As the target depth increases, 
it can be seen that the measured value decreases gradually towards to 0. As discussed 
for figure 3.9, this is due to the increase in scattering. Another notable feature of these 
line scans is the negative value of dichroism for depth=0mfp case adjacent to the tar- 
get. This occurs because the polarization states of the illumination and the target are 
in one case co-aligned while in the other case are cross-aligned. This results in the 
photons that pass through the target and into the region behind the medium being dif- 
ferent. Different intensities are detected outside the target region for the two images 
which contributes to a negative dichroism value. Although this feature occurs for all 
the line scans; it cannot be observed at other depths because it is masked by the effect 
of the increase in scattering. 
Figures 3.11 and 3.12 show quantitatively how the linear dichroism measurement var- 
ies with depth with the target linearly polarized at 0°, 90°, 45° and 
-45° by applying 
the two sets of illumination / detection pairs linearly polarized at 0° / 90° & 90° / 00 
(figure 3.11) and at 45° / 
-45° & -45° / 45° (figure 3.12) respectively. As the figures 
show, the maximum measurements are obtained when the target's polarization is set 
at 0° and 90°. The minimum (i. e. no linear dichroism) is obtained when the target is 
aligned at 45° and 
-45° for the illumination / detection pairs at 0° / 90° & 90° / 0°. 
These are the other way round for the case of using the illumination / detection pairs 
at 45° / 
-45° & -45° / 45°. All these results compare well with the expectations dis- 
cussed based on the Mueller calculus in chapter 2. Depending on the depth, the 
maximum measurements for both cases vary from I towards to 0 due to the effects of 
the scattering. However, the minimum measurements (i. e. dichroism=0) are relatively 
constant for all the depths. The slight variation is an indication of statistical noise. Ef- 
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fectively, the two cases are the same measurements but with a rotation of the whole 
system by 45°. 
An important parameter to consider in evaluating the technique is the maximum depth 
to which sensitivity to linear dichroism can be observed. In the limit, the measured 
linear dichroism will reduce to 0 as the target is situated deeper within the medium. 
However, it is clear from figure 3.11 and 3.12 that, even for measurement at a 
depth=17mfp this value is greater than 0. To investigate this limit, depth measure- 
ments were extended as shown in figure 3.13. As the figure shows, further measure- 
ments are made with the target located at depths of 20,23,25,28,30 and 35mfps with 
the target aligned at 0° and with illumination / detection pairs polarized at 0° / 90° and 
90° / 00. As expected, the measurements reduce further with depth until reaching the 
depth of 30mfps. Nevertheless, although the value reached is not constantly 0 due to 
noise, it is around 0.005. Therefore, a depth of around 30mfps is believed to be the 
limit that the technique can be used to measure linear dichroism within the scattering 
medium. 
3.4 Monte Carlo Simulations of ROPI Bire- 
fringence Measurements 
According to the Mueller calculus given in chapter 2, to achieve measurement of the 
linear birefringence within a scattering medium using ROPI, back-illuminating pho- 
tons must maintain linear polarization before passing through the target. However, 
there are only a very small proportion of the backscattered photons that travel within 
shallow depths that have their polarization state maintained. Therefore, it is difficult 
to measure linear birefringence using the ROPI technique. In this section, in order to 
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investigate the level of difficulty and further complete the evaluation of the ROPI 
technique, a birefringent target is considered in order to simulate measurement of lin- 
ear birefringence within a scattering medium. 
To measure linear birefringence, the orthogonal illumination / detection pairs must be 
separated by 45°. For maximum contrast, the target must possess a retardance of 1800 
and be located with the fast axis aligned to one of the illumination orientations at 0° or 
45° or 90°. Therefore, in this study the birefringent target is a half wave plate (HWP) 
located at a depth of Omf. within a scattering medium and orientated at 0° with the 
illumination / detection pairs linearly polarized at 0° / 90° and 45° / 
-45°. This pro- 
vides the maximum birefringence that could be obtained. 
In addition, the model is implemented slightly differently from that for the linear di- 
chroism measurements in section 3.3. Here, each simulation runs 5 million photons, 
the medium is the same as that applied for the linear dichroism measurements, as 
specified in table 3.1, and the target is 40mfps wide. The illumination and detection 
areas are respectively 2048points x 2048points which corresponds to 512mfps x 
. 
fps and 128bins x 128bins with 1mfp2 detection bins. The simulated images are 512m 
shown in figure 3.14. 
In figure 3.14, a) is the ROPI image of the target located at a depth of Omfp and orien- 
tated at 0° within a scattering medium with illumination / detection linearly polarized 
at 0° / 900; b) is the other ROPI image with illumination / detection linearly polarized 
at 45° / 
-45°; c) is the image of linear birefringence combined from images a) and b) 
following equation 2.35, and d) is the average line scan (averaged over 64 rows) on 
they axis of the birefringence image in c) with error bars which is the standard devia- 
tion of the birefringence along the individual rows. This plot quantitatively represents 
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the maximum possible ROPI linear birefringence measured through the model. Each 
image corresponds to the size of 128mfps x I28mfps. 
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Figure 3.14: Demonstration of the MC simulation of quantitative linear birefringence 
measurement of a HWP located at the depth of Omfp within a scattering medium and 
orientated at 0°. a) imaging with the illumination / detection linearly polarized at 0° / 
90°, b) at 45° / 
-45°, c: ) the image of linear birefringence combined from a) and b), 
and d) the average line scan on y axis of the image in c). Each image corresponds to 
the size of 128mfps x 128mfps. 
In both the images a) and b), the target can hardly be seen, which indicates that most 
of the back-illuminating photons detected are randomly polarized and cannot be used 
to measure linear birefringence according to equation 2.27. However, from image c), 
it is clear that birefringence signals from both edges of the target are present (ap- 
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proximately, detector bin = 44 and 84) although signals from the rest of the target are 
not. Figure 3.14d) shows that the maximum birefringence measured on the edges is 
less than I% which is very small compared to the theoretical maximum of 100%. Fur- 
thermore, as the standard deviations shown are about twice that of the birefringence 
measured, those quantitative measurements are noisy and the accuracy is very poor. 
The reason that linear birefringence can be slightly detected at the edges of the target 
is due to a small amount of backscattered photons that only travel within shallow 
depths and maintain their linear polarization as they pass through the target and which 
they only do once. The reasons that birefringence cannot be obtained from the rest of 
the target is because photons reaching the centre of the target will have undergone 
multiple scatters and therefore have lost their original polarization state. 
As demonstrated, simulations of quantitatively measuring linear birefringence under- 
lying a scattering medium can hardly be achieved through applying ROPI. The results 
presented here are mainly used for demonstration only. 
3.5 Discussion and Summary 
This work has involved modifications of a conventional MC model to realise a model 
that is able to simulate ROPI. The ROPI technique has been evaluated by applying the 
modified MC model to make quantitative measurements of linear dichroism and linear 
birefringence of a target within a scattering medium at different depths and orienta- 
tions. In this section, a summary of each of the previous sections in the chapter is 
given along with a discussion. 
Section 3.2 has described the modified MC model applied to the ideal study of the 
ROPI technique. The three modifications made are (a) turning the model from single 
Applied Optics 
Department of Electrical and Electronic Engineering 
f 
Chapter 3: ROPI Monte Carlo Simulations 81 
point illumination into full field illumination; (b) allowing the insertion of a polariz- 
ing target which changes the polarization properties and propagation direction of any 
photon that passes through it by applying a splitting process and (c) addition of the 
imaging system (i. e. 2-D detection and imaging lens) to the model to allow imaging 
of the target within the scattering medium at different depths. The number of times a 
photon crosses the target plane is limited to 20. This has been shown to provide an 
appropriate trade-off of sufficient accuracy and computational efficiency. 
Section 3.3 presents the evaluation of the ROPI technique in terms of quantitatively 
measuring linear dichroism within a scattering medium through applying the modified 
MC model. The measurements cover both the maximum and the minimum cases and 
include detecting a polarizing target located the depths up to 35mfps and linearly po- 
larized at 00,90° 45° and 
-45° respectively. Results of the maximum measurements 
provide the variation of linear dichroism over a range of depths while the minimum 
measurements, which are relatively constant around 0, provide an indication of the 
noise floor. The depth of 30mfps is found to be the limit at which the technique can 
detect linear dichroism within the scattering medium. 
Finally, quantitative measurement of linear birefringence within a scattering medium 
has been considered in section 3.4. This section illustrates the difficulties of applying 
the model for measuring linear birefringence with the ROPI technique. This is be- 
cause back-illumination photons have to maintain linear polarization before passing 
through the target. 
There are many research groups using Monte Carlo modelling (40,60; 6"' 69). However, 
the model developed here, that can be applied for imaging a polarizing target embed- 
ded within a scattering medium using polarized light, is possibly unique, although ab- 
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sorbing and reflecting targets have been modelled (70' M). In addition, although the 
model is not ideal due to the assumption that all of the indexing photons have the 
same trajectories in order to perform full field illumination and that limited crossing 
points are applied for every trajectory to avoid computational inefficiency, it is con- 
sidered reasonable to make these assumptions as described in section 3.2. 
The model has been applied for investigating the ROPI technique ideally through lin- 
ear dichroism and birefringence measurements. Results have shown that measure- 
ments meet the theoretical expectations based on Mueller calculus. The maximum 
sensitivity depth of 30mfps determined here corresponds to a depth of around 3.0mm 
within tissue according to the typical tissue parameters (95). Absolute measurements of 
dichroism are dependent on the depth of the polarizing target within the medium due 
to scattering effects between the target and the output surface. To enable accurate 
quantification of the dichroism of the target, the model could possibly be used to pro- 
vide a look up table for object depth and dichroism. However, determining whether 
this is a well-conditioned problem is an important area of future research. It is likely 
that additional measurements uch as multiple wavelengths or different illumination 
conditions will be required to provide a well-conditioned solution. 
In order to be able to measure linear birefringence using the ROPI technique, back- 
illuminating photons which maintain their linear polarization are necessary. Previous 
studies (79) have shown that linearly polarized light can probe depths of 34mfps and 
that deeper propagation (102mfps) can be obtained with circularly polarized light. 
However, the simulations presented here do not suggest this to be a feasible meas- 
urement with ROPI. Linear birefringence measurements might be achieved by modi- 
fying the model to operate in transmission mode although, of course, applications in 
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transmission mode are not preferred in practice as was discussed in chapter 1. Never- 
theless, birefringence measurements will be shown in chapter 5 via experiments on a 
phantom target. 
The MC model represents the ideal case of an isolated polarizing target embedded 
within a scattering medium. This is a reasonable approximation for applications in 
experiments on phantom targets; however, in practical applications such as the moni- 
toring of collagen alignment within tissue, the situation will be more complicated as 
the entire volume probed by the light will affect the polarization. This will be the sub- 
ject of future work to develop an inversion algorithm based on an appropriate model 
of the forward problem such as that developed by Wang and Wang (69) although this 
algorithm will need validation through comparison with histology. For the tissue im- 
aging problem, the focus should be on a more accurate model of the structure of the 
tissue. Finally, to better simulate the phantom study, further refinements of the model 
could be performed such as making the polarisers non-ideal, the target of finite thick- 
ness or introducing surface reflections at the medium-target boundary. This is worth- 
while for applications such as target detection in turbid water or imaging through fog 
where the model provides an accurate representation of the real world situation. 
In conclusion, a modified MC model has been introduced to evaluate ROPI. This pro- 
vides an understanding of the technique before moving onto experiments on phantom 
idealised targets and tissue studies. The model is substantially different from a con- 
ventional polarized light MC model as it performs imaging from full field illumina- 
tion and includes the introduction of a target that can modify the polarization state of 
the light. 
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Standard ROPI System: Design 
Characterization and Calibration 
4.1 Introduction 
As described in chapter 1, precise control of the orthogonal polarization states of il- 
lumination and detection is one of the key factors determining the performance of the 
ROPI technique. In this chapter, the standard ROPI system with manual control of the 
polarization states using Glan-Thompson (G7) polarisers is introduced. 
The system is designed in both reflection and transmission modes and is used to per- 
form the ROPI experiments shown in chapter 5. The reflection mode arrangement is 
preferred in clinical applications and is the main focus of this study. Characterization 
of the system design in this mode will be provided in detail. This includes describing 
the experimental setup and the essential calibrations in detail. Furthermore, problems 
of using conventional polarization difference imaging will also be shown. On the 
other hand, characterization of the system design in transmission mode will be pro- 
vided with a description of the differences between those in the reflection mode sys- 
tem only as both the systems are similar but used to perform different experiments for 
different purposes. 
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This chapter provides design characterization and calibration of the standard ROPI 
experimental system used in this study. Sections 4.2 and 4.3 describe the system de- 
sign in reflection and transmission modes respectively. Section 4.4 provides a discus- 
sion and conclusions. 
4.2 The Reflection Mode System 
In this section, the standard ROPI experimental system in reflection mode is charac- 
terized. Subsection 4.2.1 provides design of the setup that shows how the setup works 
and discusses all the required optical components. Furthermore, a description of the 
test sample including how the scattering medium and polarizing target are made is 
provided. Subsection 4.2.2 provides the system calibration required due to practical 
alignment issues and non-ideal components. Subsection 4.2.3 shows problems of per- 
forming the conventional polarization difference imaging. 
4.2.1 Experimental Setup of the System 
The standard ROPI experimental setup in reflection mode is shown in figure 4.1. Pic- 
tures of the real setup and components are shown in appendix C. 
For the illumination arm, starting from the light source, a collimated and polarized 
light beam is emitted from a helium-neon (He-Ne) polarized laser (Power = 20mW, 
Wavelength 
= 632.8nm). This is firstly focused to a motor controlled rotating ground 
glass diffuser by a positive achromatic doublet lens (focal length = 50mm). The dif- 
fused light is collected by a second positive achromatic doublet lens (focal length 
50mm) and a collimated beam is generated. The collimated beam passes through an 
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Figure 4.1. Standard ROPI experimental se/up in reflection mode. 1) Ground glas-'; 
rotating diffuser, 2) Positive achromatic doublet lenses, 3) Glan-Thompson polarisers, 
4) Infinite conjugate microscope objective, 5) Cube beam Splitter, 6) Iris diaphragm, 
7) Hall wave plate, 8) Sample. 
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iris diaphragm, a GT polarizer and a half-wave plate which produces a linear polariza- 
tion state in the required orientation. It is finally focused to the back focal plane of a 
x4, numerical aperture (NA) = 0.1 infinite conjugate microscope objective via a cube 
beam Splitter (BS) in the reflection direction by the third positive achromatic doublet 
lens (focal length = 60mm). This provides collimated uniform illumination to the 
sample. 
For the detection arm, backscattered photons from the sample are firstly collected by 
the microscope objective. This light then passes through the same cube BS as in the 
illumination arm in the transmission direction and through the second GT polarizer 
which is aligned in the orthogonal polarization state to the illumination. Finally, an 
image of the target embedded within the medium is formed on the charge-coupled 
device (CCD) camera (Hamamatsu ORCA ERII) via the fourth positive achromatic 
doublet lens (focal length 
= 
50mm). Moreover, as shown in figure 4.2, the collimated 
beams after being collected by the objective on the focal plane but not at the focal 
point will be bent towards to the optical axis rather than parallel to the optical axis. As 
the aperture size of the optical components including the objective, BS, GT polariser 
and lens are not infinitely large, all those optics are required to be placed as close to 
each other as possible in order to detect as many backscattered photons as possible. 
Focal 
Optical Plane : 
______e 
,_-- 
"ý 
Point 
-------------- 
Figure 4.2: Photon paths after being collected by the objective on the. Jöcal plane at 
different positions. 
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In order to further understand the setup shown in figure 4.1, the rest of this subsection 
describes the function of each component. In addition, the sample is discussed, which 
not only provides the properties of the scattering medium and the target but also de- 
scribes how the medium is made. 
Sample 
In this study, different samples have been used to investigate ROPI using the setup 
shown in figure 4.1. These include tissue phantoms, engineered tissue and real tissue 
samples. However, as the investigation is mainly performed by using the phantom 
sample, this will be described and discussed in detail here. The tissue samples (engi- 
neered and ex-vivo) will be described with the experiments in chapter 5. 
The tissue phantom sample used in this study is an artificial sample which is pur- 
posely generated with the property of scattering photons only. Compared to the engi- 
neered and real tissue samples, the phantom sample has a much simplified homoge- 
neous structure. This provides an easily controlled sample in terms of both its optical 
and geometric properties. In order to allow comparison of the experimental phantom 
results with those obtained from simulations in chapter 3, the tissue phantom has the 
same optical and physical properties as the simulated sample. 
In the reflection mode experiments in this study, the tissue phantom sample is a polar- 
izing target embedded within a scattering medium at different depths. The scattering 
medium is a mixture of polystyrene microspheres and de-ionized water (governed by 
Mie theory (58; 59)) and contained in a cuvette with dimensions of 45 X 50mm2 (illumi- 
nated face) x 12mm (depth). The optical and physical properties of the medium are 
summarised by the parameters given in table 4.1. All the parameters have been dis- 
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cussed in chapter 3 except p, which is the density of the polystyrene microspheres and 
is used to calculate the quantity needed. 
Parameters Values 
g= <cos(9)> 0.938 
ps = No = NQ, A 20 mm" 
Qs 3.373 
Ma 3. Ox 10-4 mm"' 
mfp=1/ps 0.05 mm 
n, 
 
1.332 
np 1.572 
d 1.4pm 
p 1.003 g/cm3 
1% 632.8 nm 
Table 4.1: Optical and physical properties of the scattering medium for ROPI phan- 
tom experiments in reflection mode. 
The scattering medium is made from 0.555g of polystyrene microspheres uspended 
in 100m1 of pure water. These quantities are calculated based on equation 3.1 coupled 
with the microspheres parameters, d and p. Firstly, by using equation 3.1, the number 
of particles per pm3 of the medium (N) required for the particular scattering coeffi- 
cient (u, = 20mm') can be calculated. Therefore, for the medium volume of 100m1 
needed, the total number of particles required can be obtained. Secondly, by knowing 
the diameter (d) and density (p) of a particle, the volume and weight of a single parti- 
cle can be calculated. Therefore, the total weight of microspheres can then be ob- 
tained. In order to uniformly mix the particles with water, an ultrasonic bath is used. 
The test target is a piece of linear polariser with dimensions of 0.75f0.05mm (thick- 
ness) x 8.5mm (length) x 0.65±0.05mm (width). This is manually cut from a piece of 
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linear sheet polarizer (Comar) which is plastic laminated and has an extinction ratio 
of Ix 104 for the wavelength at 632.8nm. The target is embedded at different depths 
within the scattering medium and orientated at 0° (horizontally). 
To set the appropriate depth of the target within the medium, three adjustable stages 
that control the positions of the cuvette and the target to 0.01mm resolution in x, y and 
z directions are used. However, instead of adjusting the position of the target, the cu- 
vette position is adjusted. This is to maintain the target at the focal plane of the objec- 
tive in order to form clear images on the CCD camera. The target is fixed at the work- 
ing distance (22mm) of the objective. A picture of this arrangement is shown in ap- 
pendix C. 
Light Source 
There are three key factors that need to be considered when selecting a light source 
for the system. These are device type, intensity and wavelength. In addition, safety, 
cost and efficiency must also be taken into account. 
The first factor regarding the choice of the source is between using a laser or an inco- 
herent light source, such as a halogen lamp or LEDs. Comparing these light sources, 
application of a laser provides not only monochromatic illumination but also a point 
source which allows easier collimation and therefore light efficiency. Firstly, some of 
the polarization optics including the scattering sample are strongly wavelength de- 
pendent; therefore, monochromatic light is essential. This ensures more predictable 
and more easily modelled scattering effects in the sample. In addition, wavelength 
dependent effects, such as lens aberrations, variation of the BS reflection, transmis- 
sion coefficients and variation of the sample's scattering and absorption are removed 
by using monochromatic illumination. Secondly, using collimated beams, not only 
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simplifies alignment, but also can be used to generate a point light source on the dif- 
fuser (figure 4.1) and hence provides a collimated beam at the sample. In addition, in 
order to have high performance from the BS and GT polarisers, collimated input light 
is necessary. Therefore, it is clear that having a laser as the light source will increase 
the performance of the system. However, using a laser increases the cost of the sys- 
tem and more safety protection is required, especially if a technique is intended for 
clinical application. Nevertheless, the benefits of using a laser outweigh the draw- 
backs and therefore a laser (Melles Griot) is selected as the source. 
It is advantageous to use the lowest intensity source possible to alleviate safety issues. 
However, in order to have enough backscattered light to form images, a reasonably 
high power laser has to be considered. By taking all the intensity responses of the 
components in the setup into account, a 20mW laser was selected. This provides an 
intensity of approximately 0.2mW over the area of 7.5mm in diameter being delivered 
to the sample after passing through all of the optics in the illumination path. Discus- 
sions about the effects of the components on the intensity will be provided later. 
When selecting the wavelength, the absorption spectrum of the sample is of impor- 
tance. The dominant spectra in skin tissue samples are haemoglobin and melanin. 
Therefore, to minimise the optical absorption, operation in the near infra red region is 
most appropriate. However, 632.8nm is selected due to the availability of a suitable 
source and the ease of use of visible light for alignment. 
Diffuser 
A motor controlled rotating ground glass diffuser is applied in front of the light source 
in order to break the coherence of the laser beam to remove speckles in the image. 
The ground glass was located at the focal point which is shared by the first and sec- 
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and positive achromatic doublet lenses in order to have a collimated beam after the 
second lens. To produce the diffuser, diamond paste (particle size in 0.25pm) was 
used to hand grind the glass. The smaller particles provides larger angles from the dif- 
fuser hence it is easier to destroy the coherence. The selected motor rotates at 
7600rpm. 
Positive Achromatic Doublet Lens 
As described in figure 4.1, there are in total four positive achromatic doublet lenses 
used in the experimental setup. From illumination to detection, the first and second 
lenses are used to expand the collimated laser beam. Thereby, those two lenses have 
to be separated by a distance equal to the sum of the two focal lengths. However, the 
distance of the first lens to the laser does not really matter as the laser beam is colli- 
mated. The first lens is applied to focus the collimated laser beam onto the diffuser as 
a new point light source. The second lens is used to collect light from the point source 
and regenerate a collimated beam as required for the first GT polariser and the half- 
wave plate. 
As an infinite conjugate objective is used and uniform illumination to the sample is 
required, a third lens is used to focus the collimated beam to the back focal point of 
the objective and generate a collimated beam after the objective. The location of the 
third lens depends on the back focal length of the objective and the focal length of the 
lens itself. The distance between the objective and the third lens equals the sum of 
those two focal lengths. The fourth lens is applied in the detection arm as a tube lens 
to act in conjunction with the objective lens to form an image on the CCD camera. 
The lens is located in front of the CCD camera at the position of one focal length 
away. 
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There are three main types of positive lenses to be chosen, which are double-convex 
lenses, piano-convex lenses and positive achromatic doublet lenses. The main differ- 
ences between these three types of lenses are their abilities to reduce or eliminate the 
aberrations introduced by the lenses themselves, which result in different quality im- 
ages. Figure 4.3 illustrates the ability of the three types of lenses to reduce the spheri- 
cal aberration which means different rays do not focus at the same point in images (86 
88). The positive achromatic doublet lenses are selected for imaging to reduce the ef- 
fect of spherical aberration. In addition, chromatic aberration is also reduced by using 
achromatic doublets. Although this is not a benefit for this study as monochromatic 
light is used, later itterations of the system may potentially be multispectral and there- 
fore this would prove highly beneficial. 
Figure 4.3: Illustrations of spherical aberration from differenl type qt lens combined 
systems. a) double-convex lenses, b) piano-convex lenses, c) positive achromatic dou- 
ble! lenses. 
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Iris DianhraQm 
The iris diaphragm applied in the setup has a maximum aperture of 50mm. There are 
two reasons to apply the iris diaphragm in the system. Firstly, it is used to block stray 
diffused light which is not collected by the second achromatic doublet lens and which 
could otherwise be detected by the CCD camera or passed to the sample. Secondly, it 
is used to control the beam size to ensure that it passes through the optical compo- 
nents especially the GT polarisers as they have the smallest aperture size (8mm for 
clear aperture diameter) in the setup. 
Glan-Thomason (GT) Polarisers and Half-Wave Plate (HWP) 
As introduced in chapter 1, ROPI has the advantage of removing surface reflections 
from both the sample and the optics. It also removes superficially backscattered pho- 
tons which do not travel deep enough in the medium to be de-polarized. This is vital 
for imaging the weak polarization signals from a target. The surface and superficial 
reflections would be too strong and dominate the images if they are not removed. 
Therefore, precisely controlling polarization states in the setup is a key aspect of the 
ROPI technique not only for measuring the polarization properties of the sample but 
also for rejecting surface reflections. 
The simplified layout of the polarization controlling components in the experimental 
setup in reflection mode is shown in figure 4.4. As the figure shows, two GT polaris- 
ers and a zero order half-wave plate are used in the system to perform the polarization 
selection. GTI is applied to clear up the polarization state of the light emitted from the 
polarized laser. In a simple characterization experiment, inclusion of GTI increases 
the degree of linear polarization (DOP) of light that would be incident on the HWP 
from 0.999574 to 0.999992. This is approximately two orders of magnitude difference 
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(10"6 vs. 10-4) in terms of the ratio of cross-polarized detection to co-polarized detec- 
tion. The DOP is calculated as a ratio of the difference of the co- and cross-polarized 
detections to their sum. The axis orientation of GT, is permanently aligned with that 
of the laser in order to provide the maximum illumination intensity. 
Detection 
Figure 4.4: The simplified layout of the polarization optics in the standard experimen- 
tal setup in reflection mode. GT: Glan-Thompson polarizer; HWP: half-wave plate; 
BS: beam Splitter. 
HWP delays the phase of one of the polarization components (i. e. resolved wave 
along either the fast or slow axis) by 1800 when linearly polarized light passes 
through it. The polarization state will be symmetrical by either the fast or slow axis of 
the HWP. Therefore, HWP can be used to rotate the linear polarization state over the 
full range from 0° to 180° by rotating the HWP from 0° to 90° (s('). In this study, a 
HWP is applied to select the polarization state of the illumination to be either co- 
aligned or orthogonally aligned to the polarization state of the target embedded inside 
the sample. 
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GT2 is applied to provide discrimination at the output. Its axis is always rotated to be 
orthogonal to the polarization state of the illumination (i. e. the polarization states of 
resultant light after passing through GT2 and HWP are always orthogonal to each 
other). 
In order to achieve good polarization sensitivity whilst effectively removing surface 
and superficial reflections, a polariser with a good extinction ratio is needed. Both GT 
polarisers (Linos Photonics, 03-3219) have a 8mm clear aperture diameter; extinction 
ratio =lx 10-6 ; length = 25.4mm and outer diameter = 25mm. They are designed for 
applications in the visible wavelength range. The zero order quartz HWP (Edmund 
Optics, NT43-701) has clear aperture = 15mm in diameter and operates at 632.8mm. 
Compared to a multiple order wave plate, the zero order wave plate has an increased 
bandwidth and a lower sensitivity to temperature changes. According to the data sheet, 
a ±2% change from the design wavelength will cause only a minor change in the re- 
tardance of a zero order wave plate. However, with a multiple order wave plate, af1% 
change from the designed wavelength will cause a considerable change in the retar- 
dance. Furthermore, a zero order wave plate can provide less than a 10% change in 
retardance over a range oft 10° incident angles. 
Ideally, a collimated beam is supplied to both the GT polarisers and HWP in order to 
have optimum performance. As shown in figures 4.1 and 4.2, GT, and the HWP are 
under this condition but GT2 is not as light is diverging from the sample. However, 
the largest divergence angle is 11.30 (calculated by using the focal length and the NA 
of the objective along with the photon paths shown in figure 4.2). According to the 
datasheet, the performance is not significantly affected for a pass angle < 15°. Finally, 
two rotating mounts with a precise control down to 5" (i. e. 0.083°) were chosen 
(Melles Griot, 07-HPT-731) for rotation of HWP and GT2. 
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Infinite ConiuQate Microscope Objective 
The objective is used to collect backscattered photons from the sample and, in con- 
junction with the tube lens, form images of the target embedded within the scattering 
medium. The NA is an important parameter to be considered, which determines the 
total amount of backscattered photons to be collected and the image resolution. As 
illustrated in figure 4.5 and using equation 4.1, the NA is dependent on the diameter 
(D) of the lenses, the front focal length (f) and refractive index (n) of the working en- 
vironment. (lt should be noted that figure 4.5 only shows the effective construction of 
an objective. In reality, there are generally multiple lenses required to construct an 
objective). As D and n are usually fixed, a small 
,f 
(hence a small working distance 
(WD)) is required if a high NA is needed. This suggests that the distance between the 
sample and objective is short. As the phantom experiments in this study are investi- 
gating a target within a scattering medium at different depths, a relatively long dis- 
tance is required. Therefore, in order to have long WD, a low NA objective needs to be 
used. Although it is possible to have a high NA objective with long WD, such compo- 
nents are generally expensive. 
k-----------------ýr 
F, q, 
i WD 
----------A 
Optical Axis 
Figure 4.5: Numerical aperture of an objective. F. -, focal point;. front fecal length; D. 
diameter of the lenses; 9. " half angle of the maximum cone of light that can enter the 
lenses; WD. working distance of the objective. 
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NA = nsin(9) = ntan(6) =D (4.1) 
Another important parameter when selecting an objective is whether it is infinite con- 
jugate or not. Infinite conjugate objectives are optimised to produce a collimated 
beam while finite conjugate objectives are designed to produce an intermediate image 
to be reimaged. Infinite conjugate operation is advantageous in this system to mini- 
mise the angles incident on GT2 and the BS. By taking all the parameters discussed 
into account along with cost, an infinite conjugate objective (Thorlabs, RMS4x) is 
used in this study. The main parameters are M (magnification) = 4x, WD = 22mm and 
NA=0.1. 
Cube Beam Snlitler (BS) 
One of the main advantages of ROPI is the ability to significantly reduce surface re- 
flections from both the sample and the optical components. Thereby, instead of using 
an off-axis system to reduce surface reflections, a compact co-axial system has been 
designed. However, for a co-axial system, a BS has to be applied in order to separate 
the illumination and detection beams. In this study, a non-polarized cube BS with 
50: 50 splitting ratio is used. 
As shown in figure 4.1, the BS is orientated at 450 with respect to the optical axis of 
the setup after the third achromatic doublet. The reasons for orientating the BS at 45° 
are: (i) the design of the BS is optimised for operation under the condition of applying 
perpendicularly collimated illumination, which can only be achieved by locating the 
BS at 45°; (ii) it separates the illumination and detection beams orthogonally, which 
allows the system to be more compact and easily aligned. However, as shown in fig- 
ures 4.1 and 4.2, for both illumination and detection arms, neither of them has a col- 
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limated beam input to the BS. This reduces the quality of the experiment measure- 
ments as precisely controlled polarization states are important for ROPI. Furthermore, 
this is also one of the reasons that only 0° and 90° polarized illuminations are applied 
in reflection mode in this study. Calibration of the polarization effects introduced by 
the BS is discussed in the next subsection. 
The differences in beam path for cube, plate and pellicle BSs are illustrated in figure 
4.6. The transmitted beam direction is co-axial to the input direction except for the 
case of the plate BS, where a lateral displacement due to refraction occurs. 
abc 
Figure 4.6: Transmission, reflection (black solid lines) and first-time internal reflec- 
tion (red dash lines) beam paths after passing different type of beam splitters located 
at 450 (a: cube BS, h: plate BS, c: pellicle BS). 
Different internal reflections exist for all the different types of BS. However, the di- 
rection of the internal reflections depends on the angle of the surfaces with respect to 
the optical axis. For the pellicle component, the internal reflections can be ignored as 
it is thin enough so as not to be observed as a separate path. For the cube BS, the sur- 
face of the BS is perpendicular to the input beam, so internal reflection beams will 
travel along either the reflection or the transmission direction. For the plate case, as 
the surfaces of the BS are at 45°, internal reflections will follow Snell 's law (86) Fur- 
thermore, as refraction occur for the internal reflection beams as well; another two 
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beams emerge from the BS, which are parallel to the reflection and transmission 
beams respectively as indicated in figure 4.6b by the red dashed line. 
As discussed, a pellicle BS seems the best choice for this study as there are no internal 
reflections and the transmission direction is not changed. However, normally, the pel- 
licle BS is made of metal materials (complex refractive index) whilst the cube and 
plate BSs are made of dielectric materials (real refractive index). Therefore, a linear 
polarization state will be changed slightly to an elliptical one after passing through a 
pellicle BS for both reflection and transmission beams. The imaginary part of the re- 
fractive index introduces a phase difference for the s- and p- polarized components 
according to Fresnel 's equations (86) However, this will not occur for both the cube 
and plate BSs as their refractive indices are real. As careful control of the polarization 
state of illumination is key to ROPI, the pellicle BS is not the best choice for this 
study. 
The cube BS is chosen as the direction of transmission and the internal reflections are 
not changed. The plate BS is not used as both the directions of transmission and inter- 
nal reflections are slightly changed, which makes the setup alignment more difficult. 
As reflection and transmission coefficients for the s- and p- polarized components of 
the BS are different; the intensities of the reflection and transmission beams from dif- 
ferent polarized inputs will be different as well. Therefore, some form of calibration is 
needed. The calibration of the system will be described in the next subsection. 
Charge Coupled Device (CCD) Camera 
In ROPI, the main issue with the imaging camera is the ability to measure a small po- 
larization difference signal on a large background. Therefore, the main properties to 
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be considered when selecting a CCD camera are the sensitivity and dynamic range 
(dictated by the full well capacity and the minimum detectable signal). In addition, the 
spectral response in terms of quantum efficiency (QE) and the range of exposure 
times are important and must also. be considered. 
By taking all the design considerations into account and the availability of cameras 
within the group, the CCD camera finally used in the system is the Hamamatsu ORCA 
ERII. The camera has 12-bit digitisation and has 1344x 1024 pixels at a pitch of 
6.45µm. The well capacity of a single pixel is 18000 electrons and the light sensitive 
area (fill factor) is 100%. The electronic shutter exposure time provided can be con- 
trolled between 134ps and 10s. The dark current is 0.1 electrons/pixel/s and the read 
out noise is 6 electrons. The spectral response in terms of quantum efficiency (QE) vs. 
wavelength is shown in figure 4.7. 
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Figure 4.7: Spectral response characteristic of the ORCA CCD camera. 
QE is the percentage of photons that are actually detected as not every photon falling 
onto a detector will actually be detected and converted into an electron. As shown in 
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figure 4.7, the QE of the ORCA CCD at the applied wavelength of 632.8nm is about 
65%. This is considered as a high compared to standard CCDs which usually achieve 
a QE of around 30% (96) 
Grey levels is a term used to describe the resolution of the analogue to digital (AID) 
converter. This indicates the number of discrete spaces available to actually store ana- 
logue photons/signals as digital values after digitalisation into the CCD detector, i. e. it 
is the actual information that can be stored in the camera. Normally this is represented 
by CCD bits (n) in the form of 2" as the values are usually stored electronically in bi- 
nary form. Thereby, the 12-bit CCD camera applied in the system provides 4096 grey 
levels. This ensures that there are enough grey levels available to represent the target 
without quantization noise becoming too great as the polarization difference signal 
from the target is very weak compared to the signal from the surrounding medium. 
Full well capacity is the maximum number of electrons that can be stored in a single 
pixel before saturation. The full well capacity can be used to estimate the number of 
photons required to saturate the camera by dividing the fill factor and QE. Fill factor 
is the percentage of a pixel area that can be used and it is independent on wavelength. 
SNR is used to characterise the detection capability of the CCD camera. It is defined 
by the ratio of the light signal (S) to the sum of the noise signals (N, ogl) and is nor- 
mally expressed in the unit of decibels (dB) as shown in equation 4.2. 
SNRýýý 
= 20loglo 
s (4.2) 
Neotal 
S is normally the number of signal electrons generating by the illuminating photons. 
Nita! is composed of shot noise (NS), dark current (Nd) and read out noise (N, ). N3 is an 
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inherent noise which cannot be overcome. It comes from incoming photons and is 
normally calculated as the square root of S. Nd comes from thermally generated elec- 
trons due to the temperature at which the CCD is operated. This noise can be signifi- 
cantly reduced by cooling. N, is the noise that originates from the Readout process 
which is the conversion of the electrons in each pixel to a voltage on the CCD output 
node. Faster readout speeds will lead to a higher read out noise. (96' 97' 98) 
The dynamic, range of a CCD detector is usually discussed in terms of the difference 
between the minimum detectable signal and the maximum number of electrons that 
can be stored in the same image. For instance, for the extreme case, the maximum 
number of photons that can be stored in a CCD pixel is the full well capacity. The 
minimum detectable signal is limited by shot noise and read out noise. The dynamic 
range quoted by the manufacturer is 3000: 1. However, this only considers the read out 
noise and neglects the fundamental shot noise. 
The CCD camera is controlled through a PC using a Firewire interface card. This al- 
lows adjustment of many aspects of the camera's functionality including the exposure 
time and sub-array pixel binning of the detector array. These values can be adjusted 
for the different wavelengths to ensure that the maximum number of levels are used in 
forming the detected images. The CCD detector is located at the focal plane of the 
fourth positive achromatic doublet lens. 
For the preliminary ROPI experiments presented in the next chapter (section 5.2), a 
(Kodak MegaPlus ES 1.0) CCD camera was used in the system. The detector has 10- 
bit digitisation and has a resolution of 1008x1018 pixels at a pitch of 9, um. The well 
capacity of a single pixel is 15000 electrons and the fill factor is 55%. The electronic 
shutter exposure time can be controlled between 127µs and 64.872ms. The spectral 
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response in terms of QE vs. wavelength is shown in figure 4.8. The additional QE, 
well capacity, extended exposure times and bit depth offered by the ORCA camera 
prompted its replacement with the Kodak CCD for the tissue experiments. 
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Figure 4.8: Spectral response characteristic of the MegaPlus CCD camera. 
4.2.2 Calibration of the System 
One of the important issues with the system is the change in beam properties caused 
by the BS. This subsection discusses the calibration applied to overcome this problem. 
Based on Fresnel 's equations (86° 88), when a linearly polarized beam passes through an 
optical component, the polarization state and intensity of the reflected and transmitted 
beams are determined by the phase and amplitude differences between the s- and p- 
polarized components of the reflection and transmission coefficients (r3, r., t, and t. ). 
The phase differences between the s- and p- polarization components cause the po- 
larization state to be changed from linear to elliptical. The amplitude differences 
cause the polarization state to be changed from one linear state to another linear state 
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and the overall intensity to be reduced. As the coefficients of the BS which is used in 
the setup shown in figure 4.1 are different (i. e. rdrp and t3. tp) in both phase and am- 
plitude, the polarization state and intensity of the illumination after passing through 
the BS are modified. 
The modification of intensity and polarization state varies with different incident 
states. In addition, due to the non-collimated illumination of the BS (as the coeffi- 
cients also vary with input angles); the modifications are not uniform across the beam. 
Furthermore, when the setup is not ideally aligned, stray internal reflections from op- 
tical components also result in the spatial distribution of the intensity being non- 
uniform. Therefore, in order to perform ROPI in the setup, calibrations to account for 
the modification of the illumination polarization and intensity are needed. 
In the remainder of this subsection, the differences in the Fresnel coefficients and 
their variation with input angle and polarization state are discussed. Also, the two 
stages in the required calibration for polarization and intensity are described. 
Investigation and Illustration of the BS' Refection and Transmission Coeftients 
A BS is usually constructed by a ground glass substrate coated with different layers (99) 
Each layer has a different material and thickness depending on the specifications re- 
quired. Therefore, the reflection and transmission coefficients for s- and p-polarized 
components (rs, rp, is and tp) of the BS depend on the following layer specifications: 
thicknesses of the coated layers, d(s), complex refractive indices of the layers N(s), 
wavelength of the beam, A, and input angle of the beam, 0. For a one layer coated BS, 
where the layer is located between the surfaces of air and the substrate, the relation- 
ship between the r, and the layer specifications can be expressed by equation 4.3 (99). 
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Similarly, rp, is and tp can be expressed in a similar form. If more coated layers are 
added; equation 4.3 would be extended to include higher order terms (99) 
JZý 
r_ 
rots + ruse (4.3) S 
-! Z6 1+ roirz, e 
1 
N22sin0)z (4.4) 
N=n-jk (4.5) 
rota and r123 are the sub-reflection coefficients between the surfaces of air and the 
coated layer and between the surfaces of the coated layer and the substrate respec- 
tively. These can be generated from Fresnel's equations. 6 is film phase thickness 
which is expressed by equation 4.4. No and N1 are the complex refractive indices of 
air and the coated layer respectively whose general form is expressed as equation 4.5. 
n is the real part which only results in changing the amplitude. k is the imaginary part 
(extinction coefficient) which causes changes of both the amplitude and phase of the 
coefficient due to absorption, surface roughness, anisotropy and inhomogeneities of 
the layer. k also varies with input polarization state. 
Equations 4.3-4.5 show that: (i) from Fresnel's equations, as sub-coefficients are dif- 
ferent for rs, rp, is and tp, clearly, r rp and t, *tp in terms of both phase and amplitude. 
This can be seen in figures 4.9 and 4.10 provided by the manufacturer of the BS. Fig- 
ure 4.9 shows the phase shift between s- and p- components of the reflection and 
transmission coefficients vary with wavelength. Figure 4.10 shows how the transmit- 
tance and reflectance of s- and p- components, which are calculated as Jrs12, Irp12,1 ts12 
and 1 tj2, vary with wavelength. (ii) Even if all the coated layers are dielectric (i. e. 
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N=n), rs, rp, is and tp can still have imaginary parts as they also depend on d, A. and q5. 
(iii) These coefficients vary with different input angles. Therefore, the polarization 
state and intensity of illumination after passing through the BS will be modified and 
the distribution is not uniform. 
360 
300 
240 
180 
a, 
ä. 120 
60 
n 
Reflection 
Transmission 
610 615 620 625 630 635 640 645 650 
Wavelength (nm) 
Figure 4.9: Phase differences between s- and p-polarized components of the reflec- 
tion and transmission coefficients of the BS. (Source: Melles Griot). 
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Figure 4.10: Transmittance (a) and reflectance (b) of the s- and p-polarized compo- 
nenis of the BS. (Source: Melles Griot). 
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In order to show how different linear polarization states are modified by passing 
through the BS in both reflection and transmission directions, a test experiment was 
carried out using the simple setup shown in figure 4.11. GT, purifies the illumination 
polarization state; HWP controls the full range of linear polarization states from 0° to 
90° in steps of 10°. GT2 is rotated to give the maximum and minimum intensity for 
every polarization state. The rejection ratio is calculated by the minimum over maxi- 
mum. Results are shown in figure 4.12. 
Detector 
GT2 
o 
Figure 4.11: Experimental setup for testing the full range of linear polarization states 
changed by the BS in reflection (solid blue line) and transmission (dash red line) di- 
rections. GT, Glan- Thompson polariser: BS, beam splittert HWP, half-wave plate. 
It is clearly shown that at a wavelength of 632.8nm, the rejection ratios obtained in 
both reflection and transmission directions increase from around l0-' at the illumina- 
tion polarization states of 0° and 90° to around 10-2 at 50°. As the extinction ratio of 
the GT polarisers is 10-6, the results suggest that (i) different linear input polarization 
states are modified differently by the BS; (ii) the linear polarization states are modi- 
fied into elliptically polarized states and the effect increases from 0° to 45° and de- 
creases back to 90°; (iii) the phases of the coefficients (rs, rp, is and t,, ) of the BS vary 
with input polarization states. Furthermore, as good rejection ratios (small values) are 
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required for the technique, based on those rejection ratios shown in figure 4.12, only 
the linear polarization states of 0° and 90°, which are the least modified by the BS, are 
used in the setup shown in figure 4.1. This is justified in the phantom experiments as 
the alignment of the target is known. 
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Figure 4.12: Test results of rejections of the full-range of linear polarization slates 
after passing through the BS in reflection (a) and transmission (b) directions. 
Calibration of Polarization States 
As discussed, although only the linear polarization states of 0" and 90" are used in the 
setup, the polarization states are still slightly modified after passing through all the 
optical components. In order to find the orientations of the HWP and GT, that provide 
the highest rejection ratios (smallest values), a calibration is performed. Based on the 
setup shown in figure 4.1, the axis orientations of the HWP, which are required to 
provide the 0° and 90° linearly polarized illuminations, can be firstly obtained before 
passing through the rest of the setup. Secondly, by replacing the sample with a mirror, 
the orientations of GT2, which are required to provide the highest rejection ratios with 
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respect to the 00 and 900 illuminations, can be obtained. This is achieved by rotating 
GT2 until the minimum intensity is obtained. The calibration results are summarized 
in table 4.2. 
Parameters 
Linear Polarization States (illumination / detection) 
011/900 1 900/00 
Illumination (HWP) 15 1°30" 1 6°30" 
Detection (GT2) 1 152°50" 1 61 °45" 
Rejection Ratio 5.31 x 10'4 I 5.78x 10-4 
Table 4.2: Calibration results of the illumination and detection linear polarization 
states applied for standard ROPI experiments in reflection mode. 
It should be noted that as the optical axes of HWP and GT2 are randomly aligned to 
the rotating mounts, the degree numbers shown in the table are the reading numbers 
equivalent to 0° and 90° polarization states. Therefore, comparison can only be per- 
formed between either the illumination orientations or the detection orientations (in 
rows) but cannot be performed between the illumination and detection (in columns). 
As the table shows, it is clear that the orientations of GT2 are not exactly 90° different. 
This further confirms that the polarization states are modified after passing through all 
the optical components. 
Moreover, the rejection ratios for the two cases are slightly different. This is because 
different polarization states are modified differently as discussed. These rejection ra- 
tios are the best that could be obtained in the system. As these rejection ratios will re- 
sult in a much lower measurement error than the error introduced due to noise on de- 
tection (inverse of the SNR (due to shot noise) 
-a 10.2), this performance is deemed 
adequate. 
Applied Optics 
Department of Electrical and Electronic Engineering 
f- 
Chapter 4: Standard ROPI System: Design Characterization and Calibration 111 
Calibration of Intensity 
As discussed, the effects on the intensity includes: (i) the intensity distribution is non- 
uniform spatially across the illumination and (ii) different overall intensities are ob- 
tained with different input polarization states. The first effect is due to the variation of 
r rp, is and tp of the BS with incident angle, the second is due to ri rp and t4tp. This 
is shown by equation 4.6 which is generated based on the measurement definition 
shown in equation 2.19. kco and kß, 03 are constant coefficients and represent he inten- 
sity difference between the co- and cross-polarized detection images due to variation 
in the Fresnel coefficients. It should be noted that co- and cross- represent polariza- 
tion states of the target and detection are aligned or orthogonal respectively, illumina- 
tion and detection are always orthogonal in ROPI. 
L. Dichroism 
= 
kroImro 
- 
ký, 
aslmý, ns bef°'" `all -k Im +k Im co co csosa cross 
(4.6) 
* 
Im 
,- 
Imo- (if kro : k,. 
Imo + Imp, 
., 
Therefore, in order to accurately perform ROPI, an intensity calibration is required. 
The calibration is performed by normalising the ROPI images (Im, o and Imm, ) by the 
pure background images (BGCO and BGC,,,, ) respectively before calculating the meas- 
urement value. The background images are obtained from the scattering medium only 
and taken under the same conditions as those applied for the ROPI images (same po- 
larization states of illumination and detection, imaging integration time, and cuvette 
position). This removes any overall intensity difference and any variation in the lat- 
eral intensity distribution. This is further illustrated mathematically by equation 4.7 
and graphically by figures 4.13 and 4.14. The calibration is repeated for each ROPI 
image. 
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k, 
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(4.7) 
. 
Equation 4.7 demonstrates the measurement value after the normalised calibration is 
the same as that calculated from the definition given in equation 2.19. Figure 4.13 
demonstrates a pair of pure background images for the calibration. It clearly shows 
that the intensities from both images are slightly different. Figure 4.14 shows the line 
scans of the measurement images of a polarizing target before and after the calibration. 
As shown, the intensity distribution before the calibration is non-symmetrical and af- 
ter the calibration it is symmetrical. 
a h 
1, 'igure 4.13: Demonstration o/ the background images ahh/ied. b r Ihc' Ca/ihrc1tiun uJ 
non-unhfbrm imaging. Polarization slates o/'the illumination / detection pair tor a). - 
900 / 0° and h). 0° / 900 
. 
App/icd Optics 
Department of Electrical and Electronic Engineering 
f 
Chapter 
-l: Standard ROPI Sivem: Design Characterization and Calibration 113 
0.7 
0.6 
0.5 
E 0.4 
L 
0.3 
0.2 
0.1 
0 
before BG-calibration 
after BG-calibration 
200 300 400 500 600 700 800 900 1000 1100 
Detector (Pixel) 
Figure 4.14: Comparison of the line scan results of a linear dichroism measurement 
in reflection mode at Omfp depth before and after the calibration of non-uniform in- 
tens ity. 
4.2.3 Conventional Polarization Difference Imaging 
In order to show the advantage of ROPI over conventional polarization difference im- 
aging, an example is shown here. The conventional measurement of linear dichroism 
usually involves illumination with a fixed polarization state and employs detection in 
co- and cross-polarizations (i. e. the polarization states of illumination and detection 
are aligned in the co- case and orthogonal in the cross- case). In order to show the 
problems caused by surface reflections, the conventional polarization difference im- 
aging of a linear polariser located within a scattering medium is performed using the 
setup shown in figure 4.1. The target is located at a depth of Omfp and orientated at 0". 
The two recorded images are shown in figure 4.15. (a) is obtained with illumination / 
detection channels polarized at 00 / 0° and (b) is recorded at 0° / 90°. Each image cor- 
responds to an area of 9mm x 9mm. 
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As the figure shows, although the target is clearly visible in figure 4.15b, the target is 
completely obscured by surface reflections in figure 4.15a. This is due to the surface 
of the cuvette being perpendicular to the illumination, which causes large surface re- 
flections to dominate the image. Clearly, this destroys any underlying information and 
does not provide a reliable method of quantifying the polarization properties of the 
target. This further indicates the importance of removing surface reflections, which is 
one of the advantages of ROPI. 
a 
Mme, ýI }ý`; 
h 
Figure 4.15: Conventional polarization imaging in reflection mode: (a) polarization 
states of illumination / detection are 00 / 0°; (h) 0° / 90°. The target is embedded at a 
. 
depth of Omfp within a scattering medium and polarized at 00 
4.3 The Transmission Mode System 
In the previous chapter, it was demonstrated that the measurement of linear birefrin- 
gence in reflection mode using ROPI is highly challenging due to the small signal 
levels. A similar approach for measuring linear birefringence in transmission mode is 
proposed which may be appropriate for certain applications (e. g. engineered tissue 
samples), where the sample is sufficiently thin to retain a detectable amount of polari- 
A, plic'cl Opiic. s 
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zation maintaining light. In transmission mode, surface reflections do not present a 
significant problem; however, the cross-polarized detection (i. e. illumination orthogo- 
nal to detection) inherent in ROPI will reduce the contributions from multiple compo- 
nent reflections. 
The main aim of the transmission mode system is to simulate back-illumination of a 
birefringent target in reflection mode. The target is placed on the output surface of the 
cuvette and by varying the amount of scattering in the medium, the amount of polar- 
ized light back-illuminating the target can be modified in a controlled way. The ex- 
perimental results from this transmission mode system will be presented in the next 
chapter. 
In this section, characterization of the system in transmission mode will be presented. 
However, this will concentrate on the differences between those in the reflection 
mode system shown in figure 4.1 only 
The standard ROPI experimental setup in transmission mode is shown in figure 4.16. 
By comparing the two systems (figures 4.1 and 4.16), it can be seen that both setups 
use the same optical components and the layouts of the illumination and detection 
arms in both setups are the same except for the positions of the arms. As the transmis- 
sion mode experiments performed here are looking for linear birefringence rather than 
linear dichroism, the sample used here is different from that discussed in subsection 
4.2.1. This includes using a different scattering medium, a different test target and a 
different way of locating the target. 
For the experiments in reflection mode, the scattering medium is required to be strong 
(i. e. large p) to ensure the illumination photons are randomly polarized and to 
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Figure 4.16: Standard ROPI experimental setup in transmission mode. 1) Ground 
glass rotating diffuser, 2) Positive achromatic doublet lenses, 3) Glan-Thompson po- 
larisers, 4) Infinite conjugate microscope objective, 5) Iris diaphragm, 6) Hall wave 
plate, 7) Sample. 
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approximate a semi-infinite medium in a finite thickness cuvette. In transmission 
mode, to demonstrate the effects of depolarization of the illumination, the sample 
must be sufficiently scattering to randomise the light but also must be weak (i. e. small 
µs) enough to allow some propagation through the medium. (80) In order to decide an 
appropriate y, for the medium used in transmission mode, the following estimation is 
performed. 
Firstly, in order to randomly depolarize the illumination photons, generally, at least 10 
single scattering events have to occur (for g=0.9) (n). As a conservative estimate, 40 
single scattering events are assumed to be sufficient. Secondly, in order to ensure the 
photons travel far enough to the end of the medium after 40 scattering events, the total 
path length of a photon should satisfy equation 4.8 for g being assumed to be 0.9 and 
with the thickness of the cuvette being 10mm. 
Total path length = 
4, 
= 4mfp' - 10mm (4.8) A 
g) At, =1 (4.9) 
m 
p, ' is the reduced scattering coefficient and represented in equation 4.9. lIp, ' is the 
distance required to randomise the direction of propagation of a photon. This parame- 
ter combines g and us together, which can be more informative than just using u,. 
Therefore, for a suspension of polystyrene microspheres (diameter = l. 4pm, g=0.938 
from Me theory), the p, used in the transmission mode experiments has to be greater 
than 4. Omm"1 based on the discussion above. A scattering medium with I mf. = 0.2mm 
(us 5. Omni) is therefore used for the phantom experiments in transmission mode. All 
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the other optical and physical properties of the medium are the same as those shown 
in table 4.1. 
The test target used in the transmission mode ROPI experiments in this study is a zero 
order quartz half-wave plate (HWP). The HWP is identical to that applied in the setup 
for controlling the illumination polarization state. It is located directly after the cu- 
vette and mounted within a thin (15.5mm) rotation mount in order to allow variation 
of the optical axis of the target. The experiment results will be presented in the next 
chapter. 
4.4 Discussion and Summary 
In this chapter, design, characterization and calibration of the standard ROPI experi- 
mental system in both reflection and transmission modes have been provided in sec- 
tions 4.2 and 4.3 respectively. The description of the setup includes the system as a 
whole, all the optical components, the scattering medium and polarizing targets. The 
calibration process to allow corrections to changes in polarization state and intensity 
after passing through the system to be made is also presented. These changes result 
from the non-ideal components, most noticedly the BS. In addition, problems of per- 
forming the conventional polarization difference imaging for this application are also 
provided. The problems indicate that quantitatively measuring polarization properties 
of the underlying target using this method is not possible as surface reflections domi- 
nate the co-polar image (i. e. illumination aligned to detection) and the target is ob- 
scured. 
As figure 4.16 shows, there are no significant surface reflections in the system in 
transmission mode other than multiple reflections from component surfaces. However, 
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this layout is not practical in many biomedical applications. In this study, the investi- 
gation of RON concentrates on the system in reflection mode. The system in trans- 
mission mode is only used to further complete the investigation of linear birefrin- 
gence. 
As discussed in subsection 4.2.2, different components of polarized light incident 
onto the BS are affected differently; 00 and 90° polarization states are preferably se- 
lected. This is not a problem in the phantom experiments when the polarization axis 
of the target is known. However, in order to fully apply RON in practice, the use of 
other linear polarization states for RON is necessary. There are three methods that 
possibly could be researched and applied in the future to achieve this. Firstly, al- 
though it is unlikely in practice, the use of a BS with rs rp and tf tp is the ideal way to 
avoid the effect of changing polarization state. Secondly, if two identical BSs were 
used and located with their s- and p- directions swapped, the effect may be cancelled 
out. Finally, an appropriate retardance compensator could possibly be used to reduce 
the effect. 
For both of the calibration stages shown in subsection 4.2.2, the effect of changes in 
both the polarization state and intensity of illumination can be significantly reduced. 
However, neither calibration is ideal. For the calibration when the polarization state is 
modified, this is only effective for changes in the polarization state from one linear 
state to another one due to the amplitude differences between the Fresnel coefficients. 
The introduction of elliptical states due to phase differences is not corrected. However, 
the observed rejection ratios achieved for the polarization states of 0° and 90° are still 
sufficient for ROPI. 
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For the calibration of modified intensity, as figure 4.14 shows, the calibration of non- 
uniform intensity distribution is incomplete. There is still a very slight difference that 
can be observed between two sides. This is due to the intensities in the background 
images not being exactly the same as those in the ROPI images when the target is 
embedded. As the non-uniform distribution can be significantly reduced and this 
slight difference will be reduced further when the target depth increases, this trade-off 
when applying the calibration is acceptable. Better methods calibration remains an 
area for future research. 
In conclusion, the standard ROPI experimental systems in both reflection and trans- 
mission modes have been introduced. These will be used to investigate ROPI through 
the phantom and tissue experiments in chapter 5. 
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ROPI Experiments in Standard 
Mode 
5.1 Introduction 
In chapters 2 and 3. the ROPI technique has been investigated both in theory and with 
simulations. In this chapter, the technique will be investigated experimentally in both 
reflection and transmission mode using the standard (i. e. GT polariser based) experi- 
mental system which was described in chapter 4. As RON in reflection mode is pre- 
ferred in clinical applications, this configuration is mainly evaluated in this study. 
Transmission mode experiments are carried out as an aid to understanding the per- 
formance of ROPI in reflection mode. 
In the reflection mode experiments, the investigation will consist of quantitatively 
measuring linear dichroism underlying different scattering samples. These include (i) 
phantom measurements of a polarizing target embedded within a scattering medium at 
different depths; (ii) preliminary measurements of a variety of real tissues (bovine 
tendon, lamb tendon, chicken breast and human finger skin); (iii) preliminary meas- 
urements of a tissue scaffold orientated in two orthogonal directions. The first investi- 
gation experimentally captures results discussed in chapters 2 and 3. The second and 
third investigations are very preliminary, which are only used to initially demonstrate 
the results that could be obtained when applying ROPI in practice. 
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Experiments in reflection and transmission modes will be provided in sections 5.2 and 
5.3 respectively. Section 5.4 provides discussion and conclusion. 
5.2 Experiments in Reflection Mode 
In this section, the experiments performed to study ROPI using the standard system in 
reflection mode shown in figure 4.1 are presented. Section 5.2.1 presents the phantom 
experiments. Sections 5.2.2 and 5.2.3 demonstrate the two different preliminary ex- 
periments respectively. 
5.2.1 Phantom Experiments of Linear Dichroism 
Measurements 
In this subsection, in order to compare the experimental and simulation results, the 
linear dichroism measurements performed by MC simulations in chapter 3 are re- 
peated using phantom experiments. These involve the measurements for a linear po- 
larizer embedded within a scattering medium at depths of 0,2,5,10,12,15 and 
I7mfps and orientated at 0° using the illumination / detection pairs orientated at 0° / 
90° and 90° / 0°. 
There are two similar setups used sequentially to perform the phantom experiments. 
The layout is the same as shown in figure 4.1, with mostly the same components ex- 
cept for the CCD camera. The original setup with the MegaPlus camera is used for 
the initial studies. Therefore, it mainly shows the initial results and provides the gen- 
eral understanding and difficulties of performing the experiments. After the improve- 
ments based on those initial experiments; the final setup with the ORCA camera is 
used to repeat the experiments. This provides improved results which give a more ac- 
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curate understanding of the ROPI technique. In the rest of this subsection, both the 
initial and improved results will be demonstrated and discussed. 
The initial phantom experimental results of the linear dichroism ROPI measurements 
of a polarizer embedded within a scattering medium at different depths and orientated 
at 00 are shown in figures 5.1 and 5.2. The scattering medium used in the experiments 
is the same as that specified in table 4.1 in chapter 4. The target is also the same as 
that introduced in subsection 4.2.1 but with a slight difference in dimensions which 
with it being 0.75mm thick, 6mm long and I mm wide. The calibration routine, which 
is described in subsection 4.2.2 in chapter 4 and used to calibrate non-uniform illumi- 
nation, is applied for all the images shown here. 
In figure 5.1, the images in rows from top to bottom show the target positioned at 
depths of 0,2,5,10,12,15 and 17mfps within the scattering medium. The first col- 
umn shows the images taken with vertically polarized linear illumination (90°) and 
detection at 00 (i. e. polarization states of illumination and detection are cross-aligned 
and co-aligned respectively with the target orientation). The second column shows the 
images taken with horizontally polarized illumination (0) and detection at 90° (i. e. 
polarization states of illumination and detection are co-aligned and cross-aligned re- 
spectively with the target orientation). The third column shows the linear dichroism 
images calculated by combining the images from columns I and 2 following equation 
2.25 (i. e. (column, 
- 
column) / (column, + column2)). Each image in the figure is 
taken once with an integration time of 64.872ms and corresponds to an area of 9mm x 
9mm. Figure 5.2 is the average line scan on the y axis of the images in column 3 in 
figure 5.1, which quantitatively represents the linear dichroism at different depths. 
Applied Optics 
Department of Electrical and Electronic Engineering 
t 
Chapter 5: ROPI E per"imc"nlc in Si(I! u/ rdc %1oc%! 124 
Ii 
II 
I 
"'r 
Figure 5.1. Initial (iT based experimental ROPI images of linear dichroism meas- 
urements of u polarizer at dif/erent depths in a scattering medium orientated at 0°. 
Rows I to 7=0,2,5.10,12,15 and 17mfps. Illumination / detection polarized at 
co/l= 90° / 0°, colt= 0" / 900. co13- (co/i-colt) / (cols+col2). Each image is 9x 9mm2. 
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Figure 5.2: Average line scans on the y axis of the initial GT based experimental 
ROPI linear dichroism images at different target depths within a scattering medium 
(i. e. images in column 3 in figure 5.1). 
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Figure 5.3: Improved GT based experi- 
mental ROPI images of a linear polar- 
izer located at depths of (a) 0, (b) 2, (c) 
5, (d) 10, (e) 12, (f) 15 and (g) I7mfps at 
0° orientation within a scattering me- 
dium with the illumination / detection 
linearly polarized at 90° / 0°. Each im- 
age is 9mm(H) x 7mm(V). 
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Figure 5.4: Improved GT based experi- 
mental ROPI images of a linear polar- 
izer located at depths of (a) 0, (b) 2, (c) 
5, (d) 10, (e) 12, (f) 15 and (g) 17m fps at 
0" orientation within a scattering me- 
dium with the illumination / detection 
linearly polarized at 0° / 90". Each image 
is 9mm(H) x 7mm(V). 
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Figure 5.5: Improved GT based experi- 
mental ROPI linear dichroism images of 
a polarizer located at depths of (a) 0, (b) 
2. (c) 5, (d) 10, (e) 12, (0 15 and (g) 
I 'mfps within a 
. 
scattering medium. The 
images are obtained by combining fig- 
Imes 5.3 and 5.4. Each image is 9mm(H) 
x 7mm(V). 
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Figure 5.6. Average line scans on the y axis of the improved GT based experimental 
ROPI linear dichroism images at different target depths within a scattering medium 
(i. e. images in, figure 5.5). 
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The improved results for the same measurements are shown in figures 5.3-5.6. These 
are performed with the final setup shown in figure 4.1 in chapter 4. The scattering 
medium and target are described in subsection 4.2.1. The same calibration routine is 
applied for all the images shown. Figures 5.3-5.5 are the improved normalised images 
obtained as the same as those shown in the columns I to 3 in figure 5.1 respectively. 
However, instead of only taking each image once, each image here is averaged from 
10 single images which are taken sequentially with an integration time of 100ms. 
Each single image corresponds to the area of 9mm(H) x 7mm(V). Figure 5.6 is the 
improved line scans of the images in figure 5.5, which are obtained in the same way 
as those shown in figure 5.2. 
In order to clearly describe and analyse the ROH phantom experimental results 
shown in figures 5.3 to 5.6, figure 5.7 and equation 5.1 are provided. Figure 5.7 illus- 
trates the differences between the two ROPI imaging cases (Im, and Im2). In this case, 
cross imaging is when the detector and target are orthogonal; co imaging is when they 
are aligned. Illumination and detection are always orthogonal. Equation 5.1 is the spe- 
cific case of equation 2.19 based on figure 5.7. 
Im,: Cross Imaging, 
Detector 
B 
i'°ý 
H 
c" Target 
Illumination 
Depth (mfp) 
Im,: Co Imaging 
Detector II 
-- : -------- -. 
1 ' 1 
Target 
Figure 5.7: Illustration of differences of the illumination intensities and the polariza- 
lion states of the illuminations, detections and target between two ROPI imaging 
cases, Im, and Im 2. His orientated at 0° and V is at 900. 
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Linear Dichroism 
= 
Co 
- 
Cross 
- 
Im2 
- 
Im, (5.1) 
Co + Cross Im2 + Im, 
Figures 5.3 and 5.4 show the images corresponding to the cases of co imaging (Im2) 
and cross imaging (Imi) in figure 5.7 respectively. As shown, figure 5.3 is performed 
with 90° polarized illumination and 0° detection. Contrast of the images can be ob- 
served as the illumination is partially blocked by the target as Im2 shows. This is be- 
cause the polarization state of the illumination is cross-aligned with the orientation of 
the target. Figure 5.4 is performed with 0° polarized illumination and 90° detection. 
Contrast of the images is due to no detection from the target area as the polarization 
state of the detection is crossed-aligned with orientation of the target. In both cases, 
contrast gradually reduces as target depth increases due to an increase in scattering. In 
addition, the contrast of the images is higher in figure 5.4 than that in figure 5.3. This 
is because the polarization state of detection in Im1 is orthogonal to the orientation of 
the target while in Im2 is co-aligned to the orientation of the target as figure 5.7 shows. 
Figure 5.5, which is obtained following equation 5.1 by combining the images shown 
in figures 5.3 and 5.4, represents the images of linear dichroism. Contrast of the im- 
ages, which gradually reduces as target depth increases, indicates the linear dichroism 
value obtained reduces with increasing target depth. This is again because of the ef- 
fects of scattering increasing with depth. More details about the contrast variations in 
those figures were given in chapter 3 regarding the simulation results (figures 3.7-3.9) 
for the same setup. 
Figure 5.6 shows the average line scans along they axis of the dichroism images over 
rows 400 to 700 in figure 5.5. These quantitatively represent the ROPI linear dichro- 
ism measurements at different depths within the scattering medium. It can be clearly 
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seen that polarization sensitive measurements can still be obtained until a depth of 
17mfps within the scattering medium. However, the measurement of dichroism is de- 
pendent on the target depth within the medium as the mean normalized linear dichro- 
ism values within the target are reduced from 0.68 to 0.08 for the depths from 0 to 
17mfps respectively. In addition, this is obviously dependent on the properties of the 
target as well. The case of the target embedded at a depth of 17mfps is close to the 
sensitivity limit of the technique for measuring linear dichroism. As discussed, this is 
because the polarization states detected in both imaging cases are close to fully ran- 
domised due to scattering between the target and the detector. This has been validated 
by preliminary values obtained using MC simulations as discussed in chapter 3. 
Moreover, it is noticed that for each line scan in figure 5.6, the dichroism value is al- 
ways negative outside the target region and the negative maximum is always at the 
edges of the target. This is explained below using figure 5.7 and equation 5.1. 
As indicated in figure 5.7, considering point C, in the case of co imaging (Im2), back- 
scattered photons that contribute to point C due to illumination are only from region B 
while there are no photons due to illumination from region A. This is because the po- 
larization states of the target and illumination are orthogonal to each other. However, 
in the case of cross imaging (Imi), backscattered photons contributing to point C are 
now due to illumination from both regions A and B. This is because the polarization 
states of the target and illumination are co-aligned and the target allows the region A 
illumination to travel through into the medium. Therefore, backscattered photons that 
contribute to point C in Imi are greater than that in Im2. As the equation 5.1 shows, it 
is clear that at point C (i. e. outside the target region); the linear dichroism calculated 
is negative as (1m2-lmi) is less than 0. In addition, as point C moves away from the 
target, the difference between the photons' contributions to point C between from Im2 
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and Imi reduces. Therefore, the negative maximum dichroism value is obtained at the 
edges of the target region. As figure 5.6 shows, these effects reduce as the target 
depth increases due to an increase in the scattering effect. 
By performing the initial experiments, the ROPI technique and the experimental setup 
are tested. As shown in figure 5.1, the technique as initially shown is sensitive to lin- 
ear dichroism within a scattering medium at different depths, which provides a step 
forward to applying the technique in practice. However, as shown in figure 5.2, the 
linear dichroism values obtained are significantly different from the MC simulations 
(figure 3.10) although the trends are the same. After carefully investigating the ex- 
periments performed, the following points are believed to be the possible cause of the 
differences: 
1) There are experimental errors in positioning the target at the precise depth re- 
quired and accurately aligning its orientation at 0°. For positioning at the initial 
depth (i. e. Omfp), the target is first located at the working distance plane of the 
objective and then the cuvette was moved towards to the target until the inner 
surface of the cuvette and the target were next to each other. For setting the po- 
larization state, with a mirror placed behind the target in order to have back illu- 
mination, with the GT2 set at 90°, the target is adjusted until the minimum detec- 
tion is imaged in the CCD. As all these alignments are judged by the naked eye, it 
is possible the alignments are not accurate enough. 
2) In order to have sharp images, the target is required to be accurately located at the 
focal plane of the objective. However, as this is achieved manually and judged by 
the naked eye from the image in the CCD as well, it is possible that the target is 
slightly out of focus. 
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3) There are experimental errors in manually and repeatedly rotating the polarizing 
components (HWP and GT2) to control the orientations of illumination and detec- 
tion. Firstly, it is not possible to have exactly the same polarization states with 
manual rotation and secondly it is possible to cause image displacement after 
manual rotation due to slight changes in optical path (10°). 
4) The scattering medium used in the experiment has a finite thickness of 12mm 
whereas currently the MC model has a medium thickness of only 5mm in order to 
reduce the simulation time. 
5) Theoretically, surface reflections within the system including the internal reflec- 
tions from optical components and surface reflection from the cuvette should be 
completely eliminated by the crossed polarized detection. However, in experi- 
ments, this cannot be achieved ideally as the polarizing components used in the 
system are not ideal, in particular the BS, which modifies the polarization state of 
illumination (see subsection 4.2.2, chapter 4). Therefore, although those surface 
reflections can be reduced significantly, it is difficult to completely eliminate 
them. This is particularly significant in the case when the target and analyzer 
(GT2) are orthogonally aligned, where the light intensity detected is low. 
6) There are side contributions when applying a finite thickness (0.75mm) target. 
Ideally, for both the Mueller calculus and MC simulations, the target is applied 
with zero thickness. Therefore, side contributions (i. e. backscattered photons that 
might pass through the target via its edges) might contribute to the detected pho- 
tons. This eventually reduces the measurement values as polarization states de- 
tected are not pure due to transmission through a thin target. The error is also par- 
ticularly significant in the case of cross imaging where the light intensity detected 
is low. 
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By taking all the points discussed above into account, points 1)-3) are considered as 
experimental inaccuracies. These can be reduced by re-performing the experiments 
with better alignment of the target and more accurate control of the polarizing com- 
ponents. However, these errors cannot completely be removed as the alignment is still 
performed manually. The points 4)-6) cannot be eliminated simply by re-performing 
the experiments. For point 4), it is found that it only has a very small effect on the lin- 
ear dichroism values by running a new simulation with the same medium thickness as 
that applied in the experiments. It can therefore be neglected as a significant source of 
error. For point 5), in order to remove the surface reflections and increase the mea- 
surement values, a further investigation of this error is required. For point 6), theoreti- 
cally this could be minimized by using a thinner target. However, this is difficult to 
perform in practice as a thinner target will generate more difficulties in aligning its 
orientation and initial position within the medium. It is found that the error from sur- 
face reflections (point 5)) can be reduced by calibration while the error of side contri- 
butions from point 6) cannot. These investigations will be described in chapter 7 in 
detail. 
Figures 5.3-5.5 show the results after performing the improved phantom experiments 
with the refinements considered for minimizing the errors from points 1)-4). By com- 
paring with the initial results (figure 5.1), the improved ROPI and dichroism images 
are much smoother. This is because the background noise is reduced by averaging 
over 10 images. Furthermore, as shown in figures 5.2 and 5.6, the linear dichroism 
value measured at Omfp after these improvements is increased significantly to almost 
twice of the initial measurement and is also closer as the target depth increases. 
Finally, as figure 5.6 also shows, although the linear dichroism values obtained after 
the refinements are significantly increased, they are still different to those obtained 
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from the MC simulations (figure 3.10). Based on the discussion of the errors provided 
above, surface reflections and side contributions from points 5) and 6) respectively 
are believed to be the two main error sources that cause these differences. Therefore, 
in order to further understand the phantom experimental results, a further calibration 
of the surface reflections and a further investigation of the side contributions which 
cannot be calibrated were performed. These will be described and discussed in detail 
in chapter 7 when a further comparison of the simulation and phantom results is pro- 
vided. 
5.2.2 Tissue Experiments of Linear Dichroism 
Measurements 
In this subsection, in order to initially demonstrate the feasibility of applying ROPI in 
practice, the technique is preliminarily applied for measuring the linear dichroism in 
various real tissues. These include bovine tendon, lamb tendon, chicken breast and 
human skin. All the tendons and breasts were bought fresh from a local butcher and 
the human skin is the left thumb inner skin of the author. As all the measurements in 
this subsection are preliminary, the results are mainly shown for demonstration and 
only a brief description and discussion will be provided. 
The experiments were performed using the setup shown in figure 4.1 in chapter 4. By 
imaging with the illumination / detection pairs linearly polarized at 0° / 90° and 90° / 
0°, the two cases of ROPI images of different tissues are obtained. Using equation 
2.25 to combine the obtained ROPI images for each measurement, the respective lin- 
ear dichroism images for different tissues are obtained. In addition, in order to com- 
pare the ROPI images with those obtained by using conventional detection which in- 
volves the illumination / detection co-aligned (subsection 4.2.3, chapter 4), an image 
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with illumination / detection polarized at 00 / 00 is also taken for each measurement. 
The images of all the measurements are shown in figures 5.8-5.10. 
There are three main specifications for the images shown. (i) Each image is averaged 
from 10 single images taken sequentially and corresponds to an area of 9mm(H) x 
7mm(V). (ii) The calibration routine of non-uniform illumination (subsection 4.2.2, 
chapter 4) is applied to all the images taken. (iii) All the images are plotted by using 
the imagesc function in Matlab, which automatically scales the images to be shown 
according to the intensity range of all pixels. This is in order to overcome the problem 
of using different integration times for different images. Furthermore, in order to en- 
hance the contrast of the images, along with applying the imagesc function, a thresh- 
old is applied as well to remove the outlying high and low intensity values before 
plotting the images. From the histogram plot for each image (figures not shown), the 
outlying high and low intensity values are only about 0.1 % of the total pixel values. 
Figure 5.8 shows the preliminary images taken for the linear dichroism measurement 
of a bovine tendon. Figure 5.8a shows the image taken with the conventional detec- 
tion by applying the illumination / detection polarized at 0° / 0°. It clearly shows that 
the image is dominated by reflections from the tissue surface and other optical com- 
ponents within the system. The bright central region is a ghost image of the aperture 
of the GT polariser caused by reflections from the optical components in the system. 
Figures 5.8b and 5.8c show the two ROPI cross-polarized images that are taken with 
the illumination / detection polarized at 00 / 90° and 90° / 0° respectively. As shown, 
both the images are free from surface reflections from both the tissue and the optical 
components within the system. Figure 5.8d presents the linear dichroism image that is 
formed by combining the two ROPI images. 
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Figure 5.8: 1/luslralion 0/ bovine tendon images taken with illumination / detection 
polarized at a) 0° / 0°, b) 0° / 90° and c) 90° / 0°. d) is the ROPI linear dichroism im- 
age combined from b) and c). Each image is 9mm(H) x 7mm(V). 
Within the images shown in figures 5.8a to 5.8c, horizontal bands can be observed 
that correspond to structures within the tissue, but the polarization properties cannot 
be measured without taking a polarization difference image. For conventional polari- 
zation difference imaging, a subtraction of the co-polarized image (figure 5.8a) and 
the cross-polarized image (figure 5.8b) does not provide a useful image for quantify- 
ing the polarization properties of the tissue owing to the presence of reflections in the 
image. The RON linear dichroism image (figure 5.8d) is obtained by subtracting and 
normalizing the figures 5.8b and 5.8c and demonstrates the sensitivity to the polariza- 
tion properties of the underlying tissue while remaining insensitive to surface reflec- 
tions. As the underlying tissue contains highly organized fibrous tissue, the polariza- 
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tion difference image (figure 5.8d) reveals an image which represents the linear di- 
chroism measured with the absolute of the mean value of 0.05. If the tissue exhibits 
no polarization changes then figure 5.8d would be uniformly zero. 
Figure 5.9 shows the same image format as those shown in figure 5.8 but from a 
chicken breast. The images in the figure provide the same main features as those ana- 
lysed in figure 5.8. The polarization difference image (fig 5.9d) provides the absolute 
of the mean value of 0.026, which is smaller than that provided from figure 5.8d. This 
indicates that chicken breast is not as highly organized as bovine tendon. 
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Figure 5.9: illustration of' chicken breast images taken with illumination / detection 
polarized at a) 00 / 00, b) 0° / 90° and c) 90° / 0°. d) is the ROPI linear dichroism im- 
age combined from b) and c). Each image is 9mm(H) x 7mm(V). 
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In order to provide an indication of the dynamic range of'the system. the normalized 
polarization difference images obtained by using the ROP! technique fier another ho- 
vine tendon, lamb tendon, another chicken breast and human skin are shown in figure 
5.1 Oa-5. I Od respectively. These images represent the polarization properties of' the 
underlying tissues and the absolute of the mean polarization difference value within 
those tissues shown in the figure are 0.07,0.03,0.027 and 0.013 respectively. To pro- 
vide a comparison, the same absolute mean value for a polystyrene microsphere solu- 
tion which is a non-polarizing sample and hence does not contain any polarization 
properties is 0.003. (The polarization difference image of' the microspheres is not 
shown here. ) 
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Figure 5.10: Jllusirutiun uJ ROOT nurnºli: ed polarization clº//cvcncr 0/ tº. csºu uºrý{ýý. ý 
u) bovine tendon, h) lamb tendon, c) chicken breast, d) human le, t thumb inner skin. 
Each image is 9mm(H) x 7mm(V). 
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5.2.3 Scaffold Experiments of Linear Dichroism 
Measurements 
In this subsection, a further initial demonstration of the feasibility of applying ROPI 
in practice is provided. This involves preliminary measurements of the linear dichro- 
ism of a tissue engineered tendon specimen orientated at 0° and 90°. These are mainly 
used to demonstrate how the linear dichroism measurements vary with the change of 
sample orientation in practice. 
The illumination / detection pairs linearly polarized at 0° / 90° and 90° / 0° are used to 
perform the measurements with the setup shown in figure 4.1 in chapter 4. The 
specimen is provided by The University of Keele. It is made of rat tenocytes seeded 
on an aligned collagen [type I scaffold hydrogel (20mm x 20mm x 6mm)], plastic 
compressed into a sheet and rolled into a Swiss roll-shape. There are two cuvettes 
used in experiments. One is used to keep the specimen in saline and the other one 
contains a scattering medium and is used to provide more backscattered photons. The 
scattering medium is the same as that applied in the phantom experiments and sits be- 
hind the specimen cuvette with the specimen at the working distance of the objective. 
The experimental results are shown in figure 5.11. The images in columns I and 2 
represent the horizontal and vertical measurements of the sample respectively. The 
reason for rotating the sample is to ensure that changes in dichroism were due to the 
specimen. Images in rows are obtained with the illumination / detection linearly polar- 
ized at 00 / 900 while the images in row2 are at 900 / 0°. Images in row3 represent the 
linear dichroism of the specimen obtained by combining the images from row, and 
row2 following equation 2.25. Each image shown in the figure is averaged from 10 
single images taken sequentially with an integration time of I OOms and corresponds to 
Applied Optics 
Department of Electrical and Electronic Engineering 
t 
Chapter S: RON Experiments in Standard Mode 142 
an area of 9mm(H) x 5.5mm(V). The calibration routine for non-uniform illumination 
(subsection 4.2.2, chapter 4) is applied to the images. 
Figure 5.11: ROPI linear dichroism measurements of a tissue engineering tendon 
specimen orientated horizontally (column j) and vertically (column2). Illumination / 
detection polarized at row! = 0° / 900 and row2 - 90° / 00. Row3 are the linear dichro- 
ism images calculated as (rowrrowi) / (row2+rowi). Each image is 9mm(H) x 
5.5mm(V). 
Although it is not obvious from figure 5.11, for the case of vertical measurement 
(column 2), the contrast of the ROPI image in row, is greater than that in row2 and 
vice versa for the case of horizontal measurement (column 1). These are because the 
orientation of the specimen is co-aligned to the detection in column 2 while it is cross- 
aligned to column 1. This matches well with the expectation based on the theoretical 
investigation in chapter 2. 
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The mean linear dichroism value obtained for the horizontal specimen position is 
0.0045 and 
-0.0049 for the vertical case. The values change from positive to negative 
whilst remaining similar in absolute value. This shows a good agreement with the 
theoretical expectation as only the specimen orientation is changed between the two 
measurements. However, comparing these values with those discussed in subsection 
5.2.2, the values here are only slightly higher than that in the microsphere solution 
(0.003) which contains no polarization properties and are much smaller than those in 
the real tissues (0.013-0.07). These values indicate the specimen only contains a very 
small amount of linear dichroism. This was confirmed through discussion with the 
University of Keele. 
5.3 Experiments in Transmission Mode 
As ROPI in transmission mode is not preferred in practical applications, in this study, 
experiments in this mode are only performed for further evaluation of the technique. 
As shown in chapters 2 and 3, the measurement of linear birefringence of a target 
within a scattering medium is difficult to perform in reflection mode. This is due to 
the measurement requiring back-illumination with a linear polarization state, which is 
difficult to achieve in reflection mode, as backscattered photons are randomized with 
scattering. In this section, in order to experimentally complete the evaluation of the 
investigations presented in chapters 2 and 3, both the ROPI measurements of linear 
birefringence without and with a scattering medium are presented in transmission 
mode. This setup is used to simulate back-illumination of a birefringent target in re- 
flection mode. The target is placed on the output surface of the cuvette and by varying 
the amount of scattering in the medium, the amount of polarized light back- 
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illuminating the target can be modified. In the extreme cases, the experiments without 
a scattering medium in subsection 5.3.1 show completely polarized back-illumination 
and demonstrate how linear birefringence can be measured with ROPI. The experi- 
ments with a scattering medium in subsection 5.3.2 show completely un-polarized 
back-illumination and the simulations (chapter 3) are confirmed experimentally. 
5.3.1 Experiments of Linear Birefringence Meas- 
urements without a Scattering Medium 
In this subsection, based on the principles generated in chapter 2, the ROPI experi- 
ments performed to measure linear birefringence of a retarder without a scattering 
medium using the standard setup shown in figure 4.16 in chapter 4 are presented. 
These involve the target orientated at 0°, 11.25° and 22.5° with the illumination / de- 
tection pairs polarized at 45° / 1350 and 0° / 90°. The target is a HWP which provides 
a retardance of 180° and is 25.4mm in diameter. These measurements should provide 
linear birefringence values varying from the maximum (i. e. 1) to the minimum (i. e. 0). 
The experimental results are provided in figures 5.12 and 5.13. 
Figure 5.12 shows the measurement images. Rows I to 3 represent the measurements 
of the target orientated at 0°, 11.25° and 22.5° respectively. The first column shows 
the images taken with the illumination / detection linearly polarized at 45° /135° and 
the second column shows the images taken at 0° / 90°. The third column shows the 
normalized linear birefringence images obtained by combining the images in columns 
I and 2 following equation 2.35 [i. e. (column, 
- 
column) / (column, + column2)]. 
Each image in the figure is averaged from 10 single images taken sequentially with an 
integration time of 300ms and corresponds to an area of 9mm(H) x 7mm(V). 
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Figure 
. 
x. 12: Images OJ'ROPI linear birefringence measurements of a 11W? orientated 
at rows Ito 3= 00,11.25° and 22.5°. Illumination / detection polarized at column! = 
450 / 135° and at column? = 0° / 90°. column3 = (columns 
- 
column2) / (columns + 
column? ). Each image = 9mm(H) x 7mm(V). 
In figure 5.12, as the illumination size (about 7.5mm in diameter) is smaller than the 
target (25.4mm), the photons detected are all filtered by the target. The ring seen in 
the images represent the detection aperture of the system. From top to bottom, the 
contrast of the images in column, reduces as the target orientation varies from 0" to 
22.5°. This is due to the polarization state of the illumination after passing through the 
target becoming more and more cross-aligned to the detection. On the other hand, the 
contrast of the images in column2 increases is because the illumination polarization 
states after the target become more co-aligned to the detection. The images in col- 
umn3, which represent the linear birefringence, vary from bright to dark and indicate 
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that the measurement values obtained vary from high to low. This qualitatively shows 
a good agreement with the expectation as discussed. 
Figure 5.13 is the average line scan on they axis of the images over rows 200 to 600 
in column; in figure 5.12. These quantitatively represent the ROPI linear birefrin- 
gence obtained. As shown, the values reduce from approximately I to 0 as the target 
orientation changes from 00 to 22.5°. Although the variation is not ideal, as expected, 
it is considered a reasonable match as the values differ from the ideal ones by about 
0.05 at maximum. The differences are believed to be because the target orientation is 
not controlled precisely enough as the rotating mount used for the target is only accu- 
rate down to around 2". The negative values in the 22.5° measurement case further 
indicate that the target orientation is not located precisely and the intensity of the sub- 
tracted image in column2 is bigger than that in column,. 
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Figure 5.13: Average line scans on they axis of the ROPN linear birefringence images 
at different orientations (i. e. images in column3 in figure 5.12). 
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5.3.2 Experiments of Linear Birefringence Meas- 
urements with a Scattering Medium 
This subsection shows experimentally the difficulty of measuring linear birefringence 
within a scattering medium for comparison with section 3.4. This involves measuring 
linear birefringence of a HWP located in front of a scattering medium and orientated 
at 0° using the standard setup shown in figure 4.16. The illumination / detection pairs 
are linearly polarized at 45° / 135° and 0° / 90°. The scattering medium and HWP are 
those discussed in section 4.3 in chapter 4. 
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Figure 5.14. De monstratio " of a linear hire firingence measurement of a HWP located 
in front of a scattering medium and orientated at 0°. a) imaging with the illumination 
/ detection polarized at 0° / 90° and b) at 450 / 135°. c) the image of birefringence 
combined by a) and b). d) the average line scan on the y axis of the image in c). Each 
image is qmm(H) x 7mm(V). 
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In figure 5.14, a) is the image taken with the illumination / detection polarized at 0° / 
90° and b) is the image taken at 45° / 135°. c) is the linear birefringence image ob- 
tained by combining a) and b) using equation 2.35. Figure 5.14d) is the average line 
scan on the y axis of the image over rows 200 to 600 in c), which quantitatively repre- 
sents the linear birefringence measured. Each image corresponds to an area of 9mm(H) 
x 7mm(V). As the figure shows, as expected, by comparing to those obtained from 
MC simulations (figure 3.14, chapter 3) in terms of quality and quantity, similar im- 
ages and values of linear birefringence are observed. These clearly indicate ROPI ex- 
periments of measuring linear birefringence underlying a scattering medium cannot 
be performed when the back-illumination is randomly polarized. 
5.4 Discussion and Summary 
In this chapter, the experiments performed to study ROPI using the standard (GT po- 
larisers based) system described in chapter 4 in both reflection and transmission 
modes were presented. As ROPI in reflection mode is preferred in practical applica- 
tions and mainly evaluated in this study, most of the experiments were performed in 
this mode. Only the experiments that cannot be performed in reflection mode were 
investigated in transmission mode to complete the evaluation of ROPI. 
Section 5.2 presented the ROPI experiments in reflection mode. Firstly, in order to 
evaluate the investigations discussed in chapters 2 and 3, quantitative phantom meas- 
urements of linear dichroism of a polarizer embedded within a scattering medium at 
different depths were provided. Secondly, in order to demonstrate initially the feasi- 
bility of applying ROPI in practice, preliminary measurements of linear dichroism of 
different real tissues (bovine tendon, lamb tendon, chicken breast and human finger 
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skin) and a tissue scaffold (tissue engineered tendon) orientated in two orthogonal di- 
rections were provided as well. Section 5.3 presented the ROPI experiments of meas- 
uring linear birefringence of a HWP without and with a scattering medium in trans- 
mission mode. The experiments without a scattering medium demonstrated how linear 
birefringence can be measured with ROPI. The experiments with a scattering medium 
show the difficulty of measuring linear birefringence with ROPI experimentally. 
For the phantom linear dichroism measurements, qualitatively, the images and values 
over the target depth range show good agreement to those obtained by MC simula- 
tions (chapter 3). However, quantitatively, the linear dichroism values are still consid- 
erably smaller than the simulations. This is due to the effects of surface reflections 
and side contributions which will be discussed in detail in chapter 7 when further 
comparisons of all the ROPI results are provided. 
In addition, it is important to consider how well the phantom experiment and its asso- 
ciated model represent real world applications. The phantom study in reflection mode 
indicates that the ROPI technique can provide sensitivity to polarizing targets down to 
a depth of 17mfps. For typical tissue parameters (95) this corresponds to a depth of 
1.7mm within tissue, which falls within the correct depth range for polarized light 
measurement of tissue (95). Of course, the phantom represents the case of an isolated 
polarizing target embedded within a scattering medium. This is a reasonable ap- 
proximation in capillaroscopy in the case of imaging isolated red blood cells in rela- 
tively homogeneous tissue for assessment of linear dichroism within cells for applica- 
tions such as sickle cell anaemia monitoring(6 101). It is also reasonable for applica- 
tions such as targets located in turbid water or in fog (78) (although in both applications 
the target will have less polarization contrast than an isolated polarizer). 
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However in other applications such as the monitoring of collagen alignment within 
tissue, the situation will be more complicated as the entire volume probed by the light 
will affect the polarization. It will be the subject of future work to develop an inver- 
sion algorithm based on an appropriate model of the forward problem such as that de- 
veloped by Wang and Wang (69). This algorithm will need validation through compari- 
son with histology. Even without such an algorithm, the technique provides an indica- 
tion of collagen alignment as demonstrated by the images shown in subsection 5.2.2, 
which show polarization difference values for different types of tissue ranging from 
0.07 for fibrous tendon down to 0.003 for a microsphere suspension. Through calibra- 
tion with histology such measurements could be useful for monitoring growth of tis- 
sue in bioreactors. 
For the preliminary measurements presented in subsections 5.2.2 and 5.2.3, first of all, 
it can be observed that the values taken from different bovine tendons vary from 0.05 
to 0.07. This is due to the fact that the polarization properties of underlying tissues 
measured by ROPI are dependent on the tissue alignment direction. In order to have 
the maximum measurement, the axes of the tissue have to be properly aligned with 
those of the illumination or detection. Secondly, it should be pointed out that: 
1) The tissue engineered tendon results are consistent with those obtained by using 
the technique of polarization sensitive optical coherence tomography (PSOCT). 
When PSOCT was applied to the same samples, the images demonstrated that the 
generation of a polarization difference image depends on the density of aligned 
collagen fibers and only very weak polarization difference signal can be measured 
(102) PSOCT has the advantage that depth resolved measurements can be obtained; 
however, ROPI offers a simpler imaging system. 
2) The real tissue results have not been validated using independent measurements or 
histology and this will be a subject for future research. They are very preliminary 
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and are shown mainly to provide an indication that the ROPI technique is sensi- 
tive to the polarizing properties of the underlying tissue. 
3) As discussed in chapter 1, if imaging the alignment of fibrous tissue can be 
achieved then there will be many uses such as monitoring the healing state of 
burns and wounds. The results in this thesis demonstrate that the technique has 
potential but that the method is still far from meeting clinical needs. Further inves- 
tigations of real tissues' physical and optical properties such as collagen alignment, 
structures and scattering are necessary in the future research towards taking ROPI 
into clinical applications. Furthermore, an accurate inversion algorithm still needs 
to be developed. 
4) Strictly speaking, the use of Mie scattering as a tissue model may not be accurate 
as the Mie scattering conditions such as the assumption that the particles are 
spherical and widely separated are not present in real tissue. However, it is a rea- 
sonable simulation method for the tissue phantom studies in which spherical parti- 
cles are used. In addition, as a first approximation, it is a widely used simulation 
method for light propagation in tissue (95). Development of a more accurate simu- 
lation model for tissue will be one of the future challenges for the biomedical op- 
tics research community. 
5) ROPI has the potential to measure the linear dichroism of tissue. Further clinical 
studies will be required to determine whether this is a useful clinical parameter by 
evaluating whether it correlates with, for example, the ability of a wound to heal 
without a skin graft. The mean linear dichroism across the target has been chosen 
in the tissue phantom studies to reduce the effects of noise. This measurement has 
been extended to the preliminary tissue experiments and provides an indication of 
the dichroism across a sample. This may be a useful parameter is some applica- 
tions e. g. to provide an overall indicator of the alignment of an engineered tissue 
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in a bioreactor. However, many clinical applications will benefit from imaging the 
spatial alignment of collagen. 
6) It has been reported previously that rotation of the analyzer may result in a spatial 
shift of the images in different polarization states (100). In order to investigate 
whether the images are correctly aligned in different polarization states, a test ex- 
periment is performed by imaging a semi-infinite wide absorber in transmission 
mode. By using the setup shown in figure 4.16, the illumination was polarized at 
45° and two images were obtained with the detection polarization states at 0° and 
90° respectively. The line scans (averaged along the rows) of the images around 
the target edge are shown in figure 5.15. As the figure shows, although it is clear 
that the alignment between those two images is very precise as the edge of the ab- 
sorber from the red and blue lines are almost accurately overlapped; there is still a 
very little misalignment between the ROPI images. A further detailed investiga- 
tion is required. The intensity difference between the red and blue lines in the 
background area might be due to the polarization states being not accurately 
aligned: however, it allows the alignment problem to be initially investigated. 
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. 
5.15: Average line scans cif the alignment testing images of an absorber, 
which were obtained in transmission mode with illumination polarized at 45° and de- 
tection at 0° and 90°. 
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For the linear birefringence measurements, the phantom study in transmission mode, 
the MC simulations in chapter 3 and the theoretical Mueller calculus in chapter 2 all 
indicate that the ROPI technique can be applied for achieving the quantity measure- 
ments only if the polarization state of the back-illumination is the same as the original 
illumination before passing through the target. This has been found to be too difficult 
to be performed in the reflection mode. However, according to previous studies (79), it 
has been shown that linearly polarized light can probe depths of 34mfps and that 
deeper propagation (I02mfps) can be obtained with circularly polarized light. It is also 
interesting to note that aligned structures such as chicken breast may allow polarized 
light to propagate even further (103), thereby allowing monitoring of birefringence at 
greater depths than that could be obtained in homogeneous scattering media. 
In conclusion, the theoretical and simulated ROPI investigations presented in chapters 
2 and 3 have been studied experimentally in this chapter. The preliminary ROPI 
measurements of different real tissues and a tissue scaffold have been demonstrated. 
Rotating both the illumination and detection polarization states to maintain orthogonal 
detection allows polarization sensitive measurements of the underlying tissue to be 
obtained that are free from surface reflections. These reflections can be from the air- 
tissue interface and also from optical components within a co-axial imaging system. 
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6.1 Introduction 
One important aspect of successfully applying ROPI is the precise orientation of both 
input polarization states and analysers. This includes maintenance of the orthogonality 
of illumination and detection. As shown in chapter 4, the standard phantom experi- 
mental setup is based on the use of Glan-Thompson (G7) polarisers with the polariza- 
tion states being manually controlled. Although the rotating mounts used to hold the 
polariser and analyser can be precisely controlled to within 5" (i. e. 0.083°), there are 
still unavoidable errors due to the accuracy and precision achievable. To a degree, 
these issues could be addressed through application of motorized stages. In addition, 
as shown in figure 5.15, there is also a potential error due to the displacement of the 
images before subtraction arising from slight changes in the optical path (10°). This 
could be overcome by applying software based image alignment algorithms (104). 
However, neither motorized stages nor post-capture correction provides an ideal solu- 
tion that could be applied easily in clinical practice. 
In order to enhance the performance of the technique, a modified approach based on 
liquid crystal variable retarders (LCVR) that permits easy control, in terms of the 
automatic rotation of the polarization states of the illumination and detection, is inves- 
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tigated. The LCVR based system has no mechanical moving parts and has advantages 
in terms of its ease of use, speed, repeatability and elimination of errors due to both 
misalignment of the images and manual alignment. Furthermore, the modified ap- 
proach is an important step towards taking the technique into routine clinical use. 
The incorporation of LCVR into polarization microscopy has been an important de- 
velopment in the field of microscopy. For example the LC Polscope (100) has been 
demonstrated to provide results that compare well with conventional polarization mi- 
croscopy and has resulted in a commercial device that has found widespread applica- 
tion (105; 106 The main objective of this chapter is to investigate whether the LCVR 
based system is suitable for ROPI by performing comparisons with the previous sys- 
tem and MC simulations and allow the technique to become more robust and widely 
used. The phantom experiments in reflection mode described in chapter 5 are repeated 
with a detailed comparison presented in chapter 7. 
Within this chapter, section 6.2 describes the LCVR devices and demonstrates the 
principles of operation over the full range of linear polarization states. The experi- 
mental system and related calibration is described in section 6.3. Measurement results 
are provided in section 6.4, followed by discussion and summary in section 6.5. 
6.2 Linear Polarization Operations with 
LCVR 
In this section, a preliminary study of the LCVR device is provided. Firstly, the LCVR 
device is introduced; secondly, the principles of controlling the full range of linear 
polarization states using the LCVR device are demonstrated schematically and 
mathematically. 
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6.2.1 Introduction of LCVR 
Before introducing LCVR, general retarders along with their effect on linearly polar- 
ized light are briefly introduced (more details about these can be found elsewhere (86) ). 
A retarder (or waveplate) is an optical device that resolves a light wave into two or- 
thogonal linearly polarized components (s- and p-component) and produces a phase 
shift which is also specified as a retardance (b) between the components. The phase 
shift is caused mainly by the orthogonal components being transmitted through the 
retarder with different velocities since retarders have different refractive indices (nt 
and no) in orthogonal directions known as the fast and slow axes respectively. In addi- 
tion, the phase shift also depends on the thickness of the retarder (d) and the wave- 
length of incident light (A). The equation for calculating a phase shift (or retardance) 
of a light wave transmitted through a retarder is given by equation 6.1. 
8 
=Ins-nId/d (6.1) 
The resulting light wave generally has a different polarization state that depends on 
the phase shift produced between the orthogonal components and the angle between 
the retarder fast axis and the input plane of polarization. Table 6.1 provides an over- 
view of different polarization states that could be obtained from horizontal linearly 
polarized input light over the full range of variations of retardance that could be ap- 
plied for the retarder. 
Ideally, retarders do not polarize and also do not induce an intensity change in the 
light wave; they just change its polarization state due to the phase shift generated. 
Therefore, a retarder can be used to change the polarization state of input light. How- 
ever, as a retarder normally only has one fixed retardance, it is only able to change the 
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input polarization from one state to another fixed state under the same orientations. 
Hence, it is difficult to change the retardance and hence change the input polarization 
state during the experiment, which is an essential condition for applying ROPI as at 
least two orthogonal linearly polarized inputs are required. Thereby, LCVRs or phase 
modulators which have the ability of electrically and sequentially controlling phase 
delay in the propagating light are introduced for this study. 
Linearly Polarized Input Retardance Polarized Output 
. 
--ý ßi14 <6< ý12 
. 
-ý ö= u4 
----= 
0< 8< V48 
=o 
Table 6.1: Output polarization forms from different retardance values of a retarder 
with a horizontal linearly polarized input. 
LCVRs are solid-state, real-time, continuously and electrically variable waveplates 
which are made by placing a thin nematic liquid crystal layer between parallel win- 
dows spaced a few microns apart as illustrated in figure 6.1(107). Nematic liquid crys- 
tals are materials whose effective birefringence (i. e. the difference between two re- 
fractive indices in orthogonal directions) can be changed by varying an applied volt- 
age. The retardance of a LCVR can be altered continuously from 0-wave to full-wave 
by applying a variable low voltage (e. g. =6.5 V and 1.4 V for 0- and full-wave respec- 
tively) waveform, thus altering the polarization state of the transmitted light. 
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Figure 6.1 (107): Liquid Crystal Variable Retarder construction showing molecular 
alignment (a) without and (h) with applied voltage. ITO represents Indium Tin Oxide. 
Figure 6.1 shows the structure before and after applying a voltage to one of the most 
commonly used LCVRs made by Meadowlark Optics. As the figure shows, a LCVR is 
constructed using optically flat fused silica windows coated with transparent conduc- 
tive Indium Tin Oxide (ITO) which is specially designed for maximum transmission 
for the wavelength region from 450nm to 1800nm. A thin dielectric layer is applied 
over the ITO to provide for liquid crystal (LC) molecular alignment. Finally, the two 
windows are then aligned and spaced a few microns apart and the cavity is filled with 
birefringent nematic LC material. As shown in figure 6. la, with no voltage applied, 
the LC molecules lie parallel to the windows and maximum retardance is obtained. 
However, as shown in figure 6.1 b, when a voltage is applied, the LC molecules begin 
to tip towards the direction perpendicular to the silica windows. As the voltage in- 
creases, the LC molecules tip further causing a reduction in the effective birefringence 
and hence, retardance. 
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In addition to the drive voltage applied, the retardance also depends on the operating 
wavelength and temperature. Therefore, to precisely obtain a particular retardance, it 
is important to consider these effects with calibration often employed. By combining 
the use of LCVRs with other optical components, it is possible to implement electri- 
cally controllable linear polarization rotation over the full range, as required for ROPI. 
6.2.2 Full Range Linear Polarization Operations 
An optical arrangement applied for electrically controlling linearly polarized light 
output in the full range from 0° to 90° from a randomly polarized input light source is 
shown in figure 6.2. As can be seen, in addition to the LCVR, a fixed linear polarizer 
(LP) and a fixed quarter-waveplate (QWP) are also required. The position and orienta- 
tions of the components are determined using Mueller calculus. The LCVR is located 
in the middle between the LP and the QWP. The slow axis of the LCVR is orientated 
at 45° to the fast axis of the QWP and the LP is orientated in parallel to the fast axis of 
the QWP. It is also possible to orientate the LP perpendicularly to the fast axis of the 
QWP; in this case, the polarization of output will be varied from 90° to 0° rather than 
from 0° to 90°. 
As shown in figure 6.2, the LP is first applied to linearly polarize the randomly polar- 
ized input light; the LCVR is then used to convert the linearly polarized light to ellip- 
tically polarized in different forms depending on the retardance applied; and finally 
the QWP transforms the different elliptical polarizations to linear polarizations. With- 
out manually rotating any of the components in the arrangement, the output polariza- 
tion can be linearly rotated over the full range from 00 to 90° by electrically control- 
ling the retardance of the LCVR from half-wave to 0-wave. 
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Figure 6.2: Schematic representation of the means of generating the full range linear 
polarized light from a randomly polarized input by applying a LCVR. 's' andfre- 
spectively represent the slow and_ fast axes of the devices. 
By representing the arrangement mathematically using Mueller calculus, it can be di- 
rectly verified that if the LCVR is set with retardance of 0° (i. e. 0-wave), the randomly 
polarized input light will become vertical linearly polarized after passing through the 
LP, and maintain this state after passing through the LCVR and QWP as both the 0- 
waveplate and the QWP (whose fast axis is orientated at 0° with respect to the polariz- 
ing direction of input) will not affect the polarization state. If the LCVR is set with a 
retardance of 180° (i. e. half-wave), the final output will be horizontally linearly polar- 
ized as the input becomes vertically linearly polarized after the LP, then horizontally 
linearly polarized after the half-wave plate and is maintained horizontally linearly po- 
larized again after the QWP (as the linear polarization will not be changed as the fast 
axis of the QWP is orientated at 90° to the polarizing direction). If the LCVR is set 
with a retardance of 90° (i. e. quarter-wave), the final output will be 45° linearly polar- 
ized as the input is vertically linearly polarized after the LP, then circularly polarized 
after the first QWP (as its fast axis is orientated 45° to the input linear polarization 
direction), and finally 45° linearly polarized after the second QWP (as the fast axes of 
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the QWPs are orientated 45° apart). The Mueller calculus for the generations of other 
states from the arrangement is shown in appendix D. 
LC VR as X or 900 
a/2 plate 
Internal 
Entrance Output 450 
Polarizer Polarization I 
Sf 00 
Randomly '-- 
Polarized Alternative 
Input Output 
Polarization 
Control 
Voltage 
Figure 6.3: Schematic representation of the generation of either horizontally or verti- 
cally linear polarized light from a randomly polarized input by applying a LCVR. 's' 
and 1' respectively represent the slow and fast axes of the device. 
For a simple case where only the generation of horizontally or vertically orientated 
linearly polarized light is required from a randomly polarized input, a simple ar- 
rangement modified from the previous arrangement shown in figure 6.2 can be used 
as given in figure 6.3. This arrangement is identical to that in figure 6.2 but without a 
fixed QWP. The alternative orthogonal linearly polarized output can be simply 
achieved by using the LCVR as either a half-waveplate or a 0-waveplate (or k- 
waveplate). 
As described in chapter 1, for the ROPI phantom experimental studies, as the polari- 
zation state of the target within the scattering medium is known, only two pairs of or- 
thogonal linearly polarized illumination / detection are required to complete a single 
measurement. Therefore, for the phantom experimental studies presented in this chap- 
ter, all of the experiments are performed using the arrangement of polarization optics 
Applied Optics 
Department of Electrical and Electronic Engineering 
Chapter 6: ROPI Phantom Experiments in Liquid Crystal Mode 162 
shown in figure 6.3. However, for the general case that the polarization state of the 
target is unknown, as at least three pairs of orthogonal illumination / detection are re- 
quired. Therefore, the arrangement described in figure 6.2 is required. 
6.3 Characterization of the LCVR Based 
ROPI Phantom Experiment System 
This section describes the characterisation of the LCVR based ROPI experimental 
setup in reflection mode. As a similar setup has been presented in detail in chapter 4, 
the description and calibration will mainly concentrate on the differences between the 
two systems. 
6.3.1 Design of Experimental Setup 
The LCVR based experimental setup is shown in figure 6.4. Pictures showing the ac- 
tual setup along with the LCVRs are given separately in appendix C. The only differ- 
ence between figure 6.4 and the previous setup (figure 4.1), where control of the po- 
larization states is manual, is the application of LCVRs. 
Comparing figure 6.4 and figure 4.1, the difference in the illumination arm is that the 
HWP in figure 4.1 is replaced by a variable retarder (LCVR1) in figure 6.4. In the de- 
tection arm, there is an extra variable retarder (LCVR2) inserted between the BS and 
the GT polarizer. The orientations of both LCVRs are set so that the fast axes are lo- 
cated at 450 with respect to the polarizing directions of the linear polarisers. 
With this setup, there are two ways to set the retardance of the LCVRs in order to gen- 
erate two orthogonal linearly polarized illumination / detection pairs dependent on 
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Figure 6.4: ROPI experimental setup in reflection mode for studying phantoms using 
a LC'VR. 1) Ground glass rotating diffuser, 2) Positive achromatic doublet lenses, 3) 
Glan- Thompson polarisers, 4) Infinite conjugate microscope objective, 5) Cube beam 
Splitter, 6) Iris diaphragm, 7) LCVR, 8) Sample. 
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how the axes of the linear polarisers are orientated. With both the polarisers set co- 
polarized to each other (either both are polarized horizontally or vertically); both 
LCVRJ and LCVR2 can be set as either a ? J2-waveplate or a ?. 
-waveplate but have to 
be different from each other. Alternatively, with both the polarisers set cross- 
polarized to each other (either both are cross-polarized from horizontal to vertical or 
vice versa); both the LCVR, and LCVR2 have to be set as either a A/2-waveplate or a 
?. 
-waveplate simultaneously. However, as the laser applied is vertically polarized, the 
polarizer in the illumination arm has to be polarized in a vertical direction in order to 
transmit illumination from the light source. Thereby, the first arrangement with both 
polarisers set vertically polarized is used in this study. 
1.2 LCVRI 
LCVR2 
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Figure 6.5: Performance of the LCVRs applied in the study versus applied modulation 
voltage at a wavelength of 632.8nm and room temperature according to the supplied 
datasheet from the manufacturer. 
The LCVRs used (Meadowlark Optics LVR-0.7), are driven with a 2kHz square-wave 
voltage, with the retardance controlled by changing the amplitude of the signal over 
the range from I to 20V. Retardance is affected by the operating wavelength and tem- 
perature and according to the datasheet, the overall retardance of a LC VR decreases 
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with increasing temperature by approximately 0.4% per °C. The retardance versus 
voltage curves of the LCVRs applied in the study at a wavelength of 632.8nm and 
room temperature are supplied by the manufacturer and shown in figure 6.5. It can be 
seen that the performance of the LCVRs are slightly different but that the retardances 
from both curves cover the range from almost a 0-waveplate to more than a full- 
waveplate. These are sufficient for providing the horizontal and vertical polarization 
states required for the phantom experimental studies. The 0-waveplate is required if 
the full range linear polarization from 0° to 180° is required. 
The ability of the LCVRs to achieve retardances of a half wave and full wave were 
tested. Overall, the voltages that have to be applied to both retarders to obtain the 
specified retardance are not significantly different from the retardance-voltage curves 
supplied by the manufacturer. However, it is confirmed that temperature affects the 
retardances obtained, as the voltages applied vary temporally. Therefore, it is neces- 
sary to calibrate the system each time experiments are performed and constant tem- 
perature operating environments are strongly recommended. Calibration details are 
given in the next subsection. 
The characteristics, indicating retardance, for LCVRJ is shown in figure 6.6. The re- 
sult for LCVR2 is not shown as it is almost identical. The testing was implemented 
using the arrangement shown in figure 6.3 with a linear polarizer used to analyze the 
output polarization. With the retarder set to a half- and a full-waveplate (2.310V and 
1.436P) sequentially, the analyser is rotated from 0° polarized to 180° polarized with a 
step size of 10°. As the figure shows the intensities measured for both cases vary sinu- 
soidally as expected, and in anti-phase to each other. This indicates the retarder is per- 
forming well as the specified waveplates. Furthermore, from the measured values, the 
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extinction ratio calculated from minimum / maximum is approximately 4x 10-4. Al- 
though this rejection (value) is not as low as that provided by the GT polarisers ap- 
plied in the previous setup, it is still sufficient for the experiments as the sensitivity of 
the CCD limits the rejection ratio to about 10-`, as discussed in chapter 4. 
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Figure 6.6: Testing performance of the LCVRI as a half-waveplate (2.31OV) and a 
full-waveplate (1. 
-136V) through the arrangement shown in figure 6.3 with an ana- 
lyser applied to analyse the output polarization. 
6.3.2 Calibration of the System 
One of the key factors in achieving optimum ROPI system performance is to control 
the orthogonality of the illumination and detection channels. Theoretically, this 
should be easy to achieve by simply using a pair of cross polarised linear polarisers. 
However in practice, experimental errors; as discussed in chapter 4; are unavoidable 
and calibration to obtain the optimum polarization states for the illumination and de- 
tection within the system is required. 
For the LCVR based system, the calibration described in chapter 4 is essential. For the 
system using GT polarisers, calibration of the system is only required once; however, 
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for the LCVR based system, as the retardance is temperature dependent, calibration of 
the system is required each time the system is used (unless the system is located in an 
environment under a constant temperature). Although this is inconvenient for these 
experiments, it is not a problem that cannot be overcome and therefore it is worth pur- 
suing as it is an essential step towards clinical application. 
As discussed, only linear polarization states at 0° and 90° are suitable for the phantom 
experiment studies in this work due to restrictions imposed by the beam splitter. As 
the target polarization state within the medium is known, only illumination / detection 
pairs orthogonally polarized at 0° / 90° and 90° /0° are required to implement each 
measurement. Therefore, for the LCVR based system, the calibration is performed to 
set the LCVR voltages corresponding to these polarization states at the beginning of 
each experiment. 
By replacing the sample with a mirror in the setup shown in figure 6.4, the polariza- 
tion states for illumination and detection are obtained in sequence by changing the 
retardance of the LCVRs step by step until the minimum intensities in the CCD posi- 
tion are obtained. The calibration results are summarily shown in table 6.2 and are 
compared with those obtained from the standard mode from table 4.2. The rejection 
ratios in both cases are worse in the LCVR based mode. This is possibly due to the 
retardance being temperature dependent and the fact that the voltages applied are not 
controlled precisely enough as the voltage resolution provided by the controller is 
only 1mV. It was also found that the orientation of the LCVR optical axis varies with 
varying voltage and the retardance with time has a small drift under a constant drive 
voltage (108). Any of these will result in the LCVRs not behaving as X/2- and X- 
waveplates precisely, which will reduce the rejection ratio significantly. 
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Finally, although the rejection ratios from the LCVR based system are worse than 
those from the GT polarizer based system, it is still sufficient for the experiments. 
This is due to the sensitivity of the CCD which, calculated as the inverse of the SNR, 
is about 10-2 and hence dominates the contributions to the rejection ratio of the system 
in the sense of Az + B2 
, 
where A and B are the errors from LCVRs and CCD respec- 
tively. 
Linear Polarization States (illumination / detection) 
Parameters 
00/900 900/00 
Illuminations 2.3 54 V (as )J2) 1.447V (as 7,. ) (GT1 at 90° + LCVR1) 
Detections I 1.464 V (as X) 2.301 V (as V2) (LCVR2 + GT2 at 90°) 
Rejection Ratio (x 10-3)) 0.531 vs. 1.89 0.578 vs. 1.91 (GT mode vs. LCVR mode 
Table 6.2: Calibration results of linear polarization states applied for illumination 
and detection with the LCVR based ROPI experimental system. 
6.4 LCVR Based Phantom Experiments 
In this section, ROPI experimental phantom studies using the LCVR based system are 
presented. To evaluate the performance, the linear dichroism measurements described 
in chapter 5 are repeated. This involves quantitative measurements of the maximum 
linear dichroism of a target orientated at 0° and located at depths of 0,2,5,10,12,15 
and 17mfps within a scattering medium in reflection mode. 
The procedures followed are the same as those described in chapter 5. The routine 
used to calibrate non-uniform illumination is applied and the quantities of the meas- 
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urements are calculated using equation 2.25. The scattering medium used for these 
experiments is the same as that specified in table 4.1. The target is also the same as 
the one applied previously with a slight difference in dimensions which are 0.75mm 
thick with 8.5mm long and 0.85±0.05mm wide. 
6.4.1 Results 
The LCVR based system shown in figure 6.4 was used to perform reflection mode 
ROPI measurements of linear dichroism of a polarizing target at different depths 
within the scattering medium. The experimental results are presented in figures 6.7- 
6.10 and the images shown are generated with calibration for non-uniform illumina- 
tion as described at the beginning of the section. 
Figure 6.7 shows the ROPI images formed with the polarization axis of the illumina- 
tion orientated vertically (i. e. 90°) and that of the target orientated horizontally. The 
target depths are 0,2,5,10,12,15 and 17mfps and each image corresponds to an area 
of about 9mm(H) X 7mm(V). Figure 6.8 shows the case of ROPI images formed with 
the polarization axes of both the illumination and the target orientated horizontally. 
As previously discussed, the polarization axis of the detection is always orientated 
orthogonally to that of the illumination. Each image is averaged from 10 single im- 
ages taken sequentially with an integration time of I OOms for each image. The con- 
trast is greater in figure 6.8 than in figure 6.7 at the same depth because the target and 
detection polarization axes are orientated orthogonally to each other. The contrast in 
both the figures is reduced as the target depth is increased due to the increase in scat- 
tering effects. Figure 6.9 shows the linear dichroism images calculated at the corre- 
sponding depths using the normalized images in figures 6.7 and 6.8 following 
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Figure 6.7: LCVR based phantom ex- 
perimental ROPI images of a linear po- 
larizer located at depths of (a) 0, (h) 2, 
(c) 5, (d) 10, (e) 12, (f 15 and (g) 
I7mfps within a scattering medium po- 
larized at 0° with the illumination / de- 
fection polarized at 9(f' l W. Each image 
is 9mm(H) x 7mm(V). 
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Figure 6.8: LCVR based phantom ex- 
perimental ROPI images of a linear po- 
larizer located at depths of (a) 0, (h) 2, 
(c) 5, (d) 10, (e) 12, (f) 15 and (g) 
17rnfps within a scattering medium po- 
larized at 00 with the illumination / de- 
fection polarized at 00 / 90°. Each image 
is 9mm(H) x 7mm(V). 
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Figure 69. LC'VR based phantom ex- 
perimental ROPI images of linear di- 
chroism of the polarizer located at 
depths of (a) 0, (h) 2, (c) 5, (d) 10, (e) 
12, (D 15 and (g) 17mfps within a scat- 
tering medium. The images are obtained 
by combining figures 6.7 and 6.8. Each 
image is 9mm(H) x 7mm(V). 
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Figure 6.10: Average line scans on y axis of the images in figure 6.9 that quantita- 
tively show the LCVR based phantom experiments of the ROPI linear dichroism 
measurements at different target depths within a scattering medium. 
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equation of 2.25. As expected, the contrast of these images also gradually reduces as 
the target depths increase due to scattering. 
The fringes that can be observed in all images in figures 6.7 and 6.8 are the interfer- 
ence pattern caused from surface reflections from the optical components and the cu- 
vette. Theoretically, these surface reflections should be eliminated by cross-polarized 
detection; however, in practice, due to the polarization controlling components in the 
system not being ideal and the effects from the BS (as discussed in chapter 4), there 
are always some reflections detected. Furthermore, as a normalisation is performed 
for calibrating the non-uniform illumination for every image (subsection 4.2.2), these 
reflections should be cancelled further. However, as the calibration is not ideal as dis- 
cussed previously in subsection 4.2.2; these reflections still exist and hence the 
fringes are observed. The fringes change with target depth since the cuvette is moved 
in order to vary the depth. In figure 6.9, the fringes can hardly be seen in the back- 
ground area of the dichroism images because the surface reflections are cancelled out 
when the normalisation is performed (equation 2.25). However, as the rejection ratios 
shown in table 6.2 are not equal to each other, the cancellation is not exact and the 
fringes at the target ends where the surface reflections are extra contributed are still 
visible. This effect reduces as the target depth increases. 
By comparing these results with the same phantom experiment results in figures 5.3- 
5.5 from the previous system, it can be clearly seen that the ROPI images from both 
cases at the same depths compare well. The fringes are more visible in all images 
from the LCVR based system because the rejection ratios given in table 6.2 are not as 
good as those given in table 4.2 and more surface reflections contribute to the images. 
Furthermore, this problem also causes the dichroism value to be reduced, which is 
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clearly indicated in figure 6.10. By comparing to the same simulation results of fig- 
ures 3.7-3.9 in chapter 3, similar observations can be made. 
Figure 6.10 shows the line scans obtained by averaging over the middle 300 rows of 
the dichroism images in figure 6.9. This quantitatively represents the linear dichroism 
measurements obtained. Compared with corresponding line scans in figure 5.6 in 
chapter 5, it clearly shows that the trends of the line scans in both figures vary in the 
same way in terms of a) the measured dichroism being reduced as target depths in- 
crease; b) the dichroism obtained at a depth of l7mfps is very close to 0; c) the dichro- 
ism value on each line scan is always negative outside the target region and the nega- 
tive maximum is always at both edges of the target. As discussed in chapter 5, this is 
mainly because the polarization states applied for the illumination and the target in 
one case are co-aligned to each other whilst in the other case are cross-aligned to each 
other, which results in the intensities detected outside the target region in both cases 
being different. A plot comparing the linear dichroism values shown in figures 5.6 
and 6.10 will be presented in chapter 7. 
Finally, although the images shown compare well with those from the standard sys- 
tem, the measured dichroism at a depth of Omfp from the LCVR based system is sub- 
stantially smaller than that from the standard system. This is due to the presence of 
more surface reflections on detection caused by the poorer rejection ratios of the 
LCVR based system. However, as mentioned in chapter 5, these reflections can be 
significantly reduced by performing a further calibration. This will be described and 
discussed in more detail in chapter 7 when the results obtained from both systems are 
compared further. Moreover, further calibrated results will be presented and com- 
pared along with an investigation into why the measurements from the phantom ex- 
Applied Optics 
Department of Electrical and Electronic Engineering 
Chapter 6: ROPI Phantom Experiments in Liquid Crystal Mode 176 
periments after the further calibration still differ from the ideal case from the MC 
simulations as shown in figure 3.10. 
6.5 Discussion and Summary 
An important step towards taking the ROPI technique into clinical practice is to con- 
trol the polarization states for the illumination and detection automatically. This has 
been achieved by applying a LCVR based system. The ability of the LCVR based sys- 
tem to perform ROPI measurements on phantom samples has been demonstrated. 
Section 6.2 introduced an optical system that could be applied for ROPI and is built 
from a LCVR, a fixed linear polarizer and a fixed a/4-waveplate. It allows the genera- 
tion of controlled linear polarization states. A simplified LCVR arrangement is also 
introduced that uses only a single LCVR and a fixed linear polarizer which can be ap- 
plied for generation of the 0° and 90° linear polarization states. This arrangement is 
applied in the experimental imaging setup for investigating phantom targets as only 
two polarization states are required for completing the ROPI measurements when the 
target orientation is known. Section 6.3 characterizes the LCVR based system. It is 
found that the rejection ratios of the LC VRs are not as good as the GT polarisers (table 
6.2). Section 6.4 presents the phantom experiments that have been performed using 
the LCVR based system. The experiments measure the linear dichroism of a polarizing 
target whose polarizing axis is orientated at 0° and is located within a scattering me- 
dium at different depths. Images are formed with two orthogonal pairs of illumination 
/ detection linearly polarized at 0° / 90° and 90° / 0°. 
The LCVR based system provides results which, qualitatively, compare well with 
those obtained from the previous GT polariser based system. The imaging results ob- 
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tained provide confidence that the automatic rotation system may replace the manual 
rotation system. As tables 6.2 and 4.2 indicate, there is a slight reduction in perform- 
ance that is because the rejection ratios of the polarizations provided by controlling 
the LCVRs are not as good as those provided by controlling the GT polarisers. How- 
ever, automatically controlling the polarization is preferred as it removes the need for 
manual or mechanical component rotation. The LCVR based system is a significant 
step forward in the development of a robust device that can be taken into the clinic or 
biology laboratory. This has been demonstrated in microscopy to be an important step 
forward to the widespread use of a technique. For example introducing liquid crystals 
into a polarized light microscope has resulted in a robust commercial microscope, the 
10°x LC Polscope 
Imperfections of the LCVRs include: (a) that the retardance of the LCVRs is tempera- 
ture dependent and cannot be controlled precisely enough as the controller cannot 
provide a small enough voltage resolution (107,109); (b) the optical axis orientation of 
the LCVRs is found to vary with varying voltage, although theoretically it should not 
(lOS. 110) and (c) a small drift of retardance with time is also found under a constant 
drive voltage (108; 110) 
Therefore, for future research into improving the automatically controlled system 
based on LCVRs, the following should be investigated: (1) a constant temperature op- 
erating environment, a pre-calibrated temperature-retardance lookup table or use of a 
temperature controller; (2) a better controller providing better voltage resolution; (3) 
alternatively, use of an electro-optic modulator which is a more stable and with a pre- 
cisely controllable phase-shift(los) 
In conclusion, the ROPI technique had previously been implemented using the GT 
polariser based system with manual rotation of the polarisers to obtain illumination 
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and analysis of the light. Although the system could be implemented using motorized 
rotation stages, there are disadvantages in terms of image alignment and ease of use of 
the system in practical applications. The LCVR based system which is introduced and 
demonstrated in detail in this chapter provides an important step forward in making 
this technique clinically applicable. Moving parts are removed and the imaging per- 
formance is comparable to that obtained with previous systems. A detailed compari- 
son of both will be performed in the next chapter. 
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Chapter 7 
MC Simulation and Phantom Experi- 
ment Results: Further Comparisons 
7.1 Introduction 
In the previous chapters, the ROPI technique has been fully investigated through 
measurement of the polarization properties of a target submerged within a scattering 
medium. These were provided via mathematical Mueller calculus in chapter 2; ideal 
MC simulations in chapter 3 and practical phantom experiments in two different con- 
figurations in chapters 5 and 6 respectively. The same results obtained from different 
chapters have been briefly compared as the results were presented. As described, al- 
though the images obtained are qualitatively comparable, the line scans (figures 3.10, 
5.6 and 6.10) indicate quantitative discrepancies between the results. In order to fur- 
ther understand the technique, a more thorough comparison of the results from the 
different chapters will be presented here. 
As eventual applications of the technique in practice are likely to be in reflection 
mode, this further comparison will focus on these results, and specifically upon the 
quantitative linear dichroism measurements and resolution of the images. These will 
be described in sections 7.2 and 7.3 respectively. A discussion and summary is con- 
tained in Section 7.4. 
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7.2 Dichroism Comparison 
The results have shown measurements of the linear dichroism of a polariser sub- 
merged within a scattering medium at depths of 0,2,5,10,12,15 and 17mfps using 
MC simulations in chapter 3, phantom experiments with GT polarisers and LCVRs 
based systems in chapters 5 and 6 respectively. In this section, a further comparison 
of the linear dichroism values obtained from those results is performed. 
Figure 7.1 shows how linear dichroism varies with target depth for the three different 
test regimes. The dichroism values are obtained from the mean dichroism along the 
central band of the target in the dichroism images such as those given in figure 3.9. 
The error bars in the experimental results represent the standard deviation of meas- 
urements from repetition of the experiments. For the MC results, the error bars are 
obtained from the standard deviation of results from running independent simulations. 
As the figure shows, qualitatively, the simulated and experimental measurements are 
well matched. The linear dichroism values obtained reduce as target depth increases 
with reducing gradients due to reduction of the degree of polarization between the 
target and sample's surface. The size of the error bars increase as depth increases. 
This indicates that the quality of measurements is reduced as depth increases, which is 
due to the effects of scattering between the target and the surface increase with in- 
creasing depth. However, quantitatively, the dichroism values obtained in the simula- 
tions are significantly higher than those obtained with the experiments and those ob- 
tained from the GT polarisers based system are slightly higher than those obtained 
with the LCVRs based system across the entire depth range. 
As discussed in chapter 5, the two main reasons leading to the differences in meas 
ured linear dichroism between the MC simulation and phantom experiments are (i) 
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Figure 7.1: Quantitative comparison of linear dichroism measurements of a polarizer 
embedded at different depths within a scattering medium through applying MC simu- 
lations and the phantom experiments in standard and LCVRs based systems. 
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surface reflections from both the optical components and the cuvette not being com- 
pletely eliminated by the polarizing components as they are not ideal; (ii) side contri- 
butions from the target edges as it is not ideal and has finite thickness. As discussed in 
chapter 6, the main reason for the differences between the experiments is because the 
rejection ratios in the LCVRs based system are poorer than those in the GT polarisers 
based system and more surface reflections contribute to the images. In order to im- 
prove the accuracy of the measured linear dichroism values and further understand the 
experimental results, the effect due to surface reflections is calibrated and the effect 
due to side contributions which cannot be calibrated is further investigated. These will 
be examined in detail in the next two subsections. In addition, experimental results 
after calibration will be demonstrated and re-compared with the simulation results. 
7.2.1 Calibration of Surface Reflections and Its Ef- 
fect on Dichroism Measurements 
As discussed in subsection 5.2.1 in chapter 5, although the surface reflections from 
the cuvette and optical components can be significantly reduced by orthogonally po- 
larized detection, there is still a small amount of reflection which will be detected and 
will contribute to the images. This is particularly significant in the cross-polarized im- 
aging case (i. e. where the polarization states of the detection and target are orthogonal 
to each other) where the signal of interest is low. Theoretically, according to equation 
5.1, which is used to calculate linear dichroism (recalled as equation 7.1), with the 
contribution of these surface reflections (R), the equation can be rewritten as equation 
7.2. 
LD 
= 
ImC0 
- 
Imcros., (7.1) Im"a+Imp, 
s 
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LD' 
_ 
(Im, + R) 
- 
(Imcrt + R) 
(Im, + R) + (Im, + R) (7.2) 
_ 
Im. 
- 
Iml, 
os, 
Im + Im,., + 2R 
By comparing equations 7.1 and 7.2, this clearly indicates that the calculated dichro- 
ism (i. e. LD' will be smaller than anticipated (i. e. LD) as R>0, (i. e. LD' < LD). 
Therefore, in order to recover accurate measures of linear dichroism in the presence 
of surface reflections, calibration is required. It should be noted that it is not possible 
to easily calibrate surface reflections in the case of co-polar detection in conventional 
polarization difference imaging as these tend to dominate the image. 
In order to clarify the description of the calibration, the following images are firstly 
defined: 
0 Im,,, and Imco,,: ROPI images which are taken with the target embedded within 
the scattering medium with the orientation of the target co- and cross- aligned to 
the detection respectively; 
0 BG,,, and BGcross: Background images which are taken of the scattering medium 
without the target present using the same orientations of illumination / detection 
that are applied for Im,,, and Imcross respectively; 
"R0 and Rc, SS: Reflection images which are taken with the target embedded within 
water (no scattering present) with the orientation of the target co and cross 
aligned to the detection respectively; 
" RBG, 0 and RßGc ou: Background reflection images which are taken of water in the 
cuvette without a target present and with the same orientations of illumination / 
detection that applied to Im,,, and Imcross. 
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According to equation 7.2, the removal of surface reflections can be achieved by per- 
forming (1m, 
o+R) -R and (Irrcross+R) -R before the dichroism is calculated. This sug- 
gests that only an image formed solely by R (the image in water) is needed. However, 
as the intensity of illumination for Im,,, and Imcrpss is slightly different (subsection 
4.2.2), there are also differences in the surface reflections. Therefore, two reflection 
images. R, 0 and Rcross, are required to calibrate Im,,, and Imc, oss respectively. It should 
be noted that the calibration is not ideal because the R images also contain some re- 
flected light from the back surface of the cuvette which is not present in the Im im- 
ages. 
Background images, BG,, and BG,. ass, are required for normalizing non-uniform illu- 
mination (subsection 4.2.2) for Im,, and Im., respectively. Therefore, two more sur- 
face reflections images, RBGCO and RBGc oss, are required for calibrating the surface re- 
flections for BGG0 and BGc, oss. As an example, the surface reflection images obtained 
at Omfp from the standard system are shown in figure 7.2. In the figure, the black band 
in a) and b) is the target. The ring in the images is the field of view of the system. The 
fringes in the images are an interference pattern due to light not being rejected by 
cross-polarized detection. 
To summarise, surface reflection calibration is performed using the following steps: 
" Record images of Im,,,, Imcross, BG,,, BGcross, R, o, Rcross, RBGCO and RBGcross; 
" 
Perform (Imca 
- 
Rco), (Imcross 
- 
Rcross), (BG,,, 
- 
RBGCO) and (BGcross 
- 
RBGcross); 
" Use (BGca 
- 
RBGCO) to calibrate for the non-uniform illumination in (Imco 
- 
Rco) 
and (BGc oss - RBGC., ) to calibrate for the non-uniform illumination in (Irrcross - 
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;ih 
Figure -. 2: Demonstration of the surface reflection images (obtained at Omfp in the 
standard system) required für the calibration of surface reflections for a linear di- 
chroism measurement in reflection mode. a) is Rcross, b) is Rc0, c) is RBGcross and d) is 
R8(;,,,. 
After performing calibration, the recorded images and their respective average line 
scans for a target at a depth of Om/i) from both the GTpolarisers and LCVR based sys- 
tems are shown in figures 7.3 and 7.4 respectively. As the figures show, comparing 
with those values obtained before performing the calibration (figure 7.3f with figure 
5.6 and figure 7.4i with figure 6.10). the dichroism value obtained in figure 7.3f is 
significantly increased from 0.68 to 0.88 and, from figure 7.4i. from 0.58 to 0.89. This 
further confirms that contributions from surface reflections are larger in the LCVRs 
based system due to poorer rejection ratios. However, qualitatively, comparing im- 
ages in figures 7.3abc and 7.4abc with those without the calibration in figures 5.3a- 
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5.5a and 6.7a-6.9a respectively, the image quality in figures 7.3 and particularly 7.4, 
is significantly reduced. The poorer quality is because of the poorer rejection ratios in 
the L('I'R. s system. 
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Figure 7.3: GT based experimental results of measuring linear dichroism of a target 
located within a scattering medium at Omfp after the calibration of surface reflections. 
a) image of cross-detection, h) co-detection, c) dichroism, and d), e), ß are the re- 
spective average line scans on y axes of the images. Units of x axis is Pixels, 
_y 
is In- 
for d), e) but Dichroism, for f). tensitt, 
As figure 7.3 shows. a ring with fringes in images a) and b) outside the target area is 
observed. This is due to the calibration not being ideal as the reference images R con- 
tain interference fringes. This is especially obvious around the edge areas of the ring 
where back illumination intensities are weaker. Although the remaining reflections 
should be further removed when the background normalisation (subsection 4.2.2) is 
performed, due to the normalisation not being ideal; the remaining reflections remain. 
This ring is hardly observed from images in figures 5.3a and 5.4a because the surface 
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reflection intensities are much weaker than those from the back illumination. In figure 
7.3c. the ring can hardly be seen because the remaining surface reflections are re- 
duced 
-, Nhen normalisation is performed (equation 5.1). However, as the rejection ra- 
tios shown in table 4.2 are not equal to each other, the cancellation is not exact and 
the fringes at the ring edge are still visible. 
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Figure ?. 4: LC R based experimental results of measuring linear dichroism of a tar- 
get located within a scattering medium at Omfp after the calibration of surface reflec- 
tions. a) image of cross-detection, b) co-detection, c) dichroism. d), e) and_n are the 
respective average line scans on y axes of the images. g), h) and i) are respective the 
middle part ofd), e) and f). Units of x axis is Pixels, v is Intensity, for d), e), g) and h) 
but Dichroism. fort) and i). 
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Figure 7.5: Quantitative re-comparison of the linear dichroism measurements shown 
in figure 7.1 but after applying a calibration of surface reflections for the experimen- 
tal results. 
Applied Optics 
Department of Electrical and Electronic Engineering 
Chapter 7: MC' Simulation and Phantom Exp. Results: Further Comparisons 189 
The image quality is much poorer in the LCVR system (figure 7.4). The outer ring in 
images a). b) and c) indicates the aperture size of the LCVRs based system. The inner 
ring (also seen in figure 7.3) is caused by the size of the illuminating beam. The inner 
ring with fringes is more visible than that in figure 7.3 because of the poorer rejection 
ratios in the LCVRs system and hence more surface reflections contribute to the im- 
ages. Due to these effects, as the images in figure 7.4 a), b) and c) show, measurement 
can only be performed for a small area at the centre of the images where the image 
quality remains reasonable. These regions of interest are shown in g), h) and i) 
The overall dichroism values from both simulation and experiments that have been 
compared in figure 7.1 without surface reflection calibration are re-compared in fig- 
ure 7.5 with the calibration. As shown, the accuracy of the dichroism values from 
both experimental systems is closer to those obtained from theory. This indicates that 
most of the surface reflections are removed by calibration. The small remaining dif- 
ference is believed to be due to the effect of the finite thickness of the target (side 
contributions). This is further discussed in the following subsection. 
7.2.2 The Investigation of Side Contributions on Di- 
chroism Measurements 
In this subsection, the effect of finite target thickness, leading to photon interactions 
with the side faces of the target (i. e. side contributions) will be analysed firstly in the- 
ory and then by experiments. 
Consider the paths of photons in the vicinity of a target shown in figure 7.6. The red 
line shows a light path through the target even when the target thickness is infinitesi- 
mal. The green line shows light would not pass through an infinitesimal thickness tar- 
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get. For a finite thickness target both paths would not pass through the complete 
thickness. Light travelling along these paths will be polarized in an unusual manner, 
which results in the intensity detected in Imp being reduced while in Im.,,,,, increased. 
Medium Surface 
target 
hickness 
Figure 7.6: Illustration of the tike1 v cases Of 
. 
side contributions within a scattering 
medium (i. e. the photon interactions with the sides ofa target with. /finite thickness). 
An additional effect on image quality by the side contributions is shown as the blue 
line. This shows light that has reflected from the edge being redirected towards the 
detector by scattering. This causes the intensity detected at the edges of the target to 
be increased but reduced in the middle of the target. Both cases affect the overall de- 
tected intensities in both Imp. (, and It is not clear which is the dominant effect, 
so further examination was performed by experiment. 
Two test ROPI phantom experiments on a polarizing target were performed. The tar- 
get was firstly located in front (i. e. outside) of the cuvette containing a scattering me- 
dium and then secondly within the scattering medium at Omfjp. The experiments were 
performed using the GT polarisers based system. Ideally, dichroism obtained from 
these two cases should provide the same values as both are performing the same 
measurement with the target at Omfp (i. e. no scatterers in front of the target). I lowever, 
as the target has finite thickness, the case of' locating the target within the medium 
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will include the effects of side contributions whilst the other case will not. Assuming 
that surface reflections contribute equally in both cases, comparison of these two 
measurements will allow examination of the effect. 
Results without the calibration are shown (figure 7.7) as these better illustrate the ef- 
fects of side contributions. As discussed, the results in case A (target within the me- 
dium) contain side contributions whereas they should be absent in case B (target in 
front of the medium). Comparing the cases where target and detection are co-aligned, 
darker regions can clearly be observed along the targets edges (figures 7.7Ba com- 
pared with 7.7Aa) and in the corresponding line scans (figures 7.713d and 7.7Ad). 
Comparing figures 7.7Bd and 7.7Ad, it can be seen that the intensity at the edges of 
the target in figure 7.7Ad is greater than that in figure 7.7Bd whilst it is the opposite 
for the intensity in the middle of the target. As discussed previously, these are due to 
the effects of scattering at the edges of the target and the photons that interact with the 
target sides being polarized in an unusual manner. 
Moreover, comparing figures 7.7Ab and 7.7Bb, the darker regions at the edges cannot 
be seen due to the cross-polar orientation of the target relative to the analyser. Com- 
paring the line scans shown in figures 7.7Be and 7.7Ae, it can be observed that the 
intensity over the entire target in figure 7.7Ae is greater than that in figure 7.7Be and 
the degree of difference at the edges of the target is greater than that in the middle. 
Comparing the line scans of the dichroism images (figures 7.7Af and 7.7Bf), it can be 
seen that the measured values are reduced due to the effect of side contributions. Fi- 
nally, although the line scans in both cases A and B provide a similar shape, the 
sharpness of the line scans in case A are slightly reduced compared to those in case B 
due to side contributions and scattering in the vicinity of the edge. 
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Figure 7.7: Comparison of the GT based experimental results of linear dichroism 
measurements bgfbre the calibration of surface reflections between the target located 
A) within a scattering medium at Omfp and B) in front of the cuvette with the same 
medium. a) image of co-detection, b) cross-detection, c) dichroism. d), e), 
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Figure 7.8 provides the dichroism values of the test measurements as those shown in 
figures 7.7Af and 7.7Bf but after a calibration for surface reflections. These are used 
in an attempt to estimate the effect of side contributions. As the figure shows, the 
value obtained for the target's dichroism from figure 7.8B is 0.97 and from figure 
7.8A is 0.88. This suggests the difference due to side contributions is approximately 
0.1 in this case. The measurement shown in figure 7.8B is very close to the ideal re- 
sult obtained from the MC simulation (figure 3.10). This further confirms that the 
main causes of the experimental values differing from the simulation results are due 
to the surface reflections and the side contributions. The small difference (0.03) is be- 
lieved to be as a result of other experimental errors such as inaccurate alignment of 
the target polarization axis. 
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Figure 7.8: Comparison of the GT based experimental results of linear dichroism 
measurements shown in figure 7.7 but after the calibration of surface reflections. 
Finally, comparing figures 7.1 and 7.5 at Omfp, the dichroism difference which is 
caused by surface reflections is approximately 0.2. Comparing this value to 0.1 which 
is the dichroism difference caused by side contributions, surface reflections are be- 
lieved to have a more significant effect than that caused by side contributions. This 
confirms that good rejection ratios are essential for ROPI. 
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7.3 Resolution Comparison 
In this section, comparison will be made between the imaging resolution between 
simulation and experiments. This is performed over a range of target depths, where 
imaging resolution is defined as the distance taken for the dichroism value to change 
from 10% to 90% of its value. A lower transition width (10-90% distance) corre- 
sponds to a higher resolution. This can be used as an indication of the imaging per- 
formance in terms of responding to the sharpness of the target edges. 
Figure 7.9 shows how imaging resolution varies with target depth. The resolution val- 
ues are calculated from the dichroism average line scans such as those given in figure 
3.10. The error bars in the simulation and experimental results are obtained in the 
same way as that described for figure 7.1. As the figure shows, qualitatively, the 
simulated and experimental measurements vary in the same way. The transition width 
increases as target depth increases with increasing gradient. The size of the error bars 
increase as depth increases. This indicates that the imaging performance is reduced as 
target depth increases, which is due to more scattering events between the target and 
the surface. However, quantitatively, the 10%-90% distances in the simulations are 
lower than those obtained with the experiments and those obtained from the GT polar- 
isers based system are slightly lower than those obtained with the LCVR based system 
across the entire depth range. 
As discussed in subsections 7.2.1 and 7.2.2, surface reflections and side contributions 
are the two main reasons that cause measured dichroism differences between the 
simulation and experiments. The poorer rejection ratio in the LCVRs based system is 
the main reason for the difference between the experiments. Surface reflections can be 
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calibrated and side contributions are shown to cause differences in the experimental 
and simulated geometries. In order to further investigate the resolution differences 
shown in figure 7.9; the calibration of surface reflections and the investigation of side 
contributions are further discussed in the following two subsections. 
7.3.1 The Effects of Surface Reflection Calibration 
on Resolution 
As described, the imaging resolution shown in figure 7.9 is calculated based on the 
average line scans of the dichroism images shown in figures 3.10,5.6 and 6.10. In 
order to show whether the accuracy of the resolution measurements can be quantita- 
tively improved by calibrating surface reflections, the same image line scans from 
both the standard and LCVRs based systems after calibration are shown in figures 
7.1Oa and 7.1Ob respectively. Average line scans shown in figure 7.1Ob are only pro- 
vided within the useful range as discussed previously. 
As resolution is used to characterise the imaging performance by examination of an 
edge, the line scan at the target edges must not be distorted during calibration. How- 
ever, due to the calibration of surface reflections not being ideal for the background 
areas (subsection 7.2.1), the line scans after the calibration contain oscillations at the 
target edges. This not only indicates that the edges have been modified, but also re- 
sults in the maximum and the minimum points being poorly defined. This is espe- 
cially obvious in figure 7.10b which are obtained from a poorer rejection ratios sys- 
tem leading to stronger detected reflections. For these reasons, the resolution is diffi- 
cult to be determined with the calibrated images and hence accurately measuring the 
resolution is difficult. 
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7.3.2 The Effect of Side Contributions on Resolution 
In order to clarify how the side contributions from target edges result in the resolution 
differences between the simulation and experiments shown in figure 7.9, experimental 
results ith the effect of side contributions shown in figure 7.7A and MC simulation 
results ithout the effect shown in figure 7.11 are used. 
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Figure 7.11: M('simulation results of measuring linear dichroism of a target located 
within a scattering medium at a depth of Omfp. a) target is aligned to the detection, b) 
target is orthogonal to the detection, c) dichroism. d), e), fi are the respective average 
line scans along they axes of the images, Units of x axis is Pixels, y is Intensity for d), 
e) but Dichroism. for, f). 
As resolution is calculated as the 10-90% distance based on the line scan of a linear 
dichroism image, it is essential to identify the position of the maximum value. For the 
experimental results, the intensity difference between figures 7.7Ad and 7.7Ae is 
largest at the centre which leads to a maximum dichroism value at this point. For the 
e 
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simulations. (figures 7.1Id and 7.11 e), the largest intensity difference occurs at the 
edge. Therefore. the transition width for the experiment is larger than that for the 
simulation as shown in figure 7.9. Illustrations of this effect for experiment and simu- 
lations are shown in figures 7.12 and 7.13 respectively. 
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l. 'i urr -. 1?: Drawing of the experimental test results shown in, figure 7.7A. 
As discussed in section 7.2.2, the reasons for the intensity differences for the experi- 
ment are (i) the effect of side contributions, which means that the intensity at the 
edges of the target for both figures 7.7Ad and 7.7Ae is greater than at the centre; (ii) 
as more light is launched into the medium when the target is cross-polarized to the 
detection (i. e. the target is co-polarized to the illumination), the effect of side contri- 
butions in figure 7.7Ae is larger than in figure 7.7Ad. In the simulations, the back- 
illumination of the target for figure 7.1 Id (co-polarized detection) is non-uniform 
while for figure 7.11 e (cross-polarized detection) is uniform (figure 5.7). 
Finally, the reduction of resolution caused by side contributions for the measurement 
at Omfp is approximately I. 
Omfp. This is the resolution difference between figure 
----º 
----, 
Applied Optics 
Department of Electrical and Electronic Engineering 
t 
Chapter -:. 11(' Simulation and Phantom Exp. Results: Further Comparisons 200 
7.7At' and 7.7Bf. H here one case has side contributions and one does not. Resolution 
differences caused by side contributions for the measurements at other depths cannot 
be easily quantified due to scattering. 
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--- 
h igijrL, -. 13. Drawing of the MC simulation results shown in figure 7.11. 
7.4 Discussion and Summary 
In order to complete the investigations of the ROPI technique, measurements on a po- 
larizing target located at different depths within a scattering medium have been made 
through 
. 
%1(' simulation and phantom experiments using both GT polarisers and 
L('i'R. s based s\ stems. These are compared in terms of both dichroism measurement 
and resolution in sections 7.2 and 7.3 respectively. 
Qualitatively, the simulation and experimental results compare well with each other 
over the full range of depths. However, quantitatively, both dichroism and resolution 
values obtained from the GT polariser based system are closer to the model than those 
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from the LCVRs based system. The reason for the difference between experiments is 
poorer rejections ratios of crossed polarizations in the LCVRs system. The main rea- 
sons that cause the difference between simulations and experiments are the surface 
reflections and the side contributions from the finite thickness target. 
For the dichroism comparison, calibration has been demonstrated to further reduce 
surface reflections that are not be eliminated by cross-polarized detection. Although 
the calibration is not ideal, this is mainly a problem for the areas outside the target, 
which are not used to calculate the dichroism values. It should be noted that for ex- 
periments implemented within the study, the surface reflections are directed back into 
the detection optics due to the flat and orthogonal surfaces. This represents the worst 
case of this contribution which is anticipated to be lower for practical applications as 
reflections are often diffuse rather than specular. An extra benefit of performing the 
calibration is that common channel noise (e. g. offset due to dark current) that is intro- 
duced by using the CCD camera and contributes to the ROPI images can also be re- 
moved. 
However, for the resolution comparison, the calibration cannot be performed as the 
background areas which are modified incorrectly by the calibration are required to 
calculate resolution. 
The effect of side contributions which is caused by using a finite thickness target and 
cannot be calibrated is investigated in terms of showing how the dichroism and reso- 
lution are reduced. In addition, it should be pointed out that ideally, for the resolution 
comparison, surface reflections should only make it harder to measure the resolution 
but do not actually change it whilst side contributions actually affect the resolution. 
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Finally, it also should be pointed out that in optics, resolution is the term used to de- 
scribe the ability of an imaging system to resolve detail in the object that is imaged (86). 
In general, two adjacent points in the object give rise to two diffraction patterns, 
which can be represented by using point spread function. The resolution is the small- 
est distance between the two patterns where the two points can be distinguished. Of- 
ten the Rayleigh criterion (86) is used where the images of two points are resolved if 
the maximum in the diffraction pattern of one point coincides with the first minimum 
of the other. Alternatively, by representing the edge pattern of the object using edge 
spread function (86), the resolution can also be measured as the distance taken for the 
intensity to fall from 90% to 10% of its maximum. This approach has been adopted 
here but for a single edge of an isolated object. 
One problem with both this approach and the edge response function is that the 
maximum signal level needs to be present within the image, or at least known. This is 
not the case in e. g. figures 3.10,5.6 and 6.10. Secondly, when using a single edge of 
an isolated object there is that possibility that the response of the second edge will in- 
teract with that of the first. This is particularly true when the resolution is poor and 
will affect the position of the minimum, hence giving a false impression of the resolu- 
tion of the system. 
In making the comparison between the MC simulations and the phantom experiments 
(e. g. figure 7.9), there is at least consistency in the resolution measurement made, and 
the trends are similar. However, in future it would be useful to investigate a semi- 
infinite target so that the edge is isolated, or ideally investigate two adjacent small 
targets. 
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The MC simulations provide results that qualitatively match those obtained in the 
phantom experiments while quantitatively there are still slight differences. There are 
several assumptions made in the model that cannot be accurately achieved in the ex- 
periments such as ideal polarisers, precise depth location of the target, precise align- 
ment of optical components, a refractive index match between the target and sur- 
rounding medium, an infinitely long and thin target, and uniform illumination. In or- 
der to better simulate the phantom studies, for future research on the ROPI technique, 
further refinements of the model could be performed such as making the polarisers 
non-ideal, the target of finite thickness or introducing surface reflections at the me- 
dium-target boundary. This is worthwhile for applications such as target detection in 
turbid water or imaging through fog where the model provides an accurate representa- 
tion of the real world situation. However, for the tissue imaging problem, the focus 
should be on a more accurate model of the structure of the tissue. 
In conclusion, from this chapter, further comparisons of the linear dichroism meas- 
urements obtained through MC simulations and phantom experiments in both GT po- 
larisers and LCVRs based systems have been presented. It is found that the better the 
rejection ratios in the system, the better the ability to resolve small changes in polari- 
zation properties and to reject the strong surface reflections. This leads to better qual- 
ity images and hence better linear dichroism measurements. 
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Conclusions 
8.1 Summary 
Non-invasively characterizing the polarization properties of tissues has potential for 
in vivo clinical applications such as monitoring the healing state of wounds and burns. 
The conventional methods which perform the polarization difference measurements to 
achieve this, normally involve a co-polarized detection (i. e. polarization states of the 
illumination and detection are aligned). Therefore, those measurements are either re- 
stricted by surface reflections or can only be performed in off-axial systems with the 
use of matching fluid and a glass plate to the samples' surfaces. In this thesis, the new 
polarization imaging technique, ROPI, has been presented and evaluated. The tech- 
nique is capable of providing quantitative measurements of the polarization properties 
of scattering media such as tissue with free surface reflections and allows measure- 
ments to be performed in a coaxial system. The evaluation was demonstrated through 
theoretical calculus, ideal MC simulations and phantom and tissue experiments by 
quantitatively measuring linear dichroism and linear birefringence underlying a scat- 
tering medium. 
Chapter 1 introduced the background and the technique of ROPI. The technique in- 
volves illumination in a single polarization state and detection in the orthogonal po- 
larization state. Synchronously rotating both the illumination and orthogonal detection 
Applied Optics 
2p l Department of Electrical and Electronic Engineering 
f 
Chapter 8: Conclusions 205 
states can provide a polarization difference image that is free from surface reflections 
and sensitive to the polarization property of a target embedded within a scattering 
medium. Depending on whether the polarization property and orientation of the target 
are known, the synchronously rotating angle and the number of rotations will be dif- 
ferent. For the known case of measuring linear dichroism and linear birefringence, 
only one rotation and a synchronously rotated angle of 90° and 45° are respectively 
required. For the unknown case, at least three orthogonal polarization detections over 
the range of [0°, 90°] are necessary. In this study, ROPI is evaluated with the known 
cases only. 
In chapter 2, the evaluation of ROPI was demonstrated by Mueller calculus with po- 
larized light and polarizing components represented by Stokes vectors and Mueller 
matrices respectively. This provided the principles to carry out ROPI simulations and 
experiments and also a set of ideal criteria to judge the results by. It was found that 
maintaining the polarization state of illumination prior to back-illuminating the em- 
bedded target is essential for measuring linear birefringence whereas randomly polar- 
ized light is required for linear dichroism measurements. In addition, over the range of 
[0°, 90°], the orientation of the target to one of the illuminations must be 0°, 45° or 90° 
for the linear birefringence measurements and 0° or 90° for the linear dichroism 
measurements. The two illuminations must vary by 45° (for measuring birefringence) 
and 90° (for measuring dichroism) to each other. Both the measurement values would 
ideally vary from 0 to I depending on the targets. 
The study of ROPI via MC simulations was presented in chapter 3. Firstly, three 
modifications of a conventional PMC model to enable the simulation of ROPI were 
introduced. These involved imaging a polarizing target embedded within a scattering 
medium with full field illumination. Secondly, the evaluation of ROPI via quantita- 
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tively measuring linear dichroism of a polarizing target embedded within a scattering 
medium at different depths and at different orientations using two different sets of or- 
thogonal illumination / detection pairs were presented. In both quantity and quality, 
the results decrease as the target depth increases due to the increased effect of scatter- 
ing. It was found that a depth of 30mfp is the limit that the technique can be used to 
detect linear dichroism within the scattering medium. In addition, a measurement of 
linear birefringence of a HWP embedded within the scattering medium was performed. 
This was mainly used to demonstrate the difficulties of applying the method to meas- 
ure linear birefringence with ROPI as the back-illumination photons have to maintain 
linear polarization before passing through the target. All the measurement results 
were shown to match well the theoretical predictions from chapter 2. 
Practically, the ROPI technique was evaluated by experiments using two different 
systems. One is the standard system which is based on GT polarisers while the other 
one is based on LCVRs. The main difference between the systems is that the polariza- 
tion states of illuminations and detections are controlled manually in the standard sys- 
tem but electrically in the LCVR one. In chapter 4, the design characterization and 
calibration of the standard ROPI experimental system in both reflection and transmis- 
sion modes were presented. The design characterization included illustration of the 
setup principles; discussion of all the optical components and description of the scat- 
tering medium and polarizing targets. The calibrations were performed for the modi- 
fication of polarization state and intensity of the illuminations after passing through 
the system. These result from the non-ideal setup alignments and components. 
In chapter 5, the experiments performed using the standard system in both reflection 
and transmission modes were presented. As ROPI in reflection mode is preferred in 
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practical applications, and mainly evaluated in this study, most of the experiments 
were performed in this mode. 
For the experiments in reflection mode, in order to evaluate the investigations in 
chapters 2 and 3, quantitative phantom measurements of the linear dichroism of a po- 
lariser embedded within a scattering medium at different depths were presented. It 
was shown that qualitatively, trends of the linear dichroism values over the entire tar- 
get depth range matched well with those obtained by MC simulations. However, 
quantitatively, the values were smaller than the simulations. In order to initially dem- 
onstrate the feasibility of applying RON in practice, preliminary measurements of 
linear dichroism of various real tissues (bovine tendons, lamb tendon, chicken breasts 
and human finger skin) and a scaffold tissue (tissue engineering tendon) orientated at 
two orthogonal directions were provided as well. It was shown that the absolute mean 
values obtained from tissues varied from 0.013 to 0.07 while the same value for a 
polystyrene microsphere solution which contains no polarization properties was 0.003. 
The scaffold measurements showed two similar mean values with one positive and 
the other negative. These provide an indication that the ROPI technique is sensitive to 
the polarizing properties of the underlying tissue. 
For the experiments in transmission mode, the ROPI experiments of measuring linear 
birefringence of a HWP without and with a scattering medium were demonstrated. 
The experiments without a scattering medium demonstrated how linear birefringence 
can be measured with ROPI whereas the experiments with a scattering medium 
showed the difficulty of measuring linear birefringence with ROPI in this case. The 
results were shown to be in good agreement with those predicted based on Mueller 
calculus and MC simulations. 
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In chapter 6, the experimental evaluation of ROPI using the LCVR based system was 
presented. This was mainly to demonstrate an important step towards taking the ROPI 
technique into clinical practice as the system controls polarization states of the illumi- 
nation and detection electrically. The principles of applying LCVRs to control linear 
polarization states over the full range and the design of the entire ROPI system were 
firstly characterised. This was followed by presenting the same phantom experiments 
as in chapter 5 in reflection mode. It was found that the rejection ratios provided by 
the LCVR based system are not as good as those provided by the GT polariser based 
system. Therefore, both qualitatively and quantitatively, the results obtained in this 
chapter were inferior to those from chapter 5. However, these provided confidence 
that the electric rotation system could replace the manual rotation system. The imper- 
fections of the LCVR and possible solutions were also briefly discussed. 
In chapter 7, in order to complete the investigation of the ROPI technique, further 
comparisons of the same linear dichroism measurements obtained in chapters 3,5 and 
6 using MC simulations and phantom experiments in both GT polarisers and LCVRs 
based systems respectively were made. These were provided in terms of dichroism 
and resolution over a range of depths. Qualitatively, the simulation and experimental 
results compared well with each other. Both dichroism and resolution comparisons 
provided the same trend of variation over the entire depth range. However, quantita- 
tively, both dichroism and resolution values obtained from the GTpolariser based sys- 
tem were better than those from the LCVR based system. Those from the simulations 
were better than those from both the experiments. The reason for the difference be- 
tween experiments was due to the poorer rejections ratios of cross polarization in the 
LCVR based system. The main reasons that caused the difference between simulations 
and experiments were the surface reflections and the side contributions. 
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As demonstrated, the ROPI technique has been methodically evaluated through theo- 
retical calculus, ideal MC simulations and phantom and tissue experiments in two dif- 
ferent systems. Accurate quantification of dichroism is difficult due to scattering that 
occurs between the target and the exit surface of the medium. Further research into 
introducing multispectral ROPI measurements may allow an inversion to take place 
and the properties of the target to be accurately measured. 
For a birefringent target, measurements can only be performed when the polarization 
state of the illumination is maintained before it back-illuminates the target. This is 
difficult to achieve in reflection mode simulation and experiments as a relatively 
strong scattering medium is required in order to have sufficient back-illumination to 
produce a high quality image. 
In most cases in this thesis, the orientation of the polarization axes of the target have 
been known and only two illumination and detection pairs have been required. In 
practical applications these will not be known and three or more pairs will be required. 
This introduces problems at the beam splitter due to different refection coefficients 
for s- and p-polarization components. Calibration of these effects remains a challenge. 
In addition, the effects of lateral shifting of the image in different polarization states 
need to be investigated in more detail. In this thesis only very preliminary measure- 
ments of tissue were made although encouraging results were obtained, more detailed 
studies are necessary before the technique can make an impact on clinical practice. 
The ROPI technique has some advantages and disadvantages over current methods 
Conventional polarization difference measurements such as those proposed by 
Jacques et a! ý'), normally involve co-polarized detection (i. e. the polarization states 
of the illumination and detection are aligned) and therefore the measurements are ei- 
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ther restricted by surface reflections or can only be performed in off axial systems 
with the use of matching fluid and a glass plate applied to the samples' surfaces. 
ROPI has the advantages of performing measurements not only free from surface re- 
flections (without using matching fluid and a glass plate) but also in co-axial detection 
which often simplifies systems. For instance, in endoscopy, illumination and detection 
can use the same fiber bundle. 
There are some disadvantages when compared with techniques such as optical coher- 
ence tomography (OCT). For example allows depth resolved polarization measure- 
ments. However OCT systems are generally more complicated and are used to image 
a relatively small volume of tissue. ROPI is a simpler method and with appropriate 
inversion algorithms has the potential to be a useful clinical technique. Further ROPI 
can be used to investigate larger areas of tissue than OCT. 
8.2 Future Work 
As discussed, the ROPI technique in this study is evaluated mainly via MC simula- 
tions and phantom experiments. However, there are several assumptions made in the 
modified MC model that cannot be accurately achieved in the experiments such as 
ideal polarisers, precise depth location of the target, precise alignment of optical com- 
ponents, a refractive index match between the target and surrounding medium, an in- 
finitely long and thin target, and uniform illumination. In order to better simulate the 
phantom studies, for the future research on ROPI, further refinements of the model 
could be made such as making the polarisers non-ideal, the target of finite thickness 
or introducing surface reflections at the medium-target boundary. This is worthwhile 
for applications such as target detection in turbid water or imaging through fog where 
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the model provides an accurate representation of the real world situation. However, 
for the tissue imaging problem, the focus should be on a more accurate model of the 
structure of the tissue. 
For the standard ROH system, as discussed in chapter 4, as the polarization states will 
be modified differently by the BS, only linear polarization states at 00 and 90° can be 
reliably applied in the setup in reflection mode. In order to fully apply ROPI in prac- 
tice, the use of other linear polarization states is necessary as discussed in chapter 1. 
Therefore, this is one aspect that needs to be investigated in future research. Three 
possible approaches, which are using a better BS, using two identical BSs and apply- 
ing a retardance compensator, have been briefly suggested in chapter 4 (section 4.4). 
In addition, as discussed in subsection 4.4, both the calibration of the modifications of 
illumination polarization state and intensity are not ideal. It would be worth investi- 
gating other calibration methods to completely cover the modifications. 
As discussed in chapter 6, for the ROPI system based on LCVRs, it is found that the 
polarization rejection ratio provided in the system is poorer than that provided in the 
GT polarisers based system. This is because of the imperfections of the LCVRs dis- 
cussed in section 6.5. Possible future work has been discussed in the same section 
concerning improvements to the electrically controlled system. 
To further evaluate ROPI, the next stage that will be of interest is to investigate if the 
technique is clinically useful. This will include measuring polarization properties of 
collagen within skin; monitoring the state of healing wounds and bums; capillaro- 
scopy applications in measuring dichroism of sickle cell polymerization; connective 
tissue diseases monitoring; applications for plastic surgery and glucose monitoring. In 
addition, monitoring collagen growth or alignment in bioreactors will also be of inter- 
est. 
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8.3 Closing Remarks 
To conclude, this thesis has presented a new polarization imaging technique, ROPI, 
which is capable of providing quantitative measurements of the polarization proper- 
ties of scattering media free from surface reflections. 
The technique can be useful in non-invasively characterizing the polarization proper- 
ties of tissues and has potential for in vivo clinical applications such as monitoring the 
healing state of wounds and bums. 
The technique involves illumination in a single polarization state and detection in the 
orthogonal polarization state. Synchronously rotating both the illumination and or- 
thogonal detection states can provide a polarization difference image that is free from 
surface reflections and sensitive to the polarization property of a target embedded 
within a scattering medium. 
The evaluation of the technique was demonstrated through theoretical calculus, ideal 
MC simulations and phantom and tissue experiments by quantitatively measuring the 
linear dichroism and linear birefringence of objects within a scattering medium. 
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Appendix A 
A Further Investigation of Equation 
2.34 
For equation 2.34 shown in chapter 2 (section 2.4), in order to investigate how the 
variation of Is, R 
(yf, 
- 
v2) is dependent on ö, 9, Vf, and L2, the following analysis is 
performed. Firstly, in order to aid and simplify the analysis, set: 
(cos2 (20) 
- 
sine (20))(cos2 (2 v2 ) -cost (2W, 
Iý, RFactor -) (A. 1) 
[+2 
sin (20) cos(20) (sin (2V2)cos(2y/2) 
- 
sin (2Vf, ) cos (2yf, )) 
This shows the variation of I,, (yi, - yv2) with 8, yr, and yv2 only and separates the 
variation with 45. To further aid analysis, taking advantage of the circular symmetry, 
the three angles, 9, yr, and yi2 
, 
can be reduced to a and A yr 
, 
where: 
a=yi, 
-8 (A. 2) 
Dig = V2 - Y% (A. 3) 
As equation 2.34 shows, clearly, the variation of Is; g 
(w, 1 2) with 8 is sinusoidal 
and when 5= nn' (n =1,3,5,7 "" "), IS,, (yf, - tv2) could be a maximum if a and 0 yr 
are given the appropriate values. Vice versa, if the retardance is fixed to a given value 
(e. g. a= ff ), 1, (4 -w2) only depends upon a and AV, i. e. IS; RFactor as shown 
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in equation Al. 
. 
However, as can be seen, the variation of I (yi, 
-yrz) with 0, yr, 
and yi, (i. e. the variation of 1,, Factor with a and AV/) is more complicated. 
In order to shoes this variation and determine the values of a and Ayr to reach the 
maximum situation for 1, Factor 
,a 
3-D plot of how the absolute values of 
1AF'ucfor vary with (0: 5 aS'r/2) and (0! 5 Atv! 5 ir) is provided in figure A. I. The 
reason that applied absolute values for 1,, Factor in the plot is the '+ ' and ' -' signs 
in fact onl> represent the directions of the phase difference. As discussed in chapter 2, 
in addition to intensity. the phase issue is not within the scope of this study; therefore, 
absolute %alues are applied which simplifies the analysis. 
1 
0.8 
0.6 
cc 
0.4 
0.2 
0 
100 
Al k 
O0 
A'°- 60 
40 
a) 
Figure. 4. I: 3-D illustration of II, Factor varying with a and AV/. 
As figure A. I shows, both the variations of I 
, 
Factor vs. a and II, FactorI vs. 
-%w are sinusoidal. 
the variation periods are 450 and 90° respectively. It also can be 
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clearly seen that the absolute values vary from a minimum of 0 to a maximum of I 
depending on the values of a and AV/. However, the values of a and Ayr to reach 
those maximum situations (i. e. absolute value= 1) are not clearly shown. 
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Therefore, figures A. 2 and A. 3 which represent the specific variations of IIs; gFactorl 
with a (under different values assigned to AV within one period) and with Ayr (un- 
der different values assigned to a within one period) are provided respectively. As 
the figures show, it is clear that II,, gFactorl would reached a maximum of I only 
when simultaneously a= nn'/4 (n=O, 1,2,3 ... ) and AV = n, r/4 (n=1,3,5,7 ... ). 
These indicate the azimuthal angles in the range of [0°, 90°] between the birefringent 
component and the first illumination must be 0° (i. e. aligned to each other) or 45° or 
90° (i. e. crossed to each other) difference and those angles in the same range between 
two illuminations must be 45° difference. In any other cases as shown in the figures, 
I15, 
RFactorl would vary 
between the minimum of 0 and 1 arbitrarily depending on the 
values of a and 0 yr 
. 
As discussed above, by taking both the absolute variations (II,,, (V, 
-tv2)l vs. 5 and 
vs. (lc, gFactorl separately) into account, as both cases vary sinusoidally from the 
minimum of 0 to the maximum of 1, the combined variation (equation 2.34) will be 
sinusoidal as well. The maximum value of I would be obtained only if simultaneously 
5=nom (n=1,3,5,7 """ ), a=nir/4 (n=0,1,2,3 . "") and AV/=n; r/4 (n=1,3,5,7 ... ). 
In any other cases, the values would vary between the minimum of 0 and I arbitrarily 
depending on 15, a and AV. 
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ROPIMC Simulation Algorithm 
As discussed in chapter 3, the modified MC model used in this study is based on Mie 
scattering theory (58; 59) and consists of two block of codes named `Polarized Monte 
Carlo (PMC)' and `Analysis' that are required for the complete simulation (i. e. imag- 
ing a polarizing target located at a particular depth and polarizing state within a scat- 
tering medium with full field illumination and detection). In this appendix, the main 
functions of both the PMC and the Analysis codes are described individually. In addi- 
tion, the algorithmic flow charts of both codes are provided. 
The PMC code is used to generate backscattered photons from point source illumina- 
tion with the splitting process applied for every single photon as described in section 
3.2.1 chapter 3 in order to simulate the insertion of a polarizing target within the scat- 
tering medium. Every backscattered photon is recorded with multiple trajectories 
along with each trajectory that has the exclusive information depending on how many 
times the trajectory passes through the target depth. This information is stored and 
includes the normalized intensity, polarization state, exiting position and direction and 
positions of the photon as it passes through the target depth. The algorithmic flow 
chart of the PMC code is given in figure B. 1, which details the code step by step from 
the launch of a photon to the generation of photon that are backscattered with multiple 
trajectories. 
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of 
Each photon in the group (launch a photon)] 
/ finished Yes f exit the 
all groups? rou 
® 
Update Sflag 
YS Initial numb. of traces (indicator for each photon) 
Exit the program Initial the photon (pol, pos, dir) 
Initial moving photon (perpendicular to the med. ) 
Illumination type chosen (change dir) 
Split to two traces, Apply MM 
tgtevno++ 
Open temfile to store infor. of each trace of the photo 
-® 
If 
Xing Yes 
Set pos > cut off 
Write to temfile; filecount+I 
Write trace infor. to temfile; 
filecount+2 
"' --- filecount Close temfile 
Save 
Read new trace from temfile Split to two Sfla ++ Change 
traces Apply MM 
, os Po gtevno++ 
&I 
t t  Check boundary conditions 
If weighty or 
Refrection If yes tgtevno > 209 
& If outside med. ? trace 
i 
exit trace Xing Ys 
gets 
Yes I 
Set pos > cut off 
If tot. int. refl. ? tgtevno 
>0 ? 
N Yes 
Write trace infor. 
to temfile, 4- 
If tgtevno <= 20 
. 
Set pos > cut off 
update 
filecount++ 
Ys '--------, 
Set Scattering Split to two traces, tgtevno++ Apply MM 
pos > cut off 
Move trace If tgtevno If weighty or 
>20 ? evno > 209 i 
Yes Yes es ® 
If trace Xing 
target ? Set pos > cut off Set pos > cut off 
® ) LW rite trace infor. to temfile; 
update filecount++ 
---------------------------------- 
----------------------------- 
: 
--------- 
Figure B. 1: Algorithmic flow chart of the PMC code. 
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The Analysis code is used to detect the backscattered photons in a particular polariza- 
tion state. This is achieved through applying the Mueller calculus as described in 
chapter 2. In addition, the backscattered photons are detected in 2-D directions in or- 
der to form an image of the polarizing target embedded within the scattering medium 
via the imaging system included in the simulation, as described in detail in section 
3.2.1 chapter 3. The indexing process is also implemented from the Analysis code in 
order to achieve full field illumination. In the meantime, as each backscattered photon 
generated from the PMC code has multiple trajectories, the selection of the appropri- 
ate trajectory for each detected photon is carried out as well. This depends on the 
width of the target and the relative position of the illumination point and the target 
location. 
The algorithmic flow chart of the Analysis code is given in figure B. 2. This illustrates 
all the functions of the code step by step from obtaining a photon from the PMC code 
with multiple trajectories to detecting the photon in 2-D directions with a particular 
polarization state. Also shown in the figure is the process of selecting the appropriate 
trajectory in the full field illumination and imaging system. 
Applied Optics 
Department of Electrical and Electronic Engineering 
Appendix B: ROPI MC Simulation Algorithm 220 
Apply MM to each 
detection bin and show 
results. 
END! 
Generate B. S file (photon information saved) 
Read index in r. (posx nand ts) 
If exit back scat[ 
[Read Sflaa (indicator of numbers of traces for each photon) 
If exit SflaR ? 
Read trace (ra ) information 
, ulate shift distance in x direction 
; elate exit angle of the trace (ray) 
Ff exit the detection angle 
, 
(i. e. angle filtering 
Calculate 'status' of each 
trace (ray) at every index 
point. Ex: 111 / 100 
Calculate distance in x direction for 
each crossing points after indexing 
if the crossing point 
passing through the 
ME 
The trace Update the 
(ray) status trace (ray) 
remains status. 
the same. Ex: 100 
Ex: 100 
ill= 
If exit the illumination 
ints (i. e. indexing) ? 
Initial trace status (indicates if trace passing through the target) 
Calculate distance in x direction after shifting and indexing 
trace status the 
reading from si 
Calculate absorption in each layer, 0 here. 
Calculate bin number, i. e. which bin to 
save IQUV of the trace (ray)? 
Save IQUV of each trace (ray) to the bin 
Figure B. 2: Algorithmic flow chart of the Analysis code. 
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Appendix C 
Pictures of Experimental Setups 
In this appendix. pictures of the actual experimental setups and some components 
used in this study are illustrated. 
zl b 
Figure C. 1: The experimental setups in reflection mode based on (a) GT polarisers 
and (6) L('6 Rs re. spec- ively. 
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Figure C'. 3: The xyz stage that is used to control sample positions. 
Figure C. 4: One of the LCVRs. 
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Appendix D 
Mueller Calculus of Linear Polariza- 
tion Operations with LCVR in the 
General Case 
Referring to figure 6.2 in chapter 6, the arrangement is used to electrically and con- 
tinuously generate linearly polarized light in the full range from 0° to 90° from a ran- 
domly polarized input light source. The verification of the generation of special states 
(0°, 45° and 90°) has been shown in chapter 6. For all the other general cases, as de- 
scribed, verifications of the arrangement have to be performed via Mueller calculus. 
For instance, for the case when the LCVR is set with retardance of 45° (i. e. 1/8-wave), 
according to the Mueller representation of general retarders given in equation 2.7, the 
Mueller matrix of the LCVR with retardance of 45° in the arrangement can be repre- 
sented as equation D. 1, which is obtained by setting both the 0 and 6 as 45° from 
equation 2.7. 
1o (D. 1) 
0 
000 
42/2 o 
-r2-/2 
010 
N[2-/2 0 h/2 
In addition, based on the Mueller representations of LP and QWP given in equations 
2.8 and 2.9 respectively, the specified Mueller matrixes of the LP and the QWP ap- 
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plied in the arrangement can be generated in equations D. 2 and D. 3 separately, which 
are achieved by setting (p as 90° in equation 2.8 and setting gas 0° in equation 2.9. 
1 
-1 00 
_1 
-1 100 (D. 2) 
20000 
0000 
1000 
0100 (D. 3) M WP(e=O°) _0001 
00 
-1 0 
1 
0 
Irn 
=0 (D. 4) 
0 
, 
out = 
MQWPML(VRMLPIin 
I 
-I/2 (D. 5) 
_2- 
. 
ý-2-/2 
0 
Therefore, by representing the un-polarized input light as equation D. 4, the arrange- 
ment shown in figure 6.2 in the specified case of setting the LCVR as a 1/8-waveplate 
can be mathematically represented as equation D. 5, which shows that the polarization 
of the output light obtained is linearly polarized at 22.5°. This is proved by using 
equation 2.5 which shows the general form of light with polarization states included. 
As Q=cos(2x22.5°) = U= sin(2x22.5°) = `l/2, which represents the linear polariza- 
tion state is clearly shown in equation D. 5, the output polarization states is in 22.5° 
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linearly polarized. The minus signs in the equation D. 5 indicate only the directions 
apart from horizontal and 45° respectively. 
By following the same Mueller calculus but with different retardance assigned for the 
LCVR, it can be shown mathematically that the arrangement shown in figure 6.2 is 
able to provide the output polarization state linearly polarized in full range from 0° to 
90° with retardance of the LCVR varied from half-wave to 0-wave. 
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